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CASE NARRATIVE 

Client: Pastor, Behling, & Wheeler Report: 209011424 

Gulf Coast Analytical Laboratories received and analyzed the sample(s) listed 
on the sample cross-reference page of this report. Receipt of the sample(s) is documented 
by the attached chain of custody. This applies only to the sample(s) listed in this report. 
No sample integrity or quality control exceptions were identified unless noted below. 

VOLATILES MASS SPECTROMETRY 

In the SW-846 8260B analysis for analytical batch 404503, the MS/MSD exhibited recovery failures. 



Laboratory Endorsement 

Sample analysis was performed in accordance with approved methodologies provided by the 
Environmental Protection Agency or other recognized agencies. The samples and their corresponding 
extracts will be maintained for a period of 30 days unless otherwise arranged. Following this retention 
period the samples will be disposed in accordance with GCAL's Standard Operating Procedures. 

NO 
DO 
MI 
TNTC 
SUBC 
FLO 
pal 
MOL 
ROl 
00:00 

Common Abbreviations Utilized in this Report 

Indicates the result was Not Detected at the specified RDL 
Indicates the result was Diluted Out 
Indicates the result was subject to Matrix Interference 
Indicates the result was Too Numerous To Count 
Indicates the analysis was Sub-Contracted 
Indicates the analysis was performed in the Field 
Practical Quantitation Limit 
Method Detection Limit 
Reporting Detection Limit 
Reported as a time equivalent to 12:00 AM 

Reporting Flags Utilized in this Report 

J Indicates an estimated value 
U Indicates the compound was analyzed for but not detected 
B (ORGANICS) Indicates the analyte was detected in the associated Method Blank 
B (INORGANICS) Indicates the result is between the RDL and MOL 

Sample receipt at GCAL is documented through the attached chain of custody. In accordance with ISO 
Guide 25 and NELAC, this report shall be reproduced only in full and with the written permission of GCAL. 
The results contained within this report relate only to the samples reported. The documented results are 
presented within this report. 

This report pertains only to the samples listed in the Report Sample Summary and should be retained as 
a permanent record thereof. The results contained within this report are intended for the use of the client. 
Any unauthorized use of the information contained in this report is prohibited. 

I certify that this data package is in compliance with the terms and conditions of the contract and 
Statement of Work both technically and for completeness, for other than the conditions in the case 
narrative. Release of the data contained in this hardcopy data package and in the computer-readable 
data submitted has been authorized by the Quality Assurance Manager or his/her designee, as verified by 
the following signature. 



Report Sample Summary 

GCALIO Client 10 Matrix Collect OatelTime Receive OatelTime 

20901142401 OCPT-5 Water 01/13/2009 10:00 01/14/200910:15 

20901142402 NE4MW32C Water 01/13/2009 09:15 01/14/200910:15 

20901142403 NE4MW32C MS Water 01/13/200909:15 01/14/200910:15 

20901142404 NE4MW32C MSO Water 01/13/200909:15 01/14/2009 10:15 

20901142405 MW-1000 Water 01/13/2009 09:15 01/14/200910:15 

20901142406 TRIP BLANK Water 01/13/2009 00:00 01/14/200910:15 

20901142407 GW-011309-EB Water 01/13/200910:20 01/14/200910:15 

20901142408 GW-011309-FB Water 01/13/2009 1 0 :30 01/14/200910:15 

GCAL Report 209011424 
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2A 

WATER VOLATILE SYSTEM MONITORING COMPOUND RECOVERY 

Contract: Lab Name: GCAL 

Lab Code: LA024 
----"-,,-------

Case No.: 

Method: SW-846 8260 

SAMPLE NO. 

OCPT-5 

LCSD686236 

MB686234 

NE4MW32C 

NE4MW32CMS 

NE4MW32C MSD 

MW-1000 

TRIP BLANK 

GW-011309-EB 

GW-011309-FB 

LCS686235 

SMC 1 4-Bromofluorobenzene 

SMC 2 Dibromofluoromethane 

SMC 3 Taluene-d8 

SMC 4 1,2-Dichloroethane-d4 

# Column to be used to flag recovelY values 

* Values outside of contract required QC limits 

SASNo.: SDG No.: 209011424 

TOT 
SAfC1 # SAfC2 # SAfC3 # SAfC4 # OUT 

96 99 98 96 0 

101 96 100 96 0 

100 93 99 98 0 

97 97 100 100 0 

105 96 100 99 0 

100 95 100 97 0 

97 100 101 99 0 

97 97 100 95 0 

100 95 101 97 0 

96 100 101 98 0 

103 100 100 98 0 

QC LIMITS 

78 - 130 

77 - 127 

76 - 134 

71 - 127 

FORM II VOA-1 

5 



3A 
WATER VOLATILE MS/MSD RECOVERY 

Lab Name: .,;;G;;.;C:..;.A:;;;L ____ ~~ _______ _ Contract: 

Lab Code: LA024 Case No.: SASNo.: 

Matrix Spike - EPA Sample No: NE4MW32C 
~~~~------------

Analytical Batch: ...;.4~04.;.;5:;.:0:;.3 __ _ 

SAMPLE NO.: 20901142403 
SPIKE SAMPLE MS 

COMPOUND UNITS ADDED CONCENTRAnON CONCENTRAnON 

1,1,1-Trichloroethane ug/L 50 0 
1,1-Dichloroetl1ene ug/L 50 1.43 
1,2,3-Trichloropropane ug/L 50 4.2 
1,2-Dichloroethane uglL 50 0 
Benzene ug/L 50 1.41 
Carbon tetrachloride uglL 50 0 
Methylene chloride uglL 50 0 
Tetrachloroethene ug/l 50 0 
:rrichloroethene ug/l 50 34.1 
~nyl chloride ug/l 50 0 
cis-1,2-Dichloroethene ug/l 50 112 

SAMPLE NO.: 20901142404 

SPIKE 
COMPOUND UNITS ADDED MSD CONe. 

1,1,1-Trichloroethane uglL 50 52.1 
1,1-Dichloroethene ug/l 50 47.7 
1,2,3-Trichloropropane ug/L 50 56.4 
1,2-Dichloroethane ug/L 50 49.3 
Benzene uglL 50 52.4 
Carbon tetrachloride ug/L 50 53.9 
Methylene chloride ug/L 50 44.5 
T etrachloroethene ug/l 50 56.8 
Trichloroethene ug/L 50 81.7 
Vinyl chloride ug/l 50 50.9 
cis-1,2-Dichloroethene ug/L 50 151 

# Column to be used to flag recovery and RPD values with an asterisk 
* Values outside of QC limits 

RPD: 0 outof 11 outside limits 

Spike Recovery: ___ out of 22 outside limits 

MSD% 
REC 

104 
93 
104 
99 
102 
108 
89 
114 
95 
102 
78 

FORM III VOA-1 

50.9 
46.8 

56.9 
48.4 
51.6 
53.1 
45.2 
57.7 
79.9 
51.8 
149 

# 
% 

RPD 

2 
2 
.9 
2 
2 
1 
2 
2 
2 
2 
1 

SDG No.: 209011424 

MS % 
REC 

102 

91 
105 
97 
100 
106 
90 
115 
92 
104 
74 

# 

# QC. UMITS 

76 - 129 

76 - 123 

71 - 126 

76 - 123 

78 - 121 

80 - 126 
73 - 123 
74 - 129 

80 - 123 
71 - 126 

* 77 - 123 

QC. UMITS 
REC RPD 

76 - 129 0 - 30 
76 - 123 0 - 30 
71 - 126 0 - 30 
76 - 123 0 - 30 
78 - 121 0 - 30 
80 - 126 0 - 30 
73 - 123 0 - 30 
74 - 129 0 - 30 

80 - 123 0 - 30 
71 - 126 0 - 30 
77 - 123 0 - 30 



3A 

WATER VOLATILE LCSILCSD RECOVERY 

umNmoo: ~G~C~A=L __ . ____________________ __ Contract: 

um Code: LA024 case No.: SAS No.: 

Analytical Batch: _4_04_5_03 __ _ 

SAMPLE NO.: 686235 
SPIKE SAMPLE LCS 

COMPOUND UNITS ADDED CONCENTRA TION CONCENTRATION 

1,1,1-Trichloroethane ug/L 50 0 
1 ,1-Dichloroethene ug/L 50 0 
1,2,3-Trichloropropane ug/L 50 0 
1,2-Dichloroethane uglL 50 0 
Benzene uglL 50 0 
Carbon tetrachloride ug/L 50 0 
Methylene chloride ug/L 50 0 
Tetrachloroethene ug/L 50 0 
Trichloroethene ug/L 50 0 
Vinyl chloride ug/L 50 0 
cis-1,2-Dichloroethene uglL 50 0 

SAMPLE NO.: 686236 

SPIKE 
COMPOUND UNITS ADDED LCSD CONC. 

1 ,1 ,1-Trichloroethane ug/L 50 52.5 
1 ,1-Dichloroethene ug/L 50 46.1 
1,2,3-Trichloropropane ug/L 50 48.9 
1,2-Dichloroethane ug/L 50 48.9 
Benzene ug/L 50 49.7 
Carbon tetrachloride ug/L 50 49.5 
Methylene chloride uglL 50 43.5 
Tetrachloroethene uglL 50 55.7 
Trichloroethene ug/L 50 48.8 
Vinyl chloride ug/L 50 47.7 
cis-1,2-Dichloroethene ug/L 50 49.2 

# Column to be used to flag recovery and RPD values with an asterisk 
* Values outside of QC limits 

RPD: 0 outof 11 outside limits 

Spike Recovery: __ 0,--_ out of 22 outside limits 

LCSD 
% REC 

105 
92 

98 
98 

99 
99 
87 
111 

98 
95 
98 

FORM III VOA-1 

49.5 
46.9 
47.7 
47.3 
48.6 
50.9 
42.7 

55 
50 

48.3 
47.8 

# 
% 

RPD 

6 
2 
2 
3 
2 
3 
2 
1 
2 
1 
3 

SDG No.: 209011424 

LCS% 
REC 

99 
94 

95 
95 
97 
102 
85 
110 
100 

97 
96 

# 

76 
76 
71 
76 

78 
80 
73 
74 

80 
71 
77 

# QC. UMITS 

76 - 129 

76 - 123 
71 - 126 
76 - 123 
78 - 121 
80 - 126 

73 - 123 
74 - 129 

80 - 123 
71 - 126 
77 - 123 

QC. UMITS 
REC RPD 

- 129 0 - 30 

- 123 0 - 20 

- 126 0 - 30 

- 123 0 - 30 

- 121 0 - 20 

- 126 0 - 30 

- 123 0 - 30 

- 129 0 - 30 

- 123 0 - 20 

- 126 0 - 30 

- 123 0 - 30 



4A 
VOLATILE METHOD BLANK SUMMARY 

SAMPLE NO. 

MB686234 

Contract: 

Lab Code: ~:LA:".:.~0.:2c;M4;""""'Mm".',"' Case No.: SAS No.: SDG No.: 209011424 

Lab Sample 10: .• 6;~86c.=2;;.34, ..... "".,.",.,.~ Date Extracted: 

GC Column: RTX-VMS-30 

Instrument 10: .~M::::;S:.V: .. :::.5~w,._.~ ••. _ 

Level: .L:;O . .;;~W.;=~ .. "",_w. 

Prep Batch: 

(mm) 
Date Analyzed: 01/15/09 

Matrix: Water 

Analytical Batch: ... 4 ... 0: .. 4 ... 5.,0.,3 .. ...... m •.• •• , ... .. 

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES, MS AND MSD 

1 . 

2. 

3. 
4. 

5. 
6. 
7. 

8. 
9. 

10. 

SAMPLE NO. 

LCS686235 

LCSD686236 
NE4MW32C 
OCPT-5 

NE4MW32CMS 

NE4MW32C MSD 
MW-1000 

TRIP BLANK 

GW-011309-EB 
GW-011309-FB 

LAB 

SAMPLE ID 

686235 

686236 
20901142402 

20901142401 

20901142403 
20901142404 

20901142405 

20901142406 

20901142407 
20901142408 

LAB 

FILE ID 

2090115p/i2779 

2090115p/i2780 

2090115p/i2783 

2090115p/i2784 

2090115p/i2785 

2090115p/i2786 
2090115p/i2788 

2090115p/i2789 

2090115pli2790 
2090115pli2791 

FORM IV VOA 

DATE TIME 
ANAL VZED ANAL VZED 

01/15/09 1743 

01/15/09 1806 
01/15/09 1919 

01/15/09 1942 

01/15/09 2017 

01115/09 2039 
01/15/09 2125 

01/15/09 2148 
01115/09 2211 

01/15/09 2233 



5A 
VOLATILE ORGANICS INSTRUMENT PERFORMANCE CHECK 

BROMOFLUOROBENZENE (BFB) 

Lab Name: GCAL 
~~~-----------------------

Contract: 

Lab Code: LA024 Case No.: SAS No.: SDG No.: 209011424 

Lab File ID: 20901141i2724b 

Instrument ID: MSV5 
~~--------------------~ 

GC Column: RTX-VMS-30 ID: .,;;..2:;;;5 __ (mm) 

Analytical Batch: _4.;,,;04.;,,;3...;;,6.;,,;5 __ _ 

m / e ION ABUNDANCE CRITERIA 

I 15.0 - 40.0% of mass 95 

30.0 - 60.0% of mass 95 

Base Peak, 100% relative abundance 

5.0 -9.0% of mass 95 

Less than 2.0% of mass 174 

50.0 - 120.0% of mass 95 

5.0 - 9.0% of mass 174 

95.0 -101.0% of mass 174 

5.0 - 9.0% of mass 176 

1- Value is % mass 174 

BFB Injection Date: 01/14/09 

BFB Injection Time: ....;0.;;.9.;,,;18~ __ _ 

% Relative 
Abundance 

20.6 

40.56 

100 

6.22 

.34 .47 

73.09 

5.56 7.61 

72.98 99.85 

4.42 6.06 

2- Value is % mass 176 

2 

THIS CHECK APPLIES TO THE FOLLOWING SAMPLES, MS, MSD, BLANKS, AND STANDARDS: 

1. 
2. 
3. 
4. 

5. 
6. 
7. 
8. 

SAMPLE NO. 
V5STD001 
V5STD005 
V5STD010 
V5STD020 
V5STD050 
V5STD100 
V5STD200 
V51CV050 

LAB 

SAMPLE ID 
1207 
1201 
1208 
1202 
1203 
1204 
1205 
1600 

LAB 

FILE ID 
20901141i2725 
20901141i2726 
20901141i2727 
20901141i2728 
20901141i2729 
20901141i2730 
20901141i2731 
20901141i2733 

FORM V VOA 

DATE TIME 

ANAL VZED ANAL VZED 
01/14/09 0940 
01/14/09 1003 
01/14/09 1025 
01/14/09 1048 
01/14/09 1111 
01/14/09 1134 
01/14/09 1156 
01/14/09 1259 



5A 
VOLATILE ORGANICS INSTRUMENT PERFORMANCE CHECK 

BROMOFLUOROBENZENE (BFB) 

Lab Name: GCAL 
.~----.----. 

Contract: 

Lab Code: LA024 
=~-

Case No.: SASNo.: SDG No.: 209011424 

Lab File ID: 2090";",11;.;;5~pJi.;;;12;;,.77;.;;8;,,.... _______ _ BFB Injection Date: "..:;0.;,;.1/.;,;15;;.;;10;,;;.9 ___ . 

Instrument ID: MSV5 
---'~--. 

BFB Injection Time: _1_706 ___ _ 

GC Column: RTX-VMS-30 ID: .25 (mm) 

Analytical Batch: ..,;4,;;.,04,;c;;5,;;.,03;;;..... __ _ 

"Relative 
mle ION ABUNDANCE CRITERIA Abundance 

I 15.0 - 40.0% of mass 95 19.18 

30.0 - 60.0% of mass 95 42.32 

Base Peak, 100% relative abundance 100 

5.0 -9.0% of mass 95 6.6 

Less than 2.0% of mass 174 0 0 

50.0 - 120.0% of mass 95 75.45 

5.0 - 9.0% of mass 174 5.21 6.91 

95.0 - 101.0% of mass 174 72.22 95.73 

5.0 - 9.0% of mass 176 4.64 6.43 2 

1- Value is % mass 174 2- Value is % mass 176 

THIS CHECK APPLIES TO THE FOLLOWING SAMPLES, MS, MSD, BLANKS, AND STANDARDS: 

1. 
2. 
3. 
4. 
5. 
6. 
7. 
8. 
9. 

10. 
11. 
12. 

SAMPLE NO. 
V5STD050 
LCS686235 
LCSD686236 
MB686234 
NE4MW32C 
OCPT-5 
NE4MW32CMS 
NE4MW32C MSD 
MW-1000 
TRIP BLANK 
GW-011309-EB 
GW-011309-FB 

LAB 

SAMPLEID 
1400 

686235 
686236 
686234 

20901142402 
20901142401 
20901142403 
20901142404 
20901142405 
20901142406 
20901142407 
20901142408 

LAB 

RLEID 
2090115pJi2n9 
2090115pJi2779 
2090115p1l2780 
2090115pJi2782 
2090115pll2783 
2090115pll2784 
2090115pll2785 
2090115pll2786 
2090115pJi2788 
2090115pll2789 
2090115pll2790 
2090115pJi2791 

FORM V VOA 

DATE TIME 
ANAL VZED ANAL VZED 

01/15109 1743 
01/15109 1743 
01/15109 1806 
01/15109 1852 
01/15109 1919 
01/15109 1942 
01/15109 2017 
01/15/09 2039 
01/15109 2125 
01/15109 2148 
01/15109 2211 
01/15109 2233 



SA 

VOLATILE INTERNAL STANDARD AREA AND RT SUMMARY 

Lab Name: GCAL 
~~----~~----------------

Contract: 

Lab Code: LA024 Case No.: SASNo.: SDG No.: 209011424 

Lab File 10 (Standard): .;;,2;,;;.09;,.;;0;,;,.1,;..;;15;J;;p/i;;;;;,12;,;.77;,;;9 _____ _ Date Analyzed: 01/15/09 

Instrument 10: MSV5 
~~-----------------

Time: 1743 
..,;..;...;..;;,..,,----

GC Column: RTX-VMS-30 10: _.2;;,;5 ___ (mm) Heated Purge: (YIN) ..:.N:.--_________ ~ 

Analytical Batch: 

ISTANDARD 

EPA Sample 
LCS686235 

· GW-011309-EB 
1 . 
2 
3 
4. 
5 
6 
7 
8 
9 

· GW-011309-FB 
LCSD686236 

· MB686234 
· NE4MW32C 
.OCPT-5 
· NE4MW32C MS 
· NE4MW32C MSD 

10 
11 

· MW-1000 
· TRIP BLANK 

404503 

IS 1 10 : Chlorobenzene-d5 
IS 2 10 : 1,4-Dichlorobenzene-d4 
IS 3 10 : Fluorobenzene 

IS 1 
Area 
242874 

242874 
232231 
231612 
239069 
237258 
239850 
231370 
231984 
236622 
235554 
238579 

AREA UPPER LIMIT = +100% of internal standard area 
AREA LOWER LIMIT = -50% of internal standard area 
RT UPPER LIMIT = +0.50 minutes of internal standard RT 
RTLOWER LIMIT = -0.50 minutes of internal standard RT 

# 

# Column used to flag values outside QC limits with an asterisk 
* Value outside of QC limits 

RT 
9.98 

9.98 
9.97 
9.97 
9.98 
9.98 
9.97 
9.98 
9.97 
9.97 
9.97 
9.97 

FORM VIII VOA 

IS2 IS3 
Area RT Area RT 
185250 12.08 535838 7.2 

# # # # # 

185250 12.08 535838 7.2 
156492 12.07 522059 7.19 
155178 12.06 509990 7.19 
181410 12.07 529528 7.2 
169690 12.07 532891 7.2 
169719 12.08 531732 7.2 
155547 12.07 519473 7.19 
175127 12.07 512875 7.2 
178803 12.07 519388 7.2 
163985 12.06 517073 7.19 
165049 12.06 529475 7.19 



1A SAMPLE NO. 
VOLATILE ORGANICS ANALYSIS DATA SHEET 

OCPT-5 

Lab Name: GCAL Contract: 
~~------------- --------------------------

Lab Code: LA024 Case No.: ______ SAS No.: SDG No.: 209011424 

Matrix: (soillwater) Water 
--~-------------------

Sample wt/voI: ",;;5 __ (g/ml) 

Level: (Iow/med) ..:;L;;:O~W~ _____________ _ 

% Moisture: not dec. 

GC Column: RTX-VMS-30 

Instrument 10: .,;;;M;;;;S~V5~ __ 

10: _.2....;5 __ 

Soil Extract Volume: 

Soil Aliquot Volume: 

CONCENTRA TION UNITS: ug/L 

CAS NO. COMPOUND 

71-55-6 1,1,1-Trichloroethane 
75-35-4 1 ,1-Dichloroethene 
96-18-4 1,2,3-Trichloropropane 
107-06-2 1,2-Dichloroethane 
71-43-2 Benzene 
56-23-5 Carbon tetrachloride 
75-09-2 Methylene chloride 
127-18-4 T etrachloroethene 
79-01-6 Trichloroethene 
75-01-4 Vinyl chloride 
156-59-2 cis-1,2-Dichloroethene 

(mm) 

(IJL) 

(IJL) 

Lab Sample 10: .::2:::;09::::0~11.:..;4:::24..:.;0:...;1 ____________ _ 

Lab File 10: 2090115p1i2784 

Date Collected: 01/13109 Time: 1000 

Date Received: 01/14109 

Date Analyzed: 01/15109 Time: 1942 

Dilution Factor: Analyst: JCK 

Prep Batch: Analytical Batch: 404503 ----"-
Analytical Method: SW-846 8260 

RESULT Q MDL RL 

5.00 U 0.096 5.00 

5.00 U 0.201 5.00 

5.00 U 0.091 5.00 

5.00 U 0.090 5.00 

5.00 U 0.065 5.00 

5.00 U 0.156 5.00 

10.0 U 0.096 10.0 

5.00 U 0.153 5.00 

5.00 U 0.118 5.00 

5.00 U 0.155 5.00 
5.00 U 0.162 5.00 

FORM I VOA 



Data File: /var/chem/msv5.i/2090115p.b/i2784.d 
Report Date: 15-Jan-2009 20:06 

Data file : 
Lab Smp Id: 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

GCAL, Inc. 

/var/chem/msv5.i/2090115p.b/i2784.d 
20901142401 
15-JAN-2009 19:42 
JCK Inst ID: msv5.i 
20901142401* 
MSV-15220-*1*JCK 

Method /var/chem/msv5.i/2090115p.b/8260Bw5.m 
Meth Date 15-Jan-2009 20:04 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11:56 Cal File: i2731.d 
Als bottle: 6 
Dil Factor: 1.00000 

Page 1 

Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name Value 

DF 1.00000 
Uf 5.00000 
Vo 5.00000 
DF 1.00000 

Cpnd Variable 

QUANT SIG 

Compounds MASS 
========================== 

$ 39 Dibromofluoromethane 111 

$ 48 1,2-Dichloroethane-d4 67 

* 52 FLUOROBENZENE 96 

$ 67 Toluene-d8 98 

* 83 CHLOROBENZENE-d5 82 

$ 94 Bromofluorobenzene 174 

* 111 1,4-DICHLOROBENZENE-D4 152 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

CONCENTRATIONS 

ON-COLUMN FINAL 

RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) 

====== ===== 

6.398 6.402 (0.890) 154715 49.6424 49.6 

6.930 6.935 (0.964) 83220 48.0060 48.0 

7.190 7.196 (1.000) 519473 50.0000 

8.623 8.630 (0.864) 497660 49.2302 49.2 

9.979 9.979 (1. 000) 231370 50.0000 

11.021 11.023 (1.104) 121628 47.9444 47.9 

12.074 12.080 (1.000) 155547 50.0000 

SIMILARITY 

========= 

6197 
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~ 
< 
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~ 
,... 

Data File: Ivar/che~/~sv5.i/2090115p.b/i2784.d 
Date : 15-JAN-2009 19:42 
Client ID: 
Sa~ple Info: 20901142401* 
Purge Volu~e: 5.0 
Colu~n phase: RTX-VHS-30H 

2.5:: 
= 

2.4-:: 

2.3-= 

2.2:: 

2.1-= 

2.0:: 
= 

1.9-:: 

1.8-= 

1.7:: 

1.6-= 

1.5:: 
= 

1.4':; 

1.3-= 

1.2-:: 

1.1-= 

1.0:: 
= 

0.9-:: 

0.8-= 

0.7-:: 

0.6-= 

0.5:: 
= 

0.4-:: 

0.3-= 
= 

0.2-:: 

0.1-= 

2 3 
T 
4 5 

~ .. 
J: ..., .. 
~ .. 
0 

" ;;: 
~ 
0 .. 

.Q .... 
'" I 

6 

Instrument: msv5.i 

Operator: JCK 
Colu~n dia~eter: 0.25 

Ivar/che~/~sv5.i/2090115p.b/i2784.d 
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Data file /var/chem/msv5.i/2090115p.b/i2784.d 
Report Date: 01/15/2009 20:06 

Lab ID 
Injection Date: 

MANUAL INTEGRATION GRAPHIC REPORT 

20901142401 
01/15/2009 19:42 
JCK 
20901142401* 

SampleType 
Instrument 

MSV~15220~*1*JCK 

/var/chem/msv5.i/2090115p.b/8260Bw5.m 
1. 00 
WATER 

SAMPLE 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator HP RTE Compound Sublist: 8260b 

HP CheroStation HS 12784.d 

NO MANUAL INTEGRATIONS 

Page: 1 



1A SAMPLE NO. 
VOLATILE ORGANICS ANAL VSIS DATA SHEET 

NE4MW32C 

Lab Name: GCAL Contract: ----------------- ----------------------
Lab Code: LA024 Case No.: ______ SAS No.: SDG No.: 209011424 

Matrix: (soillwater) _W.:..;ate;;.;.;;.;..r _________ _ 

Lab Sample ID: ..::;2:.:,09;;;.;0;.,;.1"..:..,14:::;2:,;;40:::;2:..._ __________ _ Sample wtIvoI: (g/ml) mL -------
Level: (Iow/med) ..:;L;.;;O.;;.W;....... _________ _ Lab File ID: 209;.;;0..:..,11;.;;5J;;;pI~i2..:...78:.;;3:..._ _________ _ 

% Moisture: not dec. Date Collected: ..;;0.:..;1/.:..;13.;;;./O.:..;9~ __ Time: 0915 
..;;.:..;~---. 

GC Column: RTX-VMS-30 ID: .25 (mm) DateR~wd: ..::;0:.;;1/;.,;.14~/O;;;.;9~ ______________ _ 

Instrument ID: MSV5 
.:..;.:..;~--------------

Date Analyzed: ..;;0.:..;1/.:..;15.;;;./O.:..;9~ __ Time: 1919 
.......;.....;......----

Soil Extract Volume: Dilution Factor: Analyst: _J.;;,;C;;;;.K;....... __ _ 

Soil Aliquot Volume: Prep Batch: Analytical Batch: 404503 

CONCENTRA TlON UNITS: ug/L 
Analytical Method: SW-846 8260 

CAS NO. COMPOUND RESULT Q MDL RL 

71-55-6 1.1.1-Trichloroethane 5.00 U 0.096 5.00 
75-35-4 1.1-Dichloroethene 1.43 J 0.201 5.00 
96-18-4 1.2.3-Trichloropropane 4.20 J 0.091 5.00 
107-06-2 1.2-Dichloroethane 5.00 U 0.090 5.00 
71-43-2 Benzene 1.41 J 0.065 5.00 
56-23-5 Carbon tetrachloride 5.00 U 0.156 5.00 
75-09-2 Methylene chloride 10.0 U 0.096 10.0 
127-18-4 Tetrachloroethene 5.00 U 0.153 5.00 
79-01-6 Trichloroethene 34.1 0.118 5.00 
75-01-4 Vinyl chloride 5.00 U 0.155 5.00 
156-59-2 cis-1.2-Dichloroethene 112 0.162 5.00 

FORM I VOA 



Data File: /var/chem/msv5.i/2090115p.b/i2783.d 
Report Date: 15-Jan-2009 20:06 

Data file : 
Lab Smp Id: 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

GCAL, Inc. 

/var/chem/msv5.i/2090115p.b/i2783.d 
20901142402 
15-JAN-2009 19:19 
JCK 
20901142402* 
MSV-15220-*1*JCK 

Inst ID: msv5.i 

Method /var/chem/msv5.i/2090115p.b/8260Bw5.m 
Meth Date 15-Jan-2009 20:04 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11:56 Cal File: i2731.d 
Als bottle: 5 

Page 1 

Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Value 

1.00000 
5.00000 
5.00000 
1. 00000 

Cpnd Variable 

Compounds 

========================== 

11 1,1-Dichloroethene + 

12 Carbon Disulfide 

27 1,1-Dichloroethane ++ 

M 61 Total 1,2-Dichloroethene 

31 cis-1,2-Dichloroethene 

$ 39 Dibrornofluoromethane 

45 Benzene 

$ 48 1,2-Dichloroethane-d4 

* 52 FLUOROBENZENE 

54 Trichloroethene 

$ 67 Toluene-d8 

* 83 CHLOROBENZENE-d5 

$ 94 Bromofluorobenzene 

100 1,2,3-Trichloropropane 

QUANT SIG 

MASS 

96 

76 

63 

61 

61 

111 

78 

67 

96 

130 

98 

82 

174 

75 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

CONCENTRATIONS 

ON-COLUMN FINAL 

RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) 

====== ===== 

3.521 3.522 (0.489) 3383 1. 43253 1.43 

3.543 3.554 (0.492) 8587 1.13367 1.13 

5.313 5.315 (0.738) 103743 19.2588 19.3 

533894 111. 576 112 

5.921 5.923 (0.822) 533894 111. 576 112 

6.399 6.402 (0.888) 154023 48.2810 48.3 

6.800 6.794 (0.944) 18536 1. 41472 1.41 

6.931 6.935 (0.962) 89097 50.2112 50.2 

7.202 7.196 (1. 000) 531732 50.0000 

7.354 7.359 (1. 021) 106773 34.1342 34.1 

8.624 8.630 (0.865) 522225 49.8338 49.8 

9.970 9.979 (1.000) 239850 50.0000 

11.012 11. 023 (1.105) 127640 48.5354 48.5 

11. 316 11.317 (0.937) 19645 4.19532 4.20 

SIMILARITY 

========== 

6260 

·17 .... 



Data File: /var/chem/msv5.i/2090115p.b/i2783.d 
Report Date: 15-Jan-2009 20:06 

Compounds 

* 111 1,4-DICHLOROBENZENE-D4 

QUANT SIG 

MASS 

152 

RT EXP RT REL RT 

12.076 12.080 (1.000) 

RESPONSE 

169719 

CONCENTRATIONS 

ON-COLUMN 

( ppb) 

50.0000 

FINAL 

( ug/L) 

Page 2 

SIMILARITY 

is 
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Data File; Ivar/cheM/Msv5.i/2090115p.b/i2783.d 
Date ; 15-JAN-2009 19;19 
Client ID; 
SaMple Info; 20901142402* 
Purge VolUMe; 5.0 
ColUMn phase; RTX-VHS-30H 

3.3-: 

3.2.§ 

3.1.§ 

3.0~ 
2.9~ 

2.8~ 

2.7~ 

2.6';: 

2.5.§ 

2.4~ 

2.3~ 
2.2~ 

2.1~ 

2.0~ 

1.9';: 

1.8';: 

1.7.§ 

1.6.§ 

1.5.§ 

1.4~ 
1.3~ 

1.2~ 

1.1';: 

1.0';: 

0.9.§ 

0.8.§ 

0.7.§ 

0.6~ 
0.5~ 

0.4'; 

0.3';: 

0.2.§ 

0.1.§ 

2 3 4 5 

~ .. .s:: ., .. 
'" 0 
l; 
j 
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0 

'" 0 
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;:: 
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Instrument: Msv5.i 

Operator; JCK 
ColUMn diaMeter: 0.25 

Ivar/cheM/Msv5.i/2090115p.b/i2783.d 
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Data File; Ivar/che~MSv5.i/2090115p.b/i2783.d 

Date : 15-JAN-2009 19:19 

Client ID: 

SaMple Info: 20901142402" 

Purge VoluMe: 5.0 

ColuMn phase: RTX-VHS-3OH 

11 1,1-Dichloroethene + 

~4 
Soan 230 (3.521 Min) of i2783.d 

5.0 
4.5 
4.0 
3.5 
3.0 
2.5 
2.0 ~6 
1.5 
1.0 

/207 0.5 
III 1.1, • 16, 

0.0 
60 90 120 150 180 210 240 270 300 

M/z 
330 

~4 
Scan 230 (3.521 Min) of i2783.d (Subtracted) 

5.0 
4.5 
4.0 
3.6 
3.0 
2.6 
2.0 ~6 
1.5 

~ 1.0 
/207 o·~i I, 

16, 
0.0 II ~, 

60 90 120 160 180 210 240 270 300 330 
M/z 

Operator: JCK 

ColuMn diaMeter: 0.25 

Concentration: 1.43 uelL 

1.4~ 
1.3~ 
1.2~ 
1.1.§ 
1.0.§ 
0.9-§ 

" 0.8-§ r 
~ 0.7~ 

~ 
C M~ 
)- 0.5~ 

0.4~ 360 390 420 
0.3~ 
0.2.§ 
O.1-§ 
0.0 = 

3.20 

3.0-; 
2.8-; 
2.6-; 
2.4';: 
2.2'; 

~ 2.0';: 
1.8'; 

360 390 420 M 1.6.§ 
~ 

11 1,1-Dichloroethene + (Reference SpectrUM) ... 1.4.§ 
10.0 ~1 C 1.2.§ 
9.0 

)-
1.0.§ 

8.0 0.8.§ 

7.0 ~ 0.6~ 

6.0 0.4~ 
0.2':: A 5.0 

4.0 0.0'::"" -r;-r,. 
3.20 

3.0 
2.0 
1.0 

II. 0.0 
~3 

60 90 120 150 180 210 240 270 300 330 360 390 420 
111/2 

100 ..,A4 
Scan 230 (3.521 Min) of i2783.d (. DIFFERENCE) 

80 

60 

40 
20 l ~ 16, /207 ~ 

0 

~I 'fr" r-
.. , , , , 

-20 
-40 
-60 
-80 

-100 
60 90 120 150 180 21~/Z 240 270 300 330 360 390 420 

Page 2 

Ion 96.00 ... 
(\J 
IS) 

M 

J~ I .uo 3.80 
Min 

Ion 61.00 
r-~ 

M 

3.40 3.60 
It~ 

3.80 4.00 
Hin 



Data File: Ivar/OheM/Msv5.i/209~5p.b/i2783.d Page 3 

Date : 15-JAN-2009 19:19 

Client ID: InstruMent: Msv5.i 

SaMpl. Inf'o: 20901142402)4 

Purge VoluMe: 5.0 Operator: JCK 

ColuMn phas.: RTX-I/MS-3OH ColuMn diaMeter: 0.25 

12 Carbon Disul'ide Conoentration: 1.13 ug/L 

~4 
Soan 232 (3.543 Min) 0' i2783.d Ion 76.00 I") 

5.5 "" 3.4'; K) 

5.0 3.2.§ M 
4.5 3.0~ 
4.0 /76 2.8~ 

" 
3.5 2.6~ 

I") 3.0 2.4'; ( 
0 

2.5 2.2.§ g 
2.0 " 2.0~ 

)- 1.5 
r 1.8~ 0 ... 1.6~ 1.0 

?29 ~07 /248 ~83 ~ 
.:; 

1.4'; 
0.5 )- 1.2~ 
0.0 1.0~ 

EiO 90 120 150 180 210 240 270 300 330 0.8~ 

Soan 232 (3.543 Min) 0' i2783.d (Subtraoted) 0.6'; 
~4 0.4.§ 

5.5 0.2~ 
5.0 0.0 = 
4.5 3.20 3.40 3.80 4.00 
4.0 /76 Hi 

" 
3.5 Ion 44.00N 

r 3.0 
I") 

0 6.6-: "l. ... 2.5 6.4~ 
I") 

.:; 2.0 6.2~ )- 1.5 
1.0 

6.0.§ 

0.5 ~ ~07 /248 ~83 ~ 5.8" 

0.0 5.6 
60 90 120 150 180 210 240 270 300 330 ~ 5.4 

0 5.2 

10.0 7V. 
12 Carbon Disul'ide (R"erenoe SpeotrUM) g 5.0 

9.0 )- 4.8 

8.0 4.6 

7.0 
4.4 _ 
4.2~ 

" 6.0 
4.0.§ I") 

( 5.0 
~ 3.8" I I I I I I I I I I I I I I I I I I I I .:; 4.0 

3.20 3.40 3.60 3.80 4.00 
)- 3.0 H' 

2.0 Ion 78.00 "" 

1.0 ?i!5i!5 
450-: "" 
420-= "l. 

0.0 I") 

EiO 90 120 150 180 210 240 270 300 330 390-= 
MIz 360-= 

100 
Soan 232 (3.543 Min) 0' i2783.d (~ DIFFERENCE) 330-= 

...A4 
80 300-= 

EiO 
270-= 

40 
240-= 

20 ~4 ~9 ~07 ~48 ~3 ~ 
)- 210-= 

180-= ... 0 Ii 1oL. 11,.1.1 r'" .L,., 
-.. 150-= " i -20 120 

-40 90 
-60 EiO 

-80 30 

-100 0 I I I I I I I I 

60 90 120 150 180 210 240 270 300 330 3.20 3.40 3.60 3.80 4.00 
MIz Hin 
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Data File: Iva~/ohe~/~sv5.i/20~0115p.b/i2783.cl 

Date : 15-JAN-200~ 1~:1~ 

Client ID: 

Sa~ple Info: 20~01142402~ 

Pu~ge VoluMe: 5.0 

Colu~n phase: RTX-VMS-30M 

Instru~ent: Msv5.i 

Ope~ato~: JCK 

Colu~n clia~ete~; 0.25 

27 1,1-Diohlo~oethane ++ Conoent~ation: 1~.3 ug/l 

4.4 
Soan ~3(5.313 ~in) of i2783.cl 

-
4.0 4.2':: 

3.6 3.~':; 

3.2 3.6':; 
2.8 3.3-: 
2.4 3.0':; 
2.0 2.7-: 
1.6 ~ 2.4':; 

< 1.2 
4", 

0 2.1':; 
8~ /5 ""' 0.8 r8 C 1.8-: 

0.4 
.1 6~11 II I I 

~1 >- 1.5':; 
0.0 1.2-: 40 50 60 70 80 ~O 100 110 120 

~/z O.~':; 

Soan 3~5 (5.~3~in) of i2783.cl (Subt~aotecl) 0.6':; 
4.4 0.3-: 
4.0 
3.6 

0.0 -

3.2.:; 
2.8 
2.4 1.4-= 

2.0 1.3'; 

1.6 1.2~ 
1.2 1.1~ 
0.8 4", 8~ /5 r8 1.0~ 
OA I 6~1I I I i I 

~1 0.9~ 
0.0 

40 50 60 70 80 ~O 100 110 120 ~ 0.8~ 
M/z < 0.7~ 0 

27 1,1-Dio~~ethane ++ (Refe~enoe Speot~u~) ""' 0.6'; 10.0 C 
~.O >- 0.5~ 
8.0 0.4~ 

7.0 0.3'; 

6.0 0.2~ 

5.0 O.1~ 

0.0:: • 4.0 
3.0 

2.0 /3 
1.0 /36 ~7 II 

~~ /,02 4.5':; 
,II I 4.2-:: 0.0 

40 50 60 70 80 ~O 100 110 120 3. ~-= 
~/z 3.6-:: 

100 
Soan 3~5 (5.313 ~in) of i2783.cl (II: DIFFERENCE) 3.3':; 

80 3.0-:: 

60 " 
2.7-:: 

'" 2.4-= 40 < 
4", 

0 
2.1-:: ""' 20 ?5 C 

.1. 1.8':; 
0 ...... . .... . ....... . ..... . .... >-

1.5':; 
-20 1.2':; 
-40 O. ~.:; 
-60 0.6':; 
-80 0.3':; 

-100 0.0 -
40 50 60 70 80 ~o 100 110 120 

M/z 

Page 4 

Ion 63.00 
.... ~ 

'" ..; 

IJ. 

5.00 5.20 5.40 5.60 5780 
Min 

Ion 65.00 
.... ~ 

'" ..; 

\.t.A'~ 
5:~0 I 

5;80 5.20 5.40 5.60 
Min 

Ion 83.00 '" 

""' '" ..; 

J\ 
5.00 5.20 5.40 5.60 5.80 

Min 



~ 
0 g 
)-

i$) 
< 
0 .... 
.:; 
)-

"-
M 
< 
~ .:; 
)-

;; 
&: .. 
:2 

Data File: Ivar/cheM/~sv5.i/2090115p.b/i27S3.d 

Date : 15-JAN-2009 19:19 

Client ID: 

Sa~ple Info: 20901142402" 

Purge Volu~e: 6.0 

ColuMn phase: RTX-VMS-30M 

Operator: JCK 

Colu~n dia~ter: 0.25 

31 cis-1,2-Dichloroethene Concentration: 112 ug/L 

~1 
Scan 451 (5.921 Min) of i27S3.d 

2.4 -
2.4-: 

2.1 2.2-= 
1.S 9" 2.0-: 

1.5 1.S-: 

1.2 ~ 1.6-= 

0.9 ..... 1.4-= r 
1.2-: 0.6 0 

0.3 4~ 
g 

1.0-= 

II ~ )-

0.0 III. O.S-= 
40 60 SO 100 120 140 160 180 0.6-: 

M/z 
~ 451 (5.921 Min) of i27S3.d (Subtracted) 0.4-: 

2.4 0.2-= 
0.0-2.1 

9" 1.S 

1.5 1.7-: 
~S 1.2 1.6.§ 

1.5'; 
0.9 1.4.§ 
0.6 1.3'; 

0.3 4~ 
1.2.§ 

1.1 ~ 1.1~ 
0.0 III. 1.0~ 

40 60 SO 100 120 140 160 1S0 "-
0.9"; 10 

M/z < 
0 O.S~ 

10.0 
~1cis-1,2-Dichloroethene (Reference SpectruM) g O.?~ 

9.0 )- 0.6~ 

S.O 9" 
0.5'; 
0.4~ 

7.0 0.3-ii 
6.0 0.2~ 
5.0 0.1-§ 

4.0 0.0 = 

3~0 

2.0 
1.0 4~ 11/-01 1.0-= 
0.0 d, : 

40 60 SO 100 mh 120 140 160 1S0 0.9-: 

Scan 451 (5.921 Min) of i27S3.d (. DIFFERENCE) O.S-= 
100 

0.7~ 
SO 
60 "- 0.6-= 

10 

40 b 0.5-: 
20 

"" 
g 

0 )- 0.4-: .... ....... ·1···· . .. "1'1'" 

-20 0.3~ 
-40 0.2-: 
-60 
-SO 

0.1-: 

-100 0.0 -
40 60 SO 100 120 140 160 1S0 

Mlz 

Page 5 

Ion 61.00 
t-~ 

an 

.1 

5.60 5H~~ 6.00 6.20 6.40 

Ion 96.00 .... 
N 
G> 

an 

5.60 5.80 6.00 6.20 6:r40 
Min 

Ion 9S.00 
t-~ 
~ 
10 

\. 
5.60 5.S0 6.00 6.20 6~ 

Min 
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Data File; Ivar/Oh~Msv5.i/2090115p.b/i2783.d 

Date : 15-JAN-2009 19:19 

Client ID: 

SaMple Info: 20901142402M 

Purge VoluMe: 5.0 

ColuMn phase: RTX-VHS-30H 

Operator: JCK 

ColuMn diaMeter: 0.25 

45 Benzene Concentration; 1.41 ug/L 

7Yo 
Scan 532 (6.800 Min) of i2783.d Ion 78.00 

9.0 9.0,: -8 
Q) 

8.0 
8.0-: 

..; 
7.0~ 

6.0 7.0-: 

5.0 6.0-: 
4.0 

" 5.0-:: 3.0 .., 
< -0 -2.0 

~Il 
... 4.0-: .:5 

1.0 501" : 
)-

3.0-: 
0.0 : 

40 80 120 160 200 240 280 320 360 400 440 480 2.0-: M/z -
7&""'i 

Scan 532 (6.800 Min) of i2783.d (Subtracted) 
1.0-: 9.0 

8.0 
: 

101.6 0.0-
7.0 6.40 6.60 6.80 

Hin 
6.0 Ion 77.00 
5.0 3.4-: 

3.2.§ 4.0 
3.0~ 0 

3.0 2.8~ 
0 
Q) 

2.0 

~IJ 
2.6~ ..; 
2.4.§ I 

1.0 501" 2.2~ 
0.0 2.0~ 

40 80 120 160 200 240 280 320 360 400 440 480 r 1.8.§ M/z 0 1.6~ 
10.0 7V, 

45 Benzene (Reference SpectruM) g 1.4~ 
9.0 )- 1.2.§ 

8.0 1.0~ 
0.8~ 

7.0 0.6~ 
6.0 0.4.§ 
5.0 O.~~ A J\.aA I 
4.0 0.0- or: I 

6.40 6.6~in6.80 
3.0 
2.0 

~ 1 
Ion 51.00 

1.0 3.9-: 

0.0 3.6-: 
40 80 120 160 200 2~z 280 320 360 400 440 480 3.3-:: 

Scan 532 (6.800 Min) of i2783.d (~ DIFFERENCE) 3.0-: 
100 2.7-: 

80 2.4-:: 
60 " 2.1-: ... 
40 ?4 

< 
0 

1.8-: 
20 

~I... - ... ~ 
g 

1.5-: 
0 )-

-20 1.2-: 

-4Q 0.9-: 

-60 0.6-: 

-80 0.3-:: 
-

-100 0.0 , 
40 80 120 160 200 240 280 320 360 400 440 480 6.40 6.60 6.80 

M/z Hin 
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7.~r 7.00 
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7.00 7.20 
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Data Fil.: Ivar/oh.M/MSv5.i/2090115p.b/i2783.d 

Dat. : 15-JAN-2009 19:19 

Cli.nt ID: 

Saillpl. Info: 20901142402M 

Purg. VOIUM.: 5.0 

ColUMn phas.: RTX-VMS-30M 

54 Triohloro.th.n. 

soa~ (7.354 Min) of i27S3.d 
,....430 

5.0 
4.5 
4.0 
3.5 
3.0 ,,-M 
2.5 
2.0 
1.5 
1.0 47, 
0.5 I I. 1.1 1I 0.0 

40 60 80 100 120 140 
M/z 

160 

Scan 583 ~~4 Min) of i27S3.d (Subtract.d) 
~3O 

5.0 
4.5 
4.0 
3.5 
3.0 /,0 
2.5 
2.0 
1.5 
1.0 4"\.,. 
0.5 .ll,. 1.1 ,l 0.0 

40 60 80 100 120 140 160 
.. M/z 

5:~ichloro.than. (R.F.renc. Sp.ctruM) 
10.0 

5~ 
9.0 ~ 
8.0 1~ 
7.0 
6.0 
5.0 
4.0 
3.0 

2.0 

.I. ,,1111. 
1,1/36 1.0 

1., .. 11 0.0 
40 60 80 100 120 140 160 

M/z 

100 
Scan 583 (7.354 Min) of i2783.d (It DIFFERENCE) 

80 

60 

40 97, /30 /,0 
20 ~4 

. JJr II.t . 0 -r""' ,I., 'T 'T -20 
-40 

-60 

-80 
-100 

40 60 80 100 Mlz120 140 160 

Pag.7 

Op.rator: JCK 

ColuMn diaMet~: 0.25 

Conc.ntration: 34.1 ue/l 

Ion 130.00 
r- ~ 

4.8': I") 

4.5~ r.: 
4.2': 
3.9~ 

3.6': 
3.3~ 

3.0~ r 2.7': 
0 2.4~ 

~ 2.1': 

~ )- 1.8~ 

1.5~ 
180 200 1.2': 

0.9~ 

0.6-= 
0.3~ 
0.0- "" 7.00 7.20 7.40 7.60 7.80 

Min 
Ion '5.00 

r-~ 
5.1~ I") 

r.: 4.8-: 
4.5-: 
4.2': 
3.9': 

~ 
3.6': 
3.3.§ 

180 200 .... 3.0-: .... 
( 2.7': 0 .... 2.4': .3 2.1~ 
)- 1.8-: 

1.5-: 
1.2-: 
0.'': 
0.6~ 
0.3-: 

Il 0.0 -
7.00 7·~?n 7.40 7.60 7.80 

4.8:: 
Ion 132.00 ~ 

4.5':: 
I") 

r.: 
4.2':: 

180 200 
3.'~ 
3.6':: 
3.3':: 
3.0~ 

; 2.7':: 
( 2.4':: 0 

~ 2.1': 

)-
1.8':: 
1.5':: 
1.2': 
0.9':: 
0.6~ 

0.3': 
0.0-

180 200 7.00 7.20 7.40 7.60 7.80 
Min 
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Data File: Ivar/ohe~/~sv5.i/2090115~.b/i2783.d 

Date : 15-JAN-2009 19;19 

Client ID; 

Sa~~le Info; 20901142402* 

Purge Volu~e; 5.0 

InstruMent: msv5.i 

O~erator; JCK 

Colu~n ~hase: RTX-VMS-30M Colu~n dia~eter: 0.25 

100 1,2,3-Triohloro~ro~ane Conoentration; 4.20 ug/L 

2.0 

1.0 

7~ Soan 948 (11.316 ~in) of i2783.d 

/10 

18~ 21~ 

O.04U~~~~WT-r~~~~~-r~~~~ ....... -r,-~~~ ....... ....-,-+-~ ....... -r,-~ 
40 60 

2.0 

80 100 120 140 160 180 
~/z 

~~948 (11.316 ~in) of i2783.d (Subtraoted) 

18~ 

200 220 

21~ 

3.2.§ 
3.0.§ 
2.8.§ 
2.6.§ 
2.4~ 
2.2~ 
2.0~ 

1.4~ 
>- 1.2.§ 

1.0.§ 
0.8.§ 
0.6.§ 
0.4.§ 
0.2.§ 
0.0 : 

1.0 

O.O~~~~~~~~~~~~~-r~~-r~~~~-r~~-'~rT~ 
120 140 160 180 200 220 M 40 60 80 100 

2.6-: 

2.4-= 

2.2-= 
2.0':: 

1.8-= 

1.6-: 

1.4-= 

1.2-: F===============~~~~~~~~===~~/~Z==~==~==========================91~.>! 1700 1,2,3-Triohloro~ropane (Referenoe S~eotru~) _ 
10.0 Vi >- 1.0-= 

9.0 0.8-= 
8.0 

0.6-: 
7.0 

" 6.0 0.4-= 

Page 8 

Ion 75.00 

I 11'~~~~rr'-rr~rT~ 
11.00 11.B 11.~ 1~~ 11.~ 

Min 
Ion 110.00", 

g 
i 

M 0.2-: 

~c 5.0 O. O.::-""""'",...,...,..,...,...,...,....,J.,-,l-,..,.....,....,....,....,...., ....... "T 

4.0 /39 /110 105-.. / 11.00 11.20 11.40 11.60 11.80 
>- 3.0" Min 

2.0 Ion 39.00 
!g 

1.0 /207 _ M 
2.0-: • 

0.0~~~~~~-r~~T£~~~~~~~ ....... -r..,..~~~ ....... ....-~~~~-r..,..~ ~ 

100 

80 
60 

40 

-60 
-80 

40 60 80 100 120 140 160 180 
~/z 

Soan 948 (11.316 ~in) of i2783.d (~ DIFFERENCE) 

97", /12 18~ 

""'rr- """"r"'''''''''I' "I" 

200 220 1.8-: 

21~ 

1.6:: 

1.4~ 

M 1.2-: 

~ 1.0:: 

>- 0.8~ 

0.6-: 

-100'4-~~-r'-~~~~~-r'-~-r~~~-r~rT-r'-rT-r~~-r~~ 
40 60 80 100 120 

~/z 
140 160 180 200 220 11.20 11.40 

Min 



Data file /var/chem/msv5.i/2090115p.b/i2783.d 
Report Date: 01/15/2009 20:06 

Lab ID 
Injection Date: 
Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator 

3.3-:: 

3.0-: 

2.7-: 
2.4-: 
2.1-: 
1.8-: 
1.5-: 

1.2-: 
0,9-: 
0.6-: 
0.3-: 

MANUAL INTEGRATION GRAPHIC REPORT 

20901142402 SampleType SAMPLE 
01/15/2009 19:19 Instrument msv5.i 
JCK 
20901142402* 
MSV-15220-*1*JCK 
/var/chem/msv5.i/2090115p.b/8260Bw5.m 
1. 00 
WATER 
HP RTE Compound Sublist: 8260b 

HI' CheoStation tIS i2783.d 

Page: 1 

~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ 

NO MANUAL INTEGRATIONS 



1A SAMPLE NO. 
VOLATILE ORGANICS ANALYSIS DATA SHEET 

MW-1000 

Lab Name: GCAL Contract: ---------------- --------------------
Lab Code: LA024 Case No.: ______ SAS No.: SDG No.: 209011424 

Matrix: (soillwater) _W_ater-'-_______ _ 

Sample wtJvoI: ,..;;;5 __ 

Level: (Iow/med) 

(g/ml) mL, _____ _ 

% Moisture: not dec. 

GC Column: RTX-VMS-30 10: ..,;;.2;;,;;5 __ (mm) 

Instrument 10: ,.;.;M;,;.;S;,.;:V,.;;;5 ___________ _ 

Soil Extract Volume: 

Soil Aliquot Volume: 

CONCENTRA TION UNITS: ug/L 

CAS NO. COMPOUND 

71-55-6 1.1.1-Trichloroethane 
75-35-4 1.1-Dichloroethene 
96-18-4 1.2.3-Trichloropropane 
107-06-2 1.2-Dichloroethane 
71-43-2 Benzene 
56-23-5 Carbon tetrachloride 
75-09-2 Methylene chloride 
127-18-4 T etrachloroethene 
79-01-6 Trichloroethene 
75-01-4 Vinyl chloride 
156-59-2 cis-1.2-Dichloroethene 

Lab Sample 10: .;;;2~090;;.;;.;.1,;..14;;;;;24.;.;0;;..;;5 _________ _ 

Lab File 10: 2090115p1i2788 

Date Collected: 01/13109 Time: 0915 
~;,.;;.....----

Date Received: 01/14109 
~~~-----------

Date Analyzed: ...;;0.,;.;1/.;.;;15;.;.;10;;,;:;.9 __ _ Time: .;;;2;,.;.;12;;,;;5 ___ _ 

Dilution Factor: Analyst: .;;;J~C;...;K ___ ~ 

Prep Batch: Analytical Batch: 404503 

Analytical Method: SW-8468260 

RESULT Q MDL RL 

5.00 U 0.096 5.00 
1.74 J 0.201 5.00 
4.47 J 0.091 5.00 
5.00 U 0.090 5.00 
1.59 J 0.065 5.00 
5.00 U 0.156 5.00 
10.0 U 0.096 10.0 

0.595 J 0.153 5.00 
33.2 0.118 5.00 
5.00 U 0.155 5.00 
115 0.162 5.00 

FORM I VOA 
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Data File: /var/chem/msv5.i/2090115p.b/i2788.d 
Report Date: 16-Jan-2009 10:25 

Data file : 
Lab Smp Id: 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

GCAL, Inc. 

/var/chem/msv5.i/2090115p.b/i2788.d 
20901142405 
15-JAN-2009 21:25 
JCK Inst ID: msv5.i 
20901142405* 
MSV-15220-*1*JCK 

Method /var/chem/msv5.i/2090115p.b/8260Bw5.m 
Meth Date 15-Jan-2009 20:04 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11:56 Cal File: i2731.d 
Als bottle: 10 
Dil Factor: 1.00000 

Page 1 

Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Value 

1.00000 
5.00000 
5.00000 
1.00000 

Cpnd Variable 

Compounds 

========================== 

11 1,1-Dich1oroethene + 

19 trans-1,2-Dich1oroethene 

27 1,1-Dich1oroethane ++ 

M 61 Total 1,2-Dich1oroethene 

31 cis-l,2-Dich1oroethene 

$ 39 Dibrornof1uoromethane 

45 Benzene 

$ 48 1,2-Dich1oroethane-d4 . 52 FLUOROBENZENE 

54 Trich1oroethene 

$ 67 To1uene-d8 

72 Tetrach1oroethene 

* 83 CHLOROBENZENE-d5 

$ 94 Brornof1uorobenzene 

QUANT SIG 

MASS 

96 

61 

63 

61 

61 

111 

78 

67 

96 

130 

98 

164 

82 

174 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

CONCENTRATIONS 

ON-COLUMN FINAL 

RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) 

===== ===== 

3.521 3.522 (0.490) 3991 1. 73790 1.74 

4.542 4.554 (0.632) 2592 0.66349 0.663 

5.313 5.315 (0.739) 103298 19.7198 19.7 

538977 115.938 116 

5.921 5.923 (0.823) 536385 115.274 115 

6.398 6.402 (0.890) 154685 49.8632 49.9 

6.789 6.794 (0.944) 20286 1.59218 1.59 

6.930 6.935 (0.964) 85551 49.5797 49.6 

7.191 7.196 (1. 000) 517073 50.0000 

7.354 7.359 (1.023) 100955 33.1892 33.2 

8.624 8.630 (0.865) 521985 50.7194 50.7 

9.015 9.011 (0.904) 1066 0.59494 0.595 

9.970 9.979 (1.000) 235554 50.0000 

11.012 11. 023 (1.105) 125781 48.7008 48.7 

SIMILARITY 
========== 

6260 



Data File: /var/chem/msv5.i/2090115p.b/i2788.d 
Report Date: 16-Jan-2009 10:25 

ComPounds 

100 1,2,3-Trich1oropropane 

* 111 1,4-DICHLOROBENZENE-D4 

QUANT SIG 

MASS 

75 

152 

RT EXP RT REL RT 

====== ====== 
11.305 11.317 (0.937) 

12.065 12.080 (1.000) 

RESPONSE 

20213 

163985 

Page 2 

CONCENTRATIONS 

ON-COLUMN FINAL 

( ppb) ( ug/L) SIMILARITY 

========== 

4.46756 4.47 

50.0000 

30 
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Data File: Ivar/ohe~Msv5.i/2090115p.b/i2788.d 

Dat. : 1lhJAN-2009 21:25 

Client ID: 

saMple Info: 20901142405" 
Purge VoluMe: 5.0 

ColUllll'l phase: RTX-VHS-30H 

2.7-:': 

2.6-:: 

2.5-:: 

2.4-= 

2.3-:': 

2.2-= 

2.1-:: 

2.0-= 

1.9-= 

1.8~ 

1.7-:: 

= 1.6-:: 

1.5-= 

1.4-:': 

1.3-:': 

1.2-:: 

1.1-= 

1.0-= 

0.9-:': 

0.8-:: 

0.7-:: 

0.6-= 

0.5~ 

0.4-:': 

0.3-:: 

0.2-= 

O.1~ 
= 

2 
T 
3 

T 
4 

T 
5 

OJ 
~ .. 
:5 
OJ 
£ 

f 
0 
.:l 
C0-
0 
IE 

! 
j:I 
I 

6 

InstrulJlentt Insv6. i 

Operator: Jet< 

ColUMn diaMeter: 0.25 

lvar/oheM/Msv6.i/2090115p.b/i2788.d 

IIJ 
Z 
IIJ 

:g ~ 
I IIJ 

~ i .. g 
:5 ..J i!: ... 
.. I 

.2 
ol: 
0 

~ 
N , .... 
I 

7 8 
Hi 

9 

18 
I 

IIJ 

ill 
~ 
Itl 
0 
G!: 

~ 
u 
I 

10 

! 
I 

IIJ 

ill 
I! N 

~ 
Z 
IIJ 
IIQ 
0 

.9 G!: 
0 0 .. ~ 0 
.:l 
C0- R 
0 .I-£ 
0 -i .Ii 
I 

11 12 13 14 

Page 1 
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M 
< 
0 

'" .3 
>-

M 
< 
0 

'" .3 
>-

" M 
< 
0 

'" .3 
>-

'" s: 
<. 
0 z 

Data File: Iva~/che~/~sv5.i/2090115~.b/i2788.d 

Date : 15-JAN-2009 21:25 

Client ID; 

Sa~~le Info: 20901142405K 

Pu~ge Volu~e: 5.0 

Colu~n ~hase: RTX-VHS-30H 

Inst~u~ent: ~sv5.i 

O~e~ato~: JCK 

Colu~n diawlete~: 0.25 

11 1,1-Dichlo~oethene + Concent~ation: 1.74 ug/L 

~4 
Scan 230 (3.521 ~in) of i2788.d 

4.4 
4.0 
3.6 
3.2 
2.8 /,1 
2.4 
2.0 9~ 
1.6 

/76 1.2 ~8 
0.8 

~2 0.4 
0.0 

35 40 45 50 55 60 65 70 75 80 85 90 95 
~/z 

~:n 230 (3.521 ~in) of i2788.d (Subt~acted) 
4.4 
4.0 
3.6 
3.2 
2.8 /,1 
2.4 
2.0 9~ 
1.6 
1.2 /76 ~8 
0.8 
0.4 ~2 
0.0 

35 40 45 50 55 60 65 70 75 80 85 90 95 
~/z 

10.0 
11 1,1-DiChl~1~hene + (Refe~ence Spect~u~) 

9.0 
8.0 

7.0 7~ 
6.0 
5.0 

/,3 
4.0 
3.0 

2.0 4"-
~7 II 

/78 
1.0 I 9"-

I I 0.0 
35 40 45 50 55 60 65 70 75 80 85 90 95 

~/z 

Scan 230 (3.521 ~in) of i2788.d (i!1 DIFFERENCE) 
100 44-...... 

80 
60 

40 /,4 9"-20 ~8 ~5 /78 
0 I I III , , .. • 1 •. I 

''1''1" I' ' III -20 
-40 

-60 
-80 

-100~~rrrn~~TTrrnn~~Trrn~~rrrn~~rrrn~TTrr~~~TTrr 
35 40 45 50 55 60 65 

~/z 
70 75 80 85 90 95 

1.6.§: 
1.5~ 
1.4~ 
1.3-§ 
1.2~ 
1.1'; 
1.0'; 

M 0.9~ < 
0 0.8'; 
'" 0.7~ .3 
>- 0.6-§ 

0.5~ 
0.4'; 
0.3~ 
0.2-§ 
0.1.§: 
0.0 ;; 

2.4-:: 

2.2'::: 

2.0'::: 

1.8:: 

1.6:: 

M 
1.4:: 

< 1.2:: 0 

'" .3 1.0:: 
>- 0.8-: 

0.6-: 

0.4-: 

Page 2 

Ion 96.00 '" 
N 
IS) 

M 

3.20 3.40 3.60 3.80 4.00 
Hin 

Ion 61.00 '" 
N 
IS) 

M 

3.20 3.40 3.60 3.80 4.00 
Hin 



Data File; Iva~/ch&MIM$v5.iI2090115p.b/i27BB.d 

Date ; 15-JAN-2009 21;25 

Client ID; 

SaMple Info! 20901142405M 

Purge VolUMe; 5.0 

ColuMn phase; RTX-VHS-30H 

19 t~ans-1,2-Dichl~oeth.ne 

Scan 324 (4.542 Min) of i27BB.d 

)- 1.5 ~1 

1.0 

Ope~ato~; JCK 

ColuMn diaMete~; 0.25 

Concent~ation; 0.663 ug/L 

1.2~ 

1.1'; 

1.0.§ 

0.9.§ 

O.B~ 

13" 0.5 
O.O~~~~+-TL~~~~~~UT-r-r~-.~'-~~r-r-~~~~-r-r-r~ 

)- 0.4~ 

0.3'; 

0.2.§ 

O.1.§ 

40 80 100 120 140 160 180 
1111 

Page 3 

Ion 61.00 ~ 

..; 

O.O~-~~~~r~r+~rT~~~~~ 

1.0 
0.1i 

O.O~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ 

10.0 
9.0 
B.O 

7.0 

2.0 

40 60 BO 100 120 140 160 180 ...... 

1.0 
O.O~~~-r~~r;~-r~~~-r~.-~-r-.~~~-r~~~-r-

100 
BO 
60 

40 
20 

]-2: 
-40 
-60 

-BO 

40 60 BO 100 120 140 160 1BO 

Scan 324 (4.542 Min) of i27BB.d (X DIFFERENCE) 

-100~.-~~~-r'-~~~~-r'-~ro~-r-r,-~~~-r'-~~~--
BO 100 120 140 160 180 

Mk 

320~ 
300~ 
2B0~ 
260~ 
240~ 
220~ 
200~ 
1BO~ 
16O'§ 

)- 140.§ 
120.§ 
100.§ 

8O.§ 
60.§ 
40.§ 
20.§ 
0= 

0.9':: 

O.B':: 

0.7~ 

4.20 4.40 4.60 4.BO 5.00 
Hi 

Ion 63.00 ~ 

..; 

4.20 4.40 4.60 4.80 5.00 
Hi 

Ion 96.00 

~ 
'Ot 

4.20 4.40 4.60 4.80 5.00 
Hin 
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Data File: /var/che~~sv5.i/20~0115p.b/i2788.d 

Date : 15-JAN-200~ 21:25 

Client ID: 

S~ple Info: 20901142405" 

Purge ~oluMe: 5.0 

Colu~ phase: RTX-~MS-30M 

Operator: JCK 

Colu~n diaMeter: 0.25 

27 1,1-Dichloroethane ++ Concentration: 19.7 ug/L 

Soan 3956~313 ~in) of i2788.d 
4.0 -

3.9';: 
3.6 

3.6-: 
3.2 
2.8 3.3-: 

2.4 3.0-: 

2.0 2.7';: 

~ 2.4';: 1.6 ..... 
1.2 t 2.1-: 

0.8 4"- ~ ~ 1.8-: 
~~ ~2 .:5 

0.4 I /,7 
,II 8~11 I I 

)- 1.5-: 
0.0 1.2';: 

35 40 45 50 55 60 ~~z 70 75 80 85 ~ ~ 100 
0.9';: 

Scan 395 (5.3136P') of i2788.d (Subtracted) 0.6-: 
4.0 0.3-: 
3.6 0.0 
3.2 
2.8 
2.4 

1.4-E 2.0 
~5 1.3~ 1.6 

1.2 1.2-E 

0.8 4"- ~ 9~ ~ 
1.1-E 

0.4 I /,7 8~11 
1.0~ 

0.0 II I I 0.9-E 
35 40 45 50 55 60 65 70 75 80 85 90 ~ 100 ~ 0.8-E 

~/z ~ 0.7.§ 
27 1,1-Diohlo~ane ++ (Reference SpeotrUM) '" 10.0 .:5 0.6-E 

9.0 )- 0.5-E 
8.0 0.4.§ 

7.0 0.3-E 

6.0 0.2~ 

5.0 0.1-E 
0.0 :: 4.0 ~ 3.0 

2'~1 8~ ~ 
~6 /,7 ~~ ~2 5.1-: 1.0-; 

II I I I 4.8-: 0.0 
4.1:;-: 35 40 45 50 55 60 65 70 75 80 85 ~O ~5 100 

.~/z 4.2-: 
Soan 395 (5.313 ~in) of i2788.d (~ DIFFERENCE) 3.9-: 

100 3.6-: 
80 3.3-: 
60 '"' 3.0-: 

M 2.7-: 40 < 

4"- ~ 2.4-: 
20 ~5 ~ .:5 2.1': 
0 . , .. ,. .1. , ... ...... I. . . ., .... • ••• I •• ' )- 1.8~ 

-20 1.5-: 

-40 1.:2-: 
0.9-: 

-60 0.6-: 
-80 0.3-: 

-100 0.0 -
35 40 45 50 55 60 65 70 75 80 85 90 ~ 100 

~/z 

Page 4 

Ion 63.00 

r-~ 
I$) 

.J. 

5.00 5Hf~ 5.40 5.60 5.80 

Ion 65.00 M 

'" '1 
I$) 

.~ \., 
5.1Qo 

I 

5.~0 5~'40 5.~0 5:80 
Min 

Ion 83.00 
r-~ 

M 

aD 

AA 
5.00 5.20 5.40 5.60 15.80 

Min 
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Data Fil.: Iva~/ch~~sv5.i/2090115p.b/i2799.d 

Date : 15-JAN-2009 21:25 

CliMt ID: 

SaMple Info: 20901142405" 

Pu~g. VOIUM.: 5.0 

ColuMn phase: RTX-VHS-3OH 

Ope~at~: JCK 

Colu~n dia~ter: 0.25 

31 ois-1r2-Dichlo~o&th.ne Conc.nt~ation: 115 UC/L 

i"61 
Scan 451 (5.921 ~in) of i2799.d 

-
2.2 -
2.0 

2.2': 

1.9 9~ 2.0-: 
1.6 1.9-: 
1.4 

1.6-= 1.2 -
1.0 1.4-: 
0.9 '" < 1.2-: 0.6 <> 
0.4 

4~ 
~ 1.0-= 

0.2 
.I 22"- >- 0.9-: 

0.0 .1,. 
40 60 9'0 100 !7~ 140 160 190 200 220 0.6-: -

~~451 (5.921 ~in) of i2799.d (Subt~act.d) 0.4-= -
0.2-: 2.2 

2.0 
9~ 

0.0 -
1.8 
1.6 
1.4 
1.2 1.6~ 

1.5~ 1.0 
0.9 1.4'; 
0.6 1.3.§ 
0.4 

4~ 
1.2~ 

0.2 
1.1 

22"- 1.1~ 
0.0 .1,. 1.0'; 

40 60 90 100 ~ 140 160 190 200 220 ..... 0.9.§ II) 
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Da~a File: Ivar/oheM/Msv5.iI2090115p.b/i2788.d 

Da~. : 15-JAN-2009 21:25 

Clien~ ID: 

S~ple Info: 20901142405M 

ColUMn phase: RTX-VMS-30M 

45 Benzene 

9.0 
S~n 531 (6. 789 ~9~ of i2788.d 

8.0 
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5.0 
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4"- ,/-i1 2.0 

I 7"- II 1.0 I1II III ,II I 0.0 
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Data File: Ivar/oheM/Msv5.i/20~0115p.b/i2788.d Page 7 

Date : 15-JAN-200~ 21:25 

Client In: 

SaMple Info: 20~01142405M 

Purge VoluMe: 5.0 Operator: JCK 

ColUMn phase: RTX-VMS-30M ColUMn diaMeter: 0.25 

54 Triohloroethene Conoentration: 33.2 ug/L 

Soan 583 ~~54 Min) of i2788.d Ion 130.00,," 
5.0 

132-'"': - "' 4.5-: M 

4.5 4.2-: "" 
4.0 3.~-: 
3.5 3.6-: 

;: 3.0 3.3-: 
< 2.5 /,0 3.0-: 0 .... 
.:; 2.0 ;: 2.7-: ,.. 1.5 < 2.4-: 0 
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Data File: Iva~/cheml~sv5.i/2090116p.b/i27SS.d 

Date : 16-JAN-2009 21:25 

Client ID: 

SaMple InPo: 20901142405" 

Pu~ge Volume: 5.0 

Colu~n phase; RTX-VHS-30M 

Ope~ato~: JCK 

Colu~ dia~ete~; 0.25 

72 Tet~achlo~oethene Concent~ation: 0.595 ugll. 

~4 
Scan 736 (9.015 ~in) of i27SS.d 
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Data File; Ivar/oheM/Msv5.i/2090115p.b/i2788.d 

Date 15-JAN-2009 21:25 

Client ID: Inst~u~ent: ~sv5+i 

SaMple Info: 20901142405~ 

Purge VoluMe: 5.0 Operator: JCK 

ColUMn phase: RTX-VHS-30H ColuMn diaMeter: 0.25 

100 1,2,3-Triohloropropane Conoentration: 4.47 ug/L 

8.0 

8.0 

7.0 

6.0 

M 5.0 
< 
0 4.0 .... 
C 3.0 /39 ,... 

2.0 

1.0 

0.0 
40 

10.0 
9.0 
8.0 

7.0 

M 6.0 
< 5.0 0 .... 4.0 C /39 ,... 3.0 

2.0 
1.0 
0.0 

40 

100 
80 
60 

40 
20 

IV 0 

" -20 '-0 :z: -40 

-60 
-80 

-100 
40 

50 

60 70 80 
M/z 

60 70 
M/z 

80 

90 100 

(Subtraoted) 

90 100 

100 1,2,3-Triohloropr~~ (Referenoe SpeotrUM) 

50 60 70 
M/z 

80 90 100 

Soan 947 (11.305 min) of i2788.d (X DIFFERENCE) 

50 60 70 
m/z 

"I' • 

80 

~01 

. I"q II" ., , .. ,., .,'. 

90 100 

3.2~ 
3.0.§ 
2.8.§ 
2.6,E 
2.4~ 
2.2~ 
2.0.§ 

~ 1.8,E 
< 1.6~ 0 .... 

1.4~ C 
,... 1.2.§ 

1.0.§ 
110 0.8~ 

0.6~ 
0.4.§ 
0.2.§ 
0.0 = 

2.8:: 
2.6-:: 

2.4-:: 
2.2~ 
2.0-:: 

1.8-= 

M 1.6-:: 
< 1.4~ 0 

110 

.... 
1.2-:: C 

,... 1.0-:: 
0.8-:: 
0.6-:: 
0.4-: 

0.2-:: 
0.0 -

2.2:: 

110 2.0:: 

1.8:: 

1.6:: 

1.4:: 
M 1.2:: < 
0 .... 

1.0:: C 
,... 0.8:: 

0.6-: 

0.4:: 

110 

Page 9 

Ion 75.00 

I ,1', .....-,...,h--l'-r-r-r..-rr..,-,..,. 
11.00 11.20 11.40 11.60 11.80 

Hin 
Ion 110.00.., 

il<J 

~ 

11.00 11.20 11.40 11.60 11.80 
Hin 

Ion 39.00 g 
...i .... 

I I I I I I I I 
ll.OO ll~O ll.~ ll.~ lldO 

Hin 



Data file /var/chem/msv5.i/2090115p.b/i2788.d 
Report Date: 01/16/2009 10:25 

Lab ID 
Injection Date: 
Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator 

2.6~ 
2.4~ 
2.2~ 
2.0~ 
1.8~ 
1.6~ 
1.4~ 
1.2~ 
1.0~ 
O.8~ 
Q.6~ 
O.4~ 
O.2~ 

MANUAL INTEGRATION GRAPHIC REPORT 

20901142405 SampleType SAMPLE 
01/15/2009 21:25 Instrument msv5.i 
JCK 
20901142405* 
MSV-15220-*1*JCK 
/var/chem/msv5.i/2090115p.b/8260Bw5.m 
1. 00 
WATER 
HP RTE Compound Sublist: 8260b 

If' CheoStation HS 127B8.d 

Page: 1 

~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~h 

NO MANUAL INTEGRATIONS 



1A SAMPLE NO. 
VOLATILE ORGANICS ANALYSIS DATA SHEET 

TRIP BLANK 

lab Name: GCAL 
~---------------

Lab Code: LA024 Case No.: _____ SAS No.: SDG No.: 209011424 

Matrix: (soillwater) _W_ate_f _________ _ 

Sample wtJvoI: -,,5 __ (g/ml) 

Level: (Iow/med) ...;;L;.,;;O.;;.W~ _________ _ 

% Moisture: not dec. 

ID: ...;;.2:.;;5~_ (mm) GC Column: RTX-VMS-30 

Instrument ID: MSV5 
~~---------------

Soil Extract Volume: 

Soil Aliquot Volume: 

CONCENTRA TION UNITS: ug/L 

CAS NO. COMPOUND 

71-55-6 1,1,1-Trichloroethane 
75-35-4 1,1-Dichloroethene 
96-18-4 1,2,3-Trichloropropane 
107-06-2 1,2-Dichloroethane 
71-43-2 Benzene 
56-23-5 Carbon tetrachloride 
75-09-2 Methylene chloride 
127-18-4 Tetrachloroethene 
79-01-6 Trichloroethene 
75-01-4 Vinyl chloride 
156-59-2 cis-1,2-Dichloroethene 

Lab Sample ID: .:;2:;:;;09:.;;0:.;,1.:..,14;;:;:2,.;,;40;;,:6 _________ _ 

Lab File ID: 2090115p/i2789 

Date Collected: 01/13109 
...;...........;..----

Time: .:;0:;:;;00:;,;;0 ___ _ 

DateR~~: ...;;0,.;,;1/~14.:...1O~9~ ___________ _ 

Date Analyzed: -,0~1/.;.;15;,;.;1O;.;;.9 __ _ Time: 2148 
...;.......;....-----

Dilution Factor: Analyst: .:;J.;:C;,..;K ___ _ 

Prep Batch: Analytical Batch: 404503 

Analytical Method: SW-846 8260 

RESULT Q MDL RL 

5.00 U 0.096 5.00 
5.00 U 0.201 5.00 
5.00 U 0.091 5.00 
5.00 U 0.090 5.00 

5.00 U 0.065 5.00 

5.00 U 0.156 5.00 
10.0 U 0.096 10.0 
5.00 U 0.153 5.00 
5.00 U 0.118 5.00 
5.00 U 0.155 5.00 
5.00 U 0.162 5.00 

FORM I VOA 

41 



Data File: /var/chem/msv5.i/2090115p.b/i2789.d 
Report Date: 16-Jan-2009 10:26 

Data file : 
Lab Smp Id: 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

GCAL, Inc. 

/var/chem/msv5.i/2090115p.b/i2789.d 
20901142406 
15-JAN-2009 21:48 
JCK 
20901142406* 
MSV-15220-*1*JCK 

Inst ID: msv5.i 

Method /var/chem/msv5.i/2090115p.b/8260Bw5.m 
Meth Date 15-Jan-2009 20:04 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11:56 Cal File: i2731.d 
Als bottle: 11 

Page 1 

Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Cpnd Variable 

Compounds 

Value 

1.00000 
5.00000 
5.00000 
1.00000 

========================== 

$ 39 Dibromofluoromethane 

$ 48 l,2-Dichloroethane-d4 

* 52 FLUOROBENZENE 

$ 67 Toluene-d8 

* 83 CHLOROBENZENE-d5 

$ . 94 Bromofluorobenzene 

* 111 l,4-DICHLOROBENZENE-D4 

QUANT SIG 

MASS 

111 

67 

96 

98 

82 

174 

152 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

CONCENTRATIONS 

ON-COLUMN FINAL 

RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) 

====== ====== 
6.398 6.402 (0.890) 154490 48.6338 48.6 

6.930 6.935 (0.964) 83746 47.3968 47.4 

7.190 7.196 (1. 000) 529475 50.0000 

8.623 8.630 (0.865) 519337 49.8223 49.8 

9.969 9.979 (1. 000) 238579 50.0000 

11.010 11. 023 (1.105) 126292 48.2787 48.3 

12.063 12.080 (1.000) 165049 50.0000 

SIMILARITY 

======== 

6185 

42 



Data File: Ivar/ohemlmsv5.i/2090115p.b/i2789.d 
Date : 15-JAN-2009 21t48 
Client ID: 
Sample Info! 20901142406* 
Purge Volumet 5.0 
Column phase! RTX-VHS-30H 

6,6';: 
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Instrument: msv5.i 

Operator: JCK 
Column diameter: 0,25 

Ivar/chemlmsv5.i/2090115p.b/i27S9.d 
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Data file /var/chem/msv5.i/2090115p.b/i2789.d 
Report Date: 01/16/2009 10:26 

Lab 10 
Injection Date: 

MANUAL INTEGRATION GRAPHIC REPORT 

20901142406 
01/15/2009 21: 48 
JCK 
20901142406* 

SampleType 
Instrument 

MSV-15220-*1*JCK 
/var/chem/msv5.i/2090115p.b/8260Bw5.m 
1. 00 

SAMPLE 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator 

WATER 
HP RTE Compound Sublist: 8260b 

•• 5':; 
•• 0':; 
5.5~ 
5.0~ 
4.5~ 
4.0~ 
3.5~ 
3.0~ 
2.5':; 
2.0':; 
1.5~ 

HP ChemStation tIS i278~.d 

Page: 1 

1.0~ 
0.5i 
~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ 

NO MANUAL INTEGRATIONS 



1A SAMPLE NO. 
VOLATilE ORGANICS ANALYSIS DATA SHEET 

GW-011309-EB 

~bN~: ~G~C~A~l~ __________ _ Contract: -----------------. 
Lab Code: LA024 Case No.: _____ SAS No.: SDG No.: 209011424 

~~~~---------
Matrix: (soillwater) _W_ater _________ ~ 

Sample wtIvol: 5 (g/ml) ml 
..;;.;;;~--~---

lab Sample ID: 20901142407 

level: (Iow/med) lOW __ _ ~bFiIeID: 2090115p1i2790 

% Moisture: not dec. Date Collected: 01/13109 Time: ,020 --------
GC Column: RTX-VMS-30 ID: _.2...;5 __ (mm) Date Received: 01/14109 

Instrument ID: MSV5 
~~--------.-----------

Date Analyzed: 01/15109 Time: 2211 

Soil Extract Volume: ( IJl) Dilution Factor: Analyst: JCt< 

Soil Aliquot Volume: ( IJl) Prep Batch: Analytical Batch: 404503 

CONCENTRA TION UNITS: ugIL 
Analytical Method: SW-8468260 

CAS NO. COMPOUND RESULT Q MDL RL 

71-55-6 1,1,1-Trichloroethane 5.00 U 0.096 5.00~ 75-35-4 1,1-Dichloroethene 5.00 U 0.201 5.00 
96-18-4 1,2,3-Trichloropropane 5.00 U 0.091 5.00 
107-06-2 1,2-Dichloroethane 5.00 U 0.090 5.00 
71-43-2 Benzene 5.00 U 0.065 5.00 
56-23-5 Carbon tetrachloride 5.00 U 0.156 5.00 ' 
75-09-2 Methylene chloride 10.0 U 0.096 10.0 
127-18-4 Tetrachloroethene 5.00 U 0.153 5.00 
79-01-6 Trichloroethene 5.00 U 0.118 5.00 
75-01-4 Vinyl chloride 5.00 U 0.155 5.00 
156-59-2 cis-1,2-Dichloroethene 5.00 U 0.162 5.00 

FORM I VOA 
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Data File: /var/chem/msv5.i/2090115p.b/i2790.d 
Report Date: 16-Jan-2009 10:25 

Data file : 
Lab Smp Id: 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

GCAL, Inc. 

/var/chem/msv5.i/2090115p.b/i2790.d 
20901142407 
15-JAN-2009 22:11 
JCK Inst ID: msv5.i 
20901142407* 
MSV-15220-*1*JCK 

Method /var/chem/msv5.i/2090115p.b/8260Bw5.m 
Meth Date 15-Jan-2009 20:04 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11:56 Cal File: i2731.d 
Als bottle: 12 
Dil Factor: 1.00000 

Page 1 

Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Cpnd Variable 

Compounds 

Value 

1.00000 
5.00000 
5.00000 
1. 00000 

========================== 

$ 39 Dibrornofluoromethane 

$ 48 1,2-Dich1oroethane-d4 

* 52 FLUOROBENZENE 

$ 67 To1uene-d8 

* 83 CHLOROBENZENE-d5 

$ 94 Brornof1uorobenzene 

* 111 1,4-DICHLOROBENZENE-D4 

QUANT SIG 

MASS 

111 

67 

96 

98 

82 

174 

152 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (roL) 

Local Compound Variable 

CONCENTRATIONS 

ON-COLUMN FINAL 

RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) 

====== ====== 
6.398 6.402 (0.890) 149107 47.6060 47.6 

6.929 6.935 (0.964) 84429 48.4622 48.5 

7.190 7.196 (1. 000) 522059 50.0000 

8.623 8.630 (0.865) 512290 50.4896 50.5 

9.968 9.979 (1. 000) 232231 50.0000 

11.010 11. 023 (1.105) 127795 50.1886 50.2 

12.074 12.080 (1.000) 156492 50.0000 

SIMILARITY 

========== 

6171 



Data File: Ivar/ohe~Msv5.i/2090115p.b/i2790.d 
Date : 15-JAH-2009 22:11 

" .,g 

Client ID: 
SaMple Info: 20901142407* 
Purge Volume: 5.0 
ColUMn phase: RTX-VHS-30M 

1.6-

1.5-

1.4': 

1.3-

1.2': 

1.1': 

1.0': 

0.9': 

~ -g 0.8-

)-
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InstruMent: Msv5.i 

Operator: JCK 
ColUMn diameter: 0.25 

Ivar/Oh~sv5.i/2090115p.b/i2790.d 
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Data file /var/chem/msv5.i/2090115p.b/i2790.d 
Report Date: 01/16/2009 10:25 

Lab ID 
Injection Date: 
Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator 

-
0.8-: 

0.6-: 

MANUAL INTEGRATION GRAPHIC REPORT 

20901142407 SampleType SAMPLE 
01/15/2009 22:11 Instrument msv5.i 
JCK 
20901142407* 
MSV-15220-*1*JCK 
/var/chem/msv5.i/2090115p.b/8260Bw5.m 
1. 00 
WATER 
HP RTE Compound Sublist: 8260b 

II' OIeoStation lIS 12790.d 

.8 ( . l 10 u 12 

NO MANUAL INTEGRATIONS 

Page: 1 

13 14 15 

48 



1A SAMPLE NO. 
VOLATILE ORGANICS ANALYSIS DATA SHEET 

GW-011309-FB 

Lab Name: GCAL 
~~~-----------

C~: ______________________ _ 

Lab Code: LA024 Case No.: _____ SAS No.: SOG No.: 209011424 

Matrix: (soillwater) ..:.W.:..;ater~~ _______ _ 

Samplewt/vol: .,;;5 __ (g/ml) 

Level: (Iow/med) ...;;L;.;;;O.::..;W:....-________ _ 

0/0 Moisture: not dec. 

GC Column: RTX-VMS-30 10: ..;;;.2;;;;5~_ (mm) 

Instrument 10: ..;;;M;;.;S:..;V...;;5 ____________ _ 

Soil Extract Volume: 

Soil Aliquot Volume: 

CONCENTRA TION UNITS: ug/L 

CAS NO. COMPOUND 

71-55-6 1.1.1-Trichloroethane 
75-35-4 1.1-Dichloroethene 
96-18-4 1.2.3-Trichloropropane 
107-06-2 1.2-Dichloroethane 
71-43-2 Benzene 
56-23-5 Carbon tetrachloride 
75-09-2 Methylene chloride 
127-18-4 Tetrachloroethene 
79-01-6 Trichloroethene 
75-01-4 Vinyl chloride 
156-59-2 cis-1.2-Dichloroethene 

(ilL) 

(ilL) 

Lab Sample 10: ..;;;2;,.;;,09,;;.;0;..;,1..;".14,..;;2...;,,40;;,.;;8 __________ _ 

Lab File 10: 2090115pJi2791 

Date Collected: 01/13109 Time: 1030 

Date Received: 01/14109 

Date Analyzed: 01/15109 Time: 2233 

Dilution Factor: AnalySt: JCK 
~-----

Prep Batch: Analytical Batch: 404503 

Analytical Method: SW-846 8260 ----
RESULT Q MDL RL 

5.00 U 0.096 5.00 
5.00 U 0.201 5.00 
5.00 U 0.091 5.00 
5.00 U 0.090 5.00 
5.00 U 0.065 5.00 
5.00 U 0.156 5.00 
10.0 U 0.096 10.0 
5.00 U 0.153 5.00 
5.00 U 0.118 5.00 
5.00 U 0.155 5.00 
5.00 U 0.162 5.00 

FORM I VOA 
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Data File: /var/chem/msv5.i/2090115p.b/i2791.d 
Report Date: 16-Jan-2009 10:25 

Data file : 
Lab Smp Id: 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

GCAL, Inc. 

/var/chem/msv5.i/2090115p.b/i2791.d 
20901142408 
15-JAN-2009 22:33 
JCK 
20901142408* 
MSV-15220-*1*JCK 

Inst ID: msv5.i 

Method /var/chem/msv5.i/2090115p.b/8260Bw5.m 
Meth Date 15-Jan-2009 20:04 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11:56 Cal File: i2731.d 
Als bottle: 13 

Page 1 

Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Arnt * DF * Uf/Vo * CpndVariable 

Name Value 

DF 1.00000 
Uf 5.00000 
Vo 5.00000 
DF 1.00000 

Cpnd Variable 

QUANT SIG 

Compounds MASS 
========================== 

$ 39 Dibromofluoromethane 111 

$ 48 1,2-Dichloroethane-d4 67 

* 52 FLUOROBENZENE 96 

67 To1uene-d8 98 

* 83 CHLOROBENZENE-d5 82 

$ 94 Bromofluorobenzene 174 

* 111 1,4-DICHLOROBENZENE-D4 152 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

CONCENTRATIONS 

ON-COLUMN FINAL 

RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) 

====== ====== 
6.397 6.402 (0.890) 153413 50.1400 50.1 

6.929 6.935 (0.964) 83714 49.1889 49.2 

7.190 7.196 (1. 000) 509990 50.0000 

8.623 8.630 (0.865) 510466 50.4443 50.4 

9.968 9.979 (1. 000) 231612 50.0000 

11. 010 11.023 (1.105) 121888 47.9967 48.0 

12.063 12.080 (1.000) 155178 50.0000 

SIMILARITY 

========== 

6180 
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b g 
:>-

Data File: Iva~/che~/~v5.i/2090115p.b/i2791.d 
Date : 15-JAN-2009 22:33 
Client ID: 
Sa~ple Info: 20901142408* 
Pu~ge Volu~e: 5.0 
Col~n phase: RTX-VHS-30H 

1.6-
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Data file /var/chem/msv5.i/2090115p.b/i2791.d 
Report Date: 01/16/2009 10:25 

Lab ID 
Injection Date: 
Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator 

1.6-: 

1.4-: 

1.2-: 

1.0-: 

0.8-: 
0.6-: 

MANUAL INTEGRATION GRAPHIC REPORT 

20901142408 SampleType SAMPLE 
01/15/2009 22:33 Instrument msv5.i 
JCK 
20901142408* 
MSV-15220-*1*JCK 
/var/chem/msv5.i/2090115p.b/8260Bw5.m 
1. 00 
WATER 
HP RTE Compound Sublist: 8260b 

HI' IlleoStation ItS 12791.d 

NO MANUAL INTEGRATIONS 

Page: 1 



Report Date 

Start Cal Date 
End Cal Date 
Quant Method 
Target Version 
Integrator 
Method file 
Cal Date 

19-Jan-2009 15:25 

GCAL, Inc. 

INITIAL CALIBRATION DATA 

14-JAN-2009 09:40 
14-JAN-2009 11:56 
ISTD 
3.50 
HP RTE 
/var/chem/msv5.i/2090114.b/8260Bw5.m 
19-Jan-2009 10:16 rjo 

Calibration File Names: 
Levell: /var/chem/msv5.i/2090114.b/i2726.d 
Level 2: /var/chem/msv5.i/2090114.b/i2728.d 
Level 3: /var/chem/msv5.i/2090114.b/i2729.d 
Level 4: /var/chem/msv5.i/2090114.b/i2730.d 
Level 5: /var/chem/msv5.i/2090114.b/i2731.d 
Level 7: /var/chem/msv5.i/2090114.b/i2725.d 
Level 8: /var/chem/msv5.i/2090114.b/i2727.d 

Page 1 

5 20 50 100 200 1 Coefficients I %RSD 
Compound Levell Level 2 Level 3 Level 4 Level 5 Level 7 Icurve b m1 m2 I or RA2 

I I 
10 I I 

I I Leve18 I I I I I I I I 
1===================================1===========1===========1===========1===========1=========== ===========1===== ================================1==========1 
I 1 Dichlorodifluoromethane I 0.345671 0.323091 0.345201 0.361581 0.35759 0.288941 I I I I 
I I 0.329351 I I I IAVRG I 0.335921 I 7.416981 
1-----------------------------------1-----------1-----------1-----------1-----------1----------- -----------1----- ----------1----------1----------1----------1 
I 2 Chloromethane ++ I 0.496351 0.527841 0.545641 0.562181 0.55675 0.573381 I I I I 
I I 0.556871 I I I IAVRG I 0.545571 1 4.7554 31 
1-----------------------------------1-----------1-----------1-----------1-----------1----------- -----------1----- ----------1----------1----------1----------1 
I 3 Vinyl Chloride + I 0.378281 0.403521 0.415141 0.438081 0.44720 0.368091 I I I I I 
I I 0.397311 I I I IAVRG I I 0.406801 I 7.161661 
1-----------------------------------1-----------1-----------1-----------1-----------1----------- -----------1-----1----------1----------1----------1----------1 
I 4 1-3 Butadiene I +++++ I +++++ I +++++ I +++++ I +++++ +++++ I I I I I I 
I I +++++ I I I I IAVRG I I O.OOOe+OOI I O.OOoe+OOI<-
1-----------------------------------1-----------1-----------1-----------1-----------1----------- -----------1-----1----------1----------1----------1----------1 
I I I I I I I_I I I I I 



Report Date 

Start Cal Date 
End Cal Date 
Quant Method 
Target Version 
Integrator 
Method file 
Cal Date 

19-Jan-2009 15:25 

GCAL, Inc. 

INITIAL CALIBRATION DATA 

14-JAN-2009 09:40 
14-JAN-2009 11:56 
ISTD 
3.50 
HP RTE 
/var/chem/msv5.i/2090114.b/8260Bw5.m 
19-Jan-2009 10:16 rjo 

Page 2 

5 20 50 100 200 I 1 Coefficients %RSD I 
Compound Levell I Level 2 I Level 3 I Level 4 I Level 5 I Level 7 I Curve I b m1 m2 or RA2 I 

1-----------1-----------1-----------1-----------1-----------1 I 
10 I I I I I I I 

I I Level 8 I I I I I I I I 
1===================================1===========1===========1===========1===========1===========1===========1===== ================================1==========1 
I 28 2-Chloropropene I +++++ I +++++ I +++++ I +++++ I +++++ I +++++ I I I I I 
I I +++++ I I I I I IAVRG I O.OOOe+ool I O.OOOe+OOI<-
1-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1----- ----------1----------1----------1 
I 5 Bromomethane I 0.221021 0.217211 0.221231 0.238151 0.246341 0.267341 I I I 
I I 0.237791 I I I I IAVRG I 0.235581 I 7.53683 
1-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1----- ----------1----------1----------1 
I 8 Chloroethane I 0.201361 0.198541 0.217401 0.216481 0.207511 0.26392 1 I I I 
I I 0.21927 1 I I I IAVRG I 0.217781 I 10.05783 
1-----------------------------------1-----------1-----------1-----------1----------- -----------1-----------1----- ----------1----------1----------1 
I 9 Trichlorofluoromethane 0.279481 0.278211 0.290521 0.30682 0.297121 0.229821 I I I 
I 0.286191 I I I IAVRG I 0.281171 I 8.80034 
1----------------------------------- -----------1-----------1-----------1----------- -----------1-----------1----- ----------1----------1----------1 
1M 7 Total Difluorobenzene +++++ I +++++ I +++++ I +++++ +++++ I +++++ I I I I 
I +++++ I I I I IAVRG I I o. OOOe+OO I I o. OOOe+OO I <-
1----------------------------------- -----------1-----------1-----------1----------- -----------1-----------1-----1----------1----------1----------1 
I 10 Ethyl Ether +++++ I +++++ I +++++ I +++++ +++++ I +++++ I I I I I 
I +++++ I I I I IAVRG I I O.OOOe+OOI I O.OOOe+OOI<-
1----------------------------------- -----------1-----------1-----------1----------- -----------1-----------1-----1----------1----------1----------1 
I 11 1,1-Dichloroethene + 0.218321 0.207901 0.214181 0.22315 0.217261 0.269881 I I I I 
I 0.203741 I I I I IAVRG I I 0.222061 I 9.94050 
1----------------------------------- -----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------I 
I I I I I I 1 __ 1 I I 1 __ _ 



Report Date 

Start Cal Date 
End Cal Date 
Quant Method 
Target Version 
Integrator 
Method file 
Cal Date 

19-Jan-2009 15:25 

GCAL, Inc. 

INITIAL CALIBRATION DATA 

14-JAN-2009 09:40 
14-JAN-2009 11:56 
ISTD 
3.50 
HP RTE 
/var/chem/msvS.i/2090114.b/8260BwS.m 
19-Jan-2009 10:16 rjo 

Page 3 

5 20 50 100 200 1 Coefficients %RSD 1 
Compound Levell Level 2 Level 3 Level 4 Level 5 Level 7 1 Curve 1 b ml m2 or RA2 1 

1 1 1 
10 1 1 1 

1 1 Level 8 1 1 1 1 1 1 1 1 1 
1===================================1===========1===========1===========1===========1===========1===========1=====1================================1==========1 
1 12 Carbon Disulfide 1 420061 1499391 3817361 7722321 15620471 116411 1 1 1 1 1 
1 1 744851 1 1 1 1 ILINR 1 0.002371 0.795341 1 0.999921 
1-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1----------1 
1 13 1,1,2Trichlotrifluoroethane 1 0.224341 0.230821 0.236421 0.248241 0.235201 0.233341 1 1 1 1 1 
1 1 0.227581 1 1 1 1 IAVRG 1 1 0.233711 1 3.289681 
1-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1----------1 
1 14 Methyl Iodide 1 104651 543051 1611591 3538721 7137731 22521 1 1 1 1 1 

237311 1 1 1 1 ILINR 1 0.057011 0.369001 1 0.999251 
1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1---------- ----------1 

15 Acrolein 0.026811 0.034041 0.032371 0.033671 0.031691 0.032831 1 1 1 1 
0.031111 1 1 1 1 IAVRG 1 1 0.031791 7.635971 

1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1---------- ----------1 
16 Allyl chloride +++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 1 1 1 1 

+++++ 1 1 1 1 1 IAVRG 1 1 o.oOOe+OOI O.OOOe+OOI<-
1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1---------- ----------1 

17 Methylene Chloride 0.415261 0.409761 0.410651 0.416101 0.396031 0.543681 1 1 1 1 
1 0.418691 1 1 1 1 IAVRG 1 1 0.430021 11.780721 
1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1---------- ----------1 

18 Acetone 1 123591 368891 865721 1618961 3140451 42891 1 1 1 1 
1 205281 1 1 1 1 ILINR 1 -0.072251 0.158321 0.999281 
1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1---------- ----------1 

-----______ 1 1 1 1 1 1 1 __ 1 1 1 1 



Report Date 19-Jan-2009 15:25 Page 4 

Start Cal Date 
End Cal Date 
Quant Method 
Target Version 
Integrator 
Method file 
Cal Date 

GCAL, Inc. 

INITIAL CALIBRATION DATA 

14-JAN-2009 09:40 
14-JAN-2009 11:56 
ISTD 
3.50 
HP RTE 
/var/chem/msvS.i/2090114.b/8260BwS.m 
19-Jan-2009 10:16 rjo 

5 1 20 50 100 200 1 1 "'RSD 

Compound 1 Level 1 1 Level 2 1 Level 3 1 Level 4 1 Level 5 1 Level 7 1 Curve b 

Coefficients 
ml m2 1 or R~2 

1-----------1-----------1-----------1-----------1-----------1-----------1 

1 10 1 1 1 1 1 1 
1 Level 8 1 1 1 1 1 1 

1 

1 

1 1 
===================================1===========1===========1===========1===========1===========1===========1===== ==========1 

19 trans-l,2-Dichloroethene 

20 Methyl Acetate 

21 Hexane 

22 MTBE 

23 tert-Butyl Alcohol 

159 Heptane 

24 Acetonitrile 

0.374111 0.358461 0.374391 0.384591 0.36354 
0.367531 1 1 

-----------1-----------1-----------1-----------1-----------
0.286081 0.282391 0.274381 0.285201 0.25680 
0.269531 1 1 

-----------1-----------1-----------1-----------1-----------
0.319041 0.350191 0.340671 0.369331 0.36137 
0.344131 1 1 

----------_1_---------_1_----------1----------_·-----------

0.421731 
IAVRG 

-----------1-----
+++++ 1 

IAVRG 

-----------1-----
0.301841 

IAVRG 

-----------1-----

0.37776 

0.27573 

0.34094 

1 
5.598871 

----------1 
1 

4.102981 

----------1 
1 

6.90721 1 

----------1 
0.59773 
0.60276 

0.60554 0.585371 0.58748 0.577471 0.563511 1 
IAVRG 0.58855 2.535211 

-----------I-----------I-~--- ---------- ---------- ---------- ----------1 
+++++ +++++ +++++ +++++ 1 +++++ 1 +++++ 1 1 
+++++ 1 1 1 1 1 IAVRG O.OOOe+OO O.OOOe+OOI<-

-----------1-----------1-----------1-----------1-----------1-----------1----- ---------- ---------- ---------- ----------1 
+++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 1 
+++++ 1 1 1 1 1 IAVRG O.OOOe+OO O.OOOe+OOI<-

-----------1-----------1-----------1-----------1-----------1-----------1----- ---------- ---------- ---------- ----------1 
+++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 1 
+++++ 1 1 1 1 1 IAVRG O.OOOe+OO O.OOOe+OOI<-

-----------1-----------1-----------1-----------1-----------1-----------1----- ---------- ---------- ---------- ----------1 
_______________ I 1 1 1 1 1__ 1 

(11 <,., 



Report Date 19-Jan-2009 15:25 Page 5 

Start Cal Date 
End Cal Date 
Quant Method 
Target Version 
Integrator 
Method file 
Cal Date 

GCAL, Inc. 

INITIAL CALIBRATION DATA 

14-JAN-2009 09:40 
14-JAN-2009 11:56 
ISTD 
3.50 
HP RTE 
/var/chem/msv5.i/2090114.b/8260Bw5.m 
19-Jan-2009 10:16 rjo 

I 5 20 50 I 100 200 1 Coefficients %RSD 
I Compound I Levell I Level 2 I Level 3 I Level 4 I Level 5 I Level 7 I Curve I b m1 m2 or RA2 

I 1-----------1-----------1-----------1-----------1-----------1-----------1 
I I 10 I I I I I I 
I I Level 8 I I I I I I I I I 
1===================================1===========1===========1===========1===========1===========1===========1=====1================================1==========1 

25 Isopropyl Ether I +++++ I +++++ I +++++ I +++++ I +++++ I +++++ I I I I I I 
+++++ I I I I I IAVRG I I o. OOOe+OO I I O. OOOe+OO I <-

1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1----------I 
26 Chloroprene +++++ I +++++ I +++++ I +++++ I +++++ I +++++ I I I I I I 

+++++ I I I I I IAVRG I I O. OOOe+OO I I O. OOOe+OO I <-

1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1----------I 
27 1,1-Dichloroethane ++ 0.513981 0.484171 0.491101 0.516571 0.500631 0.537421 I I I I I 

0.501861 I I I I IAVRG I I 0.506531 I 3.518211 
1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1----------I 

29 Acrylonitrile 0.107661 0.125661 0.12541 0.126361 0.118361 0.126791 I I I I I 
0.124161 I I I IAVRG I I 0.122061 I 5.700481 

1-----------1----------- -----------1-----------1-----------1-----1----------1----------1----------1----------1 
30 Vinyl Acetate 0.472521 0.519411 0.48178 0.488091 0.484651 0.447331 I I I I I 

0.446451 I I I IAVRG I I 0.477181 I 5.299681 
1-----------1----------- -----------1-----------1-----------1-----1----------1----------1----------1----------1 

1M 61 Total 1,2-Dichloroethene 0.399161 0.395971 0.41762 0.419801 0.410731 0.448211 I I I I I 
I I 0.405501 I I I IAVRG I I 0.413861 I 4.237211 
1-----------------------------------1-----------1-----------1----------- -----------1-----------1-----------1-----1----------1----------1----------1----------1 
I 31 cis-1,2-Dichloroethene I 0.424211 0.433491 0.46084 0.455011 0.457931 0.474691 I I I I I 
I I 0.443471 I I I IAVRG I I 0.449951 I 3.844911 
1-----------------------------------1-----------1-----------1----------- -----------1-----------1-----------1-----1----------1----------1----------1----------1 
I I I I I I I_I I I I I 



Report Date 

Start Cal Date 
End Cal Date 
Quant Method 
Target Version 
Integrator 
Method file 
Cal Date 

19-Jan-2009 15:25 

GCAL, Inc. 

INITIAL CALIBRATION DATA 

14-JAN-2009 09:40 
14-JAN-2009 11:56 
ISTD 
3.50 
HP RTE 
/var/chem/msvS.i/2090114.b/8260BwS.m 
19-Jan-2009 10:16 rjo 

Page 6 

5 20 50 100 I 200 1 Coefficients %RSD 
Compound I Level 1 Level 2 I Level 3 Level 4 I Level 5 I Level 7 I Curve I b ml m2 or R~2 

1----------- -----------1----------- -----------1-----------1-----------1 
I 10 I I I I 

I I Level8 I I I I I I 
1===================================1=========== ===========1=========== ===========1===========1===========1=====1================================1========== 
I 32 2,2-Dichloropropane I 0.33131 0.335231 0.33876 0.346751 0.349001 0.319331 I I I 
I I 0.36093 I I I IAVRG I I 0.340191 I 3.96505 
1-----------------------------------1----------- -----------1----------- -----------1-----------1-----------1-----1----------1----------1----------1----------
I 34 Cyclohexane I 0.46314 0.500581 0.51130 0.535601 0.534851 0.468341 I I I 
I I 0.46411 I I I IAVRG I I 0.496841 I 6.46445 
1-----------------------------------1----------- -----------1----------- -----------1-----------1-----------1-----1----------1----------1----------1----------
I 33 Bromochloromethane I 0.17430 I 0.164981 0.16444 0.165621 0.144611 0.155171 I I I 
I I 0.168311 I I I IAVRG I I 0.162491 5.98050 
-----------------------------------1-----------1------ _____ 1 ___________ ------ _____ 1 ___________ 1 ___________ 1 _____ 1 __________ 1_---------1----------1----------

35 Chloroform + 265861 93631 232733 452756 9294801 84891 
476961 I ILINR -0.00965 0.47065 I 0.999991 

-----------------------------------1-----------1----------- ----------- ----------- -----------1-----------1----- ---------- ---------- ----------1----------1 
36 Carbon Tetrachloride I 0.255471 0.28293 0.27366 0.28767 0.285571 0.212041 I I 

0.273311 I IAVRG 0.26724 I 9.974741 
-----------------------------------1-----------1----------- ----------- ----------- -----------1-----------1----- ---------- ---------- ----------1----------1 

37 Ethyl Acetate I +++++ I +++++ +++++ +++++ +++++ I +++++ I I I 
+++++ I I IAVRG O.OOOe+OO I o.OOOe+OOI<-

-----------------------------------1-----------1----------- ----------- ----------- -----------1-----------1----- ---------- ---------- ----------1----------1 
38 Tetrahydrofuran I +++++ I +++++ +++++ +++++ +++++ I +++++ I I I 

+++++ I I IAVRG O.OOOe+OO I O.oooe+ool<-

-----------------------------------1-----------1----------- ----------- ----------- -----------1-----------1----- ---------- ---------- ----------1----------1 
-----______ 1 I I 1__ I I 

(n 
0) 
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5 20 50 100 I 200 1 Coefficients %RSD I 
Compound Levell Level 2 Level 3 Level 4 I Level 5 I Level 7 I Curve I b m1 m2 or RA2 I 

--1-----------1-----------1 I 
10 I I I I 

I I Level 8 I I I I I I I I 
1===================================1===========1===========1===========1===========1===========1===========1=====1================================ ==========1 
I 401,1,1-Trichloroethane I 0.279761 0.305361 0.327821 0.335161 0.331131 0.281121 I I I I 
I I 0.302111 I I I I IAVRG I I 0.308921 7.500611 
1-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1---------- ----------1 
I 41 sec-Butanol I +++++ I +++++ I +++++ I +++++ +++++ I +++++ I I I I I 
I I +++++ I I I I IAVRG I I O. OOOe+OO I O. OOOe+OO I <-
1-----------------------------------1-----------1-----------1-----------1----------- -----------1-----------1-----1----------1----------1---------- ----------1 
I 42 2-Butanone I 0.266651 0.282381 0.281991 0.28046 0.269861 0.280831 I I I I 
I I 0.279241 I I I IAVRG I I 0.277351 2.292971 
1-----------------------------------1-----------1-----------1-----------1----------- -----------1-----------1-----1----------1----------1---------- ----------1 
I 431,1-Dichloropropene I 0.331541 0.388211 0.414691 0.43357 0.427701 0.444301 I I I I 
I 0.401271 I I I IAVRG I I 0.405901 9.357751 
1----------------------------------- -----------1-----------1-----------1----------- -----------1-----------1-----1----------1----------1---------- ----------1 
I 44 2-2-4 trimethyl Pentane +++++ I +++++ I +++++ I +++++ +++++ I +++++ I I I I I I 
I +++++ I I I I IAVRG I I O. OOOe+OO I I O. OOOe+OO I <-
1----------------------------------- -----------1-----------1-----------1----------- -----------1-----------1-----1----------1----------1----------1----------1 
I 55 1,3 Difluorobenzene +++++ I +++++ I +++++ I +++++ +++++ I +++++ I I I I I I 
I +++++ I I I I IAVRG I 10.000e+001 10.000e+001<-
1----------------------------------- -----------1-----------1-----------1----------- -----------1-----------1-----1----------1----------1----------1----------1 

I 45 Benzene 1.172211 1.217031 1.246171 1.26573 1.238561 1.268711 I I I I I 
I 1.215841 I I I IAVRG I I 1.232031 I 2.730341 
1----------------------------------- -----------1-----------1-----------1----------- -----------1-----------1-----1----------1----------1----------1----------1 

I I I I I I_I I I I I 
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1 5 20 50 100 200 1 Coefficients %RSD 
Compound 1 Levell 1 Level 2 1 Level 3 1 Level 4 1 LevelS 1 Level 7 1 CUrve 1 b m1 m2 or R-2 

1-----------1-----------1-----------1-----------1-----------1-----------1 
1 10 1 1 1 1 1 1 

1 1 Level 8 1 1 1 1 1 1 1 1 1 
1===================================1===========1===========1===========1===========1===========1===========1=====1=====================-==========1==========1 
1 46 propionitrile 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 1 1 1 1 

1 +++++ 1 1 1 1 1 IAVRG 1 1 O. OOOe+OO 1 O. OOOe+OO 1 <-
1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1---------- ---------- ----------1 

47 Methacrylonitrile 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 1 1 1 
1 +++++ 1 1 1 1 1 IAVRG 1 1 O. OOOe+OO O. OOOe+OO 1 <-

-1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1---------- ---------- ----------1 
49 1,2-Dichloroethane 1 0.364421 0.392611 0.375131 0.37506 0.370901 0.361151 1 1 1 

1 0.376721 1 1 1 IAVRG 1 1 0.37371 2.724941 
1-----------1-----------1-----------1----------- -----------1-----------1-----1----------1---------- ---------- ----------1 

50 Isobutyl Alcohol 1 +++++ 1 +++++ 1 +++++ 1 +++++ +++++ 1 +++++ 1 1 1 1 
1 +++++ 1 1 1 1 IAVRG 1 1 O. OOOe+OO O. OOOe+OO 1 <-

------1-----------1-----------1-----------1----------- -----------1-----------1-----1----------1---------- ---------- ----------1 
53 Methyl Cyclohexane 1 0.343211 0.373891 0.385541 0.41093 0.412341 0.354111 1 1 1 

1 0.364821 1 1 1 IAVRG 1 1 0.377831 7.078721 
1-----------1-----------1-----------1----------- -----------1-----------1-----1----------1----------1---------- ----------1 

54 Trichloroethene 1 0.292121 0.290581 0.290171 0.30155 0.298411 0.300961 1 1 1 1 
1 0.285171 1 1 1 IAVRG 1 1 0.294141 2.117191 
1-----------1-----------1-----------1----------- -----------1-----------1-----1----------1----------1---------- ----------1 

68 1,4 Difluorobenzene 1 +++++ 1 +++++ 1 +++++ 1 +++++ +++++ 1 +++++ 1 1 1 1 1 1 
1 +++++ 1 1 1 1 IAVRG 1 1 O.OOOe+OOI 1 O.OOOe+OOI<-
1-----------1-----------1-----------1----------- -----------1-----------1-----1----------1----------1----------1----------1 

-----______ 1 1 1 1 1 1 __ 1 1 1 1 1 
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5 20 50 100 200 1 1 1 Coefficients %RSD 1 
Compound 1 Level 1 1 Level 2 1 Level 3 1 Level 4 Level 5 1 Level 7 1 CUrve 1 b ml m2 or RA2 1 

1-----------1-----------1-----------1----------- -----------1-----------1 1 1 
1 10 1 1 1 1 1 1 1 

1 1 Level8 1 1 1 1 1 1 1 1 
===================================1===========1=========== =========== =========== ===========1===========1===== ==========-=====================1==========1 

56 n-Butanol 1 +++++ 1 +++++ +++++ +++++ +++++ 1 +++++ 1 1 1 1 
1 +++++ 1 1 IAVRG O.OOOe+OOI 1 o.OOOe+OOI<-

-----------------------------------1-----------1----------- ----------- ----------- ----------- -----------1----- ---------- ----------1----------1----------1 
57 Dibromomethane 1 0.21087 0.21602 0.21285 0.21929 0.21471 0.226301 1 1 1 

1 0.22643 IAVRG 0.218071 1 2.861921 
-----------------------------------1----------- ----------- ----------- ----------- ----------- -----------1----- ---------- ----------1----------1----------1 

58 2-3 Dichloro-l-Proprene 1 +++++ +++++ +++++ +++++ +++++ +++++ 1 1 1 1 
1 +++++ IAVRG o.OoOe+ool 1 O.OOOe+OOI<-

-----------------------------------1----------- ----------- ----------- ----------- ----------- -----------1----- ---------- ----------1----------1----------1 
59 1,2-Dichloropropane + 1 0.34526 0.38963 0.39853 0.41239 0.40119 0.400821 1 1 1 

0.39725 IAVRG 0.392151 1 5.545591 
-----------------------------------1----------- ----------- ----------- ----------- ----------- -----------1----- ---------- ----------1----------1----------1 

60 Bromodichloromethane I 0.38164 0.38825 0.38075 0.39148 0.38889 0.413521 1 1 1 
0.37326 IAVRG 0.388261 1 3.281721 

-----------------------------------1----------- ----------- ----------- ----------- ----------- -----------1----- ---------- ----------1----------1----------1 
62 Methyl methacrylate 1 +++++ +++++ +++++ +++++ +++++ +++++ 1 1 1 1 

+++++ 

63 1,4- Dioxane +++++ +++++ +++++ +++++ 
+++++ 

IAVRG 1 1 O.OOOe+OOI 1 O.OOOe+OOI<-
-----------1-----------1-----1----------1----------1----------1----------1 

+++++ I +++++ 1 1 1 1 1 1 
IAVRG 1 1 o.oooe+ool 1 O.OOOe+OOI<-

-----------,-----------1-----1----------1----------1----------1----------1 
___________________________________________ 1 __ 1 1 1 1 1 

(1') 
p 
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5 20 50 100 200 1 I I 
Level 1 Level 2 Level 3 I Level 4 I LevelS I Level 7 I Curve I 

�-----------�-----------�-----------� I 
10 I I I I I 

Coefficients 
b m1 m2 

I I Level 8 I I I I I I I I 

Page 10 

%RSD 
or R~2 

1===================================1===========1===========1===========1===========1===========1===========1=====1================================1========== 
I 64 1-Bromo-2-chloroethane I 0.580301 0.621961 0.613831 0.603351 0.591311 0.527161 I I I I 
I I 0.56776 1 I I I I IAVRG I I 0.586521 I 5.49018 
1-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1 
I 65 2 -Chloroethyl vinyl ether I 11421 45331 169361 426831 1001191 2161 I I I I 
I I 23441 I I I I I LINR I 0.153631 0.051721 I 0.99283 I <-
1-----------------------------------1-----------1----------- -----------1-----------1-----------1-----------1-----1----------1----------1----------1 
I 66 cis-1,3-Dichloropropene I 0.474221 0.51600 0.543141 0.558851 0.558111 0.461301 I I I I 
I I 0.495481 I I I IAVRG I I 0.515301 I 7.72224 
1-----------------------------------1-----------1----------- -----------1-----------1-----------1-----------1-----1----------1----------1----------1 
1M 6 1-3 Dichloropropene-Total I 0.426921 0.47019 0.489681 0.504531 0.505521 0.409031 I I I I 
I I 0.445341 I I I IAVRG I I 0.464461 I 
1-----------------------------------1-----------1----------- -----------1-----------1-----------1-----------1-----1----------1----------1----------1 
I 81 1,2 Difluorobenzene I +++++ I +++++ +++++ I +++++ I +++++ I +++++ I I I I I 
I I +++++ I I I I IAVRG I I O.OOOe+OOI I 
I-----------~-----------------------I-----------I----------- -----------1-----------1-----------1-----------1-----1----------1----------1----------1 
I 69 Toluene + I 2.833181 2.53935 2.659391 2.656091 2.674271 2.529091 I I I I 
I I 2.704931 I I I IAVRG I I 2.656611 I 
1-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1 
I 88 Methyl Disulfide I +++++ I +++++ I +++++ I +++++ I +++++ I +++++ I I I I I 

8.249321 
I 
I 

o.Oooe+ool<-
I 
I 

3.882851 
I 
I 

I I +++++ I I I I I IAVRG I I O.OOOe+OOI I o.oooe+OOI<-
1-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1----------1 
I I I I I I I I_I I I I I 
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5 20 50 100 1 200 1 Coefficients 1 %RSD 

Compound 1 Level 1 1 Level 2 1 Level 3 1 Level 4 1 Level 5 1 Level 7 1 Curve b ml m2 1 or R-2 
1-----------1-----------1-----------1-----------1-----------1-----------1 1 
1 10 1 1 1 1 1 1 1 

1 1 Level 8 1 1 1 1 1 1 1 1 
1===================================1===========1===========1===========1===========1===========1===========1===== ================================1==========1 
1 70 2-nitropropane 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 1 1 1 1 
1 1 +++++ 1 1 1 1 1 IAVRG 1 O.OOOe+OOI 1 O.OOOe+OOI<-
1-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1----- ----------1----------1----------1----------
1 71 4-methyl-2-pentanone 1 0.386531 0.441191 0.441601 0.458901 0.455351 0.374051 1 1 1 

0.419501 1 1 1 1 IAVRG 10.425301 17.86542 
-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1----- ----------1----------1----------1----------

72 Tetrachloroethene I 0.357991 0.408611 0.397121 0.406411 0.431151 0.264591 1 1 1 
0.396441 1 1 1 1 IAVRG 1 0.380331 1 14.59940 

-----------------------------------,-----------1-----------1-----------1-----------1-----------1-----------1----- ----------1----------1----------1----------

(J') 
(J) 

6.38827 
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5 20 50 100 200 1 I I Coefficients I %RSD 

compound I Levell I Level 2 I Level 3 I Level 4 I Level 5 Level 7 I Curve I b ml m2 I or RA2 

1-----------1-----------1-----------1-----------1----------- -----------1 I I 
I 10 I I I I I I I 

I I Level 8 I I I I I I I I 

1=================================== =========== =========== =========== =========== =========== ===========1=====1================================1==========1 
I 77 1,3-Dichloropropane 1.09001 1.19184 1.18841 1.19003 1.19675 1.313991 I I I I I 

I 1.17448 IAVRG I I 1.192221 I 5.482051 

1----------------------------------- ----------- ----------- ----------- ----------- ----------- -----------1-----1----------1----------1----------1----------1 
I 78 1-nitropropane +++++ +++++ +++++ +++++ +++++ +++++ I I I I I I 

I +++++ IAVRG I I O.OOOe+OOI I O.OOOe+OOI<-

1----------------------------------- ----------- ----------- ----------- ----------- ----------- -----------1-----1----------1----------1----------1----------
I 79 1,2-Dibromoethane(EDB) 0.65892 0.69746 0.68359 0.70451 0.70775 0.648701 

I 0.69226 IAVRG I 0.684741 3.32243 

1----------------------------------- ----------- ----------- ----------- ----------- ----------- -----------1-----1----------1----------1----------1----------
I 80 2-Hexanone 0.66986 0.73796 0.74222 0.75596 0.80309 0.643541 

I 0.71026 IAVRG 1 0.723271 7.44414 

1----------------------------------- ----------- ----------- ----------- ----------- ----------- -----------1-----1----------1----------1----------1----------
I 82 1-Chlorohexane 0.87810 0.73549 0.83507 0.92355 0.85852 0.750271 

I 0.73735 IAVRG 1 0.816911 9.29271 

1----------------------------------- ----------- ----------- -----------1----------- ----------- -----------1-----1----------1----------1----------1----------
I 84 Chlorobenzene ++ 1.76295 1.66264 1.716671 1.69751 1.70794 1.916271 

I 1.76843 I IAVRG 1 1.747491 4.75209 

1----------------------------------- ----------- ----------- -----------1----------- ----------- -----------1-----1----------1----------1----------1----------
I 85 Ethylbenzene + 0.81720 0.82328 0.876481 0.89210 0.89744 0.851631 

I 0.87221 I IAVRG 1 1 0.861481 1 3.69762 

1----------------------------------- ----------- ----------- -----------1----------- ----------- -----------1-----1----------1----------1----------1----------
I I I_I I I 1 __ _ 

m 
Jl; .. 
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5 20 50 100 200 1 1 1 Coefficients %RSD 1 
Compound Levell Level 2 1 Level 3 1 Level 4 1 LevelS 1 Level 7 1 Curve 1 b m1 m2 or RA2 1 

-1-----------1-----------1-----------1-----------1 1 1 
10 1 1 1 1 1 1 1 

1 1 Level 8 1 1 1 1 1 1 1 1 
===================================1===========1===========1===========1===========1===========1===========1=====1================================ ==========1 

861,l,l,2-Tetrachloroethane 1 0.518911 0.522771 0.536021 0.529701 0.542271 0.630311 1 1 1 1 
1 0.539391 1 1 1 1 IAVRG 1 1 0.545621 7.020711 

-------------1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1---------- ----------1 
87 p,m-Xylene 1 1.042951 1.017361 1.047771 1.063061 1.09157 0.973831 1 1 1 1 

1 1.007451 1 1 1 IAVRG 1 1 1.034861 3.747821 
1-----------1-----------1-----------1-----------1----------- -----------1-----1----------1----------1---------- ----------1 

89 o-Xylene 1 0.981241 0.981601 1. 071951 1. 091471 1.13174 1. 004101 1 1 1 1 
1 0.973931 1 1 1 IAVRG 1 1 1.033721 6.159701 
1-----------1-----------1-----------1-----------1----------- -----------1-----1----------1----------1----------1----------1 

90 Styrene 1 1.691021 1.728661 1.862381 1.865911 1.96456 1.507501 1 1 1 1 1 
1 1.670281 1 1 1 IAVRG 1 1 1.755761 1 8.729971 
1-----------1-----------1-----------1-----------1----------- -----------1-----1----------1----------1----------1----------1 

118 1-4 Diethylbenzene 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ +++++ 1 1 1 1 1 1 
1 +++++ 1 1 1 1 IAVRG 1 1 O. OOOe+OO 1 1 O. OOOe+OO 1 <-
1-----------1-----------1-----------1-----------1----------- -----------1-----1----------1----------1----------1----------1 

91 Bromoform ++ 1 0.369241 0.395441 0.422881 0.420971 0.43691 0.388371 1 1 1 1 1 
1 0.375011 1 1 1 IAVRG 1 1 0.401261 1 6.467671 
1-----------1-----------1-----------1-----------1----------- -----------1-----1----------1----------1----------1----------1 

119 1-3 Diethylbenzene 1 +++++ 1 +++++ 1 +++++ 1 +++++ 1 +++++ +++++ 1 1 1 1 1 1 
1 +++++ 1 1 1 1 IAVRG 1 1 O.OOOe+OOI 1 O.OOOe+OOI<-
1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1----------1 

-----______ 1 1 1 1 1 1 1 __ 1 1 1 1 1 
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5 20 50 100 200 1 1 Coefficients 
ml 

'RSD 
or RA2 C~d 1 Level 1 1 Level 2 1 Level 3 1 Level 4 1 Level 5 1 Level 7 1 Curve 1 b m2 

1-----------1-----------1-----------1-----------1-----------1-----------1 

92 1,5 Cyclooctadiene 

10 
Level 8 

+++++ 
+++++ 

113 3-ethyltoluene +++++ 
+++++ 

114 2-ethyltoluene +++++ 
+++++ 

117 1-2 Diethylbenzene +++++ 
+++++ 

93 Isopropylbenzene 2.28534 
2.39327 

95 n-Propylbenzene 3.50281 
3.75607 

1 
1 1 1 1 
===========1===========1=========== 

+++++ I +++++ 1 +++++ 

1 

-----------1-----------1-----------
+++++ I +++++ 1 +++++ 

1 

-----------1-----------1-----------
+++++ I +++++ 1 +++++ 

1 

-----------1-----------1-----------
+++++ I +++++ 1 +++++ 

1 

-----------1-----------1-----------
2.318291 2.487991 2.53898 

1 1 
-----------1-----------1-----------

3.814731 3.843841 4.05867 

1 1 
-----------1-----------1-----------

1 
1 1 1 1 1 
===========1=====1================================1==========1 

+++++ +++++ 1 1 1 1 1 1 
IAVRG O.oooe+ool 1 O.OOOe+ool<-

-----------1----- ---------- ----------1----------1----------1 
+++++ +++++ 1 1 1 

IAVRG O.Oooe+OOI o.OOOe+ool<-
-----------1----- ---------- ----------1---------- ----------1 

+++++ +++++ 1 1 1 
IAVRG O.OOOe+ool O.Oooe+ool<-

-----------1----- ---------- ----------1---------- ----------1 
+++++ +++++ 1 1 1 

IAVRG O.OOoe+ool O.Oooe+ool<-
-----------1----- ---------- ----------1---------- ----------1 

2.60813 2.091621 1 1 
IAVRG 2.389091 7.340071 

-----------1----- ---------- ----------1---------- ----------1 
3.91697 3.818091 1 1 

IAVRG 3.815881 4.431121 
-----------1----- ---------- ----------1---------- ----------1 

96 Bromobenzene 1.835061 1.827071 1.794651 1.838171 1.751221 1.738291 1 1 
1.845191 1 1 1 1 IAVRG 1.804241 2.432051 

1-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1----- ---------- ----------1---------- ----------1 

1 1 1 1 1 1 1 1_ 1 1 

<r) 
<" 
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5 20 1 50 100 200 1 Coefficients %RSD 
Compound 1 Level 1 1 Level 2 1 Level 3 1 Level 4 1 Level 5 1 Level 7 1 Curve 1 b m1 m2 or RA2 

1-----------1-----------1-----------1-----------1-----------1-----------1 
1 10 1 1 1 1 1 1 
1 Level 8 1 1 1 1 1 1 1 1 1 

===================================1===========1===========1===========1===========1===========1===========1=====1================================1==========1 
971,1,2,2-Tetrachloroethane++ 1 1.216961 1.324461 1.253821 1.203191 1.149161 1.050361 1 1 1 1 1 

1 1.361531 1 1 1 1 IAVRG 1 1 1.222781 1 8.584991 
1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1----------1 

982-Chlorotoluene 1 2.751521 2.909351 2.849671 2.906261 2.828091 2.556671 1 1 1 1 
1 2.881041 1 1 1 1 IAVRG 1 1 2.81180 1 4.443311 
1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1---------- ----------1----------1 

991,3,5-Trimethylbenzene 1 2.400051 2.608461 2.581721 2.668481 2.575471 2.524061 1 1 1 1 
1 2.513941 1 1 1 1 IAVRG 1 1 2.55317 3.334891 

------1-----------1-----------1----------- -----------1----------- -----------1-----1----------1---------- ---------- ----------1 
1001,2,3-Trichloropropane 1 1.274061 1.391991 1.41801 1.418311 1.41688 1.374021 1 1 1 

1 1. 363321 1 1 IAVRG 1 1 1. 37951 3.737701 
-1-----------1-----------1----------- -----------1----------- -----------1-----1----------1---------- ---------- ----------1 

101 trans-1,4-Dichloro-2-Butene 1 32661 192841 47908 1012211 212899 3861 1 1 1 
1 92141 1 1 ILINR 1 0.022471 0.31276 0.999821 
1-----------1-----------1----------- -----------1----------- -----------1-----1----------1---------- ---------- ----------1 

102 Cyclohexanone 1 +++++ 1 +++++ 1 +++++ +++++ 1 +++++ +++++ 1 1 1 1 
1 +++++ 1 1 1 1 AVRG 1 1 O. OOOe+OO O. OOOe+OO 1 <-

1-----------1-----------1----------- -----------1----------- -----------1-----1----------1---------- ---------- ----------1 
103 4-Chlorotoluene 1 2.442141 2.554091 2.53205 2.609271 2.53316 2.625901 1 1 1 

1 2.517911 1 1 IAVRG 1 1 2.54493 2.399851 
1-----------1-----------1----------- -----------1----------- -----------1-----1----------1---------- ---------- ----------1 

-----______ 1 1 1 1 1 __ 1 1 1 



Report Date 

Start Cal Date 
End Cal Date 
Quant Method 
Target Version 
Integrator 
Method file 
Cal Date 

19-Jan-2009 15:25 

GCAL, Inc. 

INITIAL CALIBRATION DATA 

14-JAN-2009 09:40 
14-JAN-2009 11:56 
ISTD 
3.50 
HP RTE 
/var/chem/msv5.i/2090114.b/8260Bw5.m 
19-Jan-2009 10:16 rjo 

Page 16 

5 20 50 100 200 I 1 Coefficients %RSD I 
Compound Levell Level 2 Level 3 Level 4 LevelS I Level 7 I Curve I b m1 m2 or RA2 I 

--1-----------1 I 
10 I I I 

I I Level 8 I I I I I I I I 
1===================================1=========== ===========1=========== ===========1===========1===========1=====1================================1==========1 
1M 124 TOTAL XYLENE I 1.02238 1.005441 1.05583 1.072531 1.104961 0.983921 I I I I 
I I 0.99628 I I I IAVRG I I 1.03448 4.300761 
1-----------------------------------1----------- -----------1----------- -----------1-----------1-----------1-----1----------1---------- ---------- ----------1 
I 104 tert-butylbenzene I 1.11226 1.318771 1.31846 1.463261 1.363201 1.237421 I I I 
I I 1.34163 I I I IAVRG I I 1.30786 8.364531 
1-----------------------------------1----------- -----------1----------- -----------1-----------1-----------1-----1----------1---------- ---------- ----------1 
I 105 Pentachloroethane I +++++ +++++ I +++++ +++++ I +++++ I +++++ I I I I 
I I +++++ I I IAVRG I O.OOOe+OO O.OOOe+OOI<-
1-----------------------------------1----------- ----------- ----------- -----------1-----------1-----------1----- ----------1---------- ---------- ----------1 
I 106 1,2,4-Trimethylbenzene I 2.34044 2.64864 2.66101 2.719101 2.637771 2.533601 I I 
I I 2.68391 I I IAVRG 12.60349 4.969541 
1-----------------------------------1----------- ----------- ----------- -----------1-----------1-----------1----- ----------1---------- ---------- ----------1 
I 107 sec-Butylbenzene I 2.81505 3.07980 3.19149 3.273541 3.210901 2.871101 I I 
I I 3.12227 1 I I IAVRG I 3.08059 5.663601 
1-----------------------------------1-----------1----------- -----------1-----------1-----------1-----------1----- ----------1---------- ---------- ----------1 
I 108 p-Isopropyltoluene I 1.984371 2.32179 2.373591 2.496801 2.444991 2.001341 I I 
I I 2.295901 I I I IAVRG I 2.274111 8.972181 
1-----------------------------------1-----------1----------- -----------1-----------1-----------1-----------1----- ----------1----------1---------- ----------1 
I 109 Dicylopentadiene I +++++ I +++++ +++++ I +++++ I +++++ I +++++ I I I I 
I I +++++ I I 1 I IAVRG I I o. OOOe+OO 1 o. OOOe+OO 1 <-
1-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1----------1 
I I I I I 1 I I_I 1 1 I I 



Report Date 

Start Cal Date 
End Cal Date 
Quant Method 
Target Version 
Integrator 
Method file 
Cal Date 

19-Jan-2009 15:25 

GCAL, Inc. 

INITIAL CALIBRATION DATA 

14-JAN-2009 09:40 
14-JAN-2009 11:56 
ISTD 
3.50 
HP RTE 
/var/chem/msvS.i/2090114.b/8260BwS.m 
19-Jan-2009 10:16 rjo 
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5 20 50 100 200 I 1 Coefficients %RSD I 
Compound Levell Level 2 Level 3 Level 4 Level 5 I Level 7 I CUrve I b m1 m2 or RA2 I 

--1-----------1 I 
10 I I I 

I I Level 8 I I I I I I I I I 
1===================================1===========1=========== ===========1===========1===========1===========1=====1================================ ==========1 
I 110 1,3-Dichlorobenzene I 1.365221 1.52361 1.469821 1.478691 1.47572 1.347251 I I 
I I 1.472391 I I IAVRG I 1.44753 4.503591 
1-----------------------------------1-----------1----------- -----------1----------- ----------- -----------1-----1---------- ---------- ---------- ----------1 
I 112 1,4-Dichlorobenzene I 1.47587 1.50824 1.518691 1.55014 1.50016 2.028421 I I 
I I 1.48017 I IAVRG I 1.58024 12.605021 
1-----------------------------------1----------- ----------- -----------1----------- ----------- -----------1-----1---------- ---------- ---------- ----------1 
I 115 n-Butylbenzene I 24199 109683 3047601 675112 1427314 43221 I I 
I I 51566 I I LINR I 0.04705 2.10653 0.999451 

1-----------------------------------1----------- ----------- -----------1----------- ----------- -----------1-----1---------- ---------- ---------- ----------1 
1M 127 Total Diethylbenzene I +++++ +++++ +++++ I +++++ +++++ +++++ I I I 
I I +++++ I IAVRG I O.OOOe+OO O.OOOe+OOI<-
1-----------------------------------1----------- ----------- -----------1----------- ----------- -----------1-----1---------- ---------- ---------- ----------1 
I 116 1,2-Dichlorobenzene I 1.43341 1.467131 1.410561 1.44583 1.40803 1.227261 I I 
I I 1.36159 I I IAVRG I 1.39340 5.779111 
1-----------------------------------1----------- -----------1-----------1----------- ----------- -----------1-----1---------- ---------- ----------1----------1 
I 128 2-methylnapthalene I +++++ +++++ I +++++ I +++++ +++++ +++++ I I I I 
I I +++++ I I IAVRG I O. OOOe+OO I O. OOOe+OO I <-
1-----------------------------------1----------- -----------1-----------1----------- ----------- -----------1-----1---------- ---------- ----------1----------1 
I 120 1,2-Dibromo-3-Chloropropane I 22561 93611 281361 58678 125042 1361 I I I 
I I 46521 I I I ILINR I 0.04207 0.18430 I 0.999781<-
1-----------------------------------1-----------1-----------1-----------1-----------1----------- -----------1-----1----------1---------- ----------1----------1 

I I I I I I I_I I I I 



Report Date 

Start Cal Date 
End Cal Date 
Quant Method 
Target Version 
Integrator 
Method file 
Cal Date 

19-Jan-2009 15:25 

GCAL, Inc. 

INITIAL CALIBRATION DATA 

14-JAN-2009 09:40 
14-JAN-2009 11:56 
ISTD 
3.50 
HP RTE 
/var/chern/rnsvS.i/2090114.b/8260BwS.rn 
19-Jan-2009 10:16 rjo 
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I 5 20 50 I 100 200 1 Coefficients %RSD 

Compound I Level 1 Level 2 Level 3 I Level 4 Level 5 I Level 7 I Curve I b m1 m2 or RA2 

1----------- ----------- -----------1----------- -----------1-----------1 
I 10 I I I 

I I Level 8 I I I I I I 

===================================1=========== =========== ===========1=========== =========== ===========1===== =====================-========== ==========1 
121 Benzal Chloride I +++++ +++++ +++++ I +++++ +++++ +++++ I I 

+++++ I IAVRG I O.OOOe+OO O.OOOe+OOI<-

-----------------------------------1----------- ----------- -----------1----------- ----------- -----------1----- ----------1---------- ---------- ----------1 
122 Hexachlorobutadiene I 3053 12751 327951 67417 148857 1471 I I 

6383 I ILINR 0.032911 0.21734 0.999341<-

-----------------------------------1----------- ----------- -----------1----------- ----------- -----------1----- ----------1---------- ---------- ----------1 
123 1.2.4-Trichlorobenzene I 8676 39211 1054361 229231 485671 13401 I I 

16232 I I LINR 0.043511 0.71616 0.999631 

-----------------------------------1----------- ----------- -----------1----------- ----------- -----------1----- ----------1---------- ---------- ----------1 
125 Naphthalene I 22025 108764 3136261 693112 1480110 49771 I I 

46030 I I LINR 0.058851 2.18814 0.999381 

-----------------------------------1----------- ----------- -----------1----------- ----------- -----------1----- ----------1---------- ---------- ----------1 
126 1.2.3-Trichlorobenzene I 0.64984 0.63082 0.629481 0.66737 0.66947 0.594401 I I 

0.62765 I IAVRG I 0.63843 4.106311 

=============================================================================================================================================================1 

$ 39 Dibromofluoromethane 0.302851 0.297141 0.299451 0.301501 0.290051 0.306931 

I 0.301911 I I I I IAVRG I I 0.299981 I 1.771551 

-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1----------1 

1$ 48 1.2-Dichloroethane-d4 I 0.164711 0.163451 0.164141 0.165971 0.161661 0.174711 I I I I I 

I I 0.173351 I I I I IAVRG I I 0.166861 I 3.047681 

1-----------------------------------1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1----------1 

I I I I I I I I_I I I I I 

~' •. j 
(~) 



Report Date 

Start Cal Date 
End Cal Date 
Quant Method 
Target Version 
Integrator 
Method file 
Cal Date 

19-Jan-2009 15:25 

GCAL, Inc. 

INITIAL CALIBRATION DATA 

14-JAN-2009 09:40 
14-JAN-2009 11:56 
ISTD 
3.50 
HP RTE 
/var/chem/msv5.i/2090114.b/8260Bw5.m 
19-Jan-2009 10:16 rjo 
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1 5 20 50 100 200 1 1 Coefficients %RSD 
1 Compound 1 Level 1 1 Level 2 1 Level 3 1 Level 4 1 Level 5 1 Level 7 1 Curve 1 b m1 m2 or RA2 
1 1-----------1-----------1-----------1-----------1-----------1-----------1 
1 I 10 I I I I I I 
1 I Level 8 I I I I I I I I I 
1===================================1===========1===========1===========1===========1===========1===========1=====1================================1==========1 
1$ 67 Toluene-d8 I 2.204791 2.137301 2.142981 2.155901 2.201281 2.241861 I I I 1 I 
I I 2.207801 I I I I IAVRG I I 2.184561 I 1.801851 
1-----------------_·_----------------1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1----------1 
1$ 94 Bromofluorobenzene I 0.584091 0.534751 0.525851 0.538161 0.557291 0.570021 I I I I I 
I I 0.527411 1 I I I IAVRG I I 0.548221 1 4.119741 
1------·_----------------------------1-----------1-----------1-----------1-----------1-----------1-----------1-----1----------1----------1----------1----------1 
I I I I I I I I_I I I I I 



Report Date 19-Jan-2009 15:25 

GCAL, Inc. 

Start Cal Date 
End Cal Date 
Quant Method 
Target Version 
Integrator 
Method file 
Cal Date 

INITIAL CALIBRATION DATA 

14-JAN-2009 09:40 
14-JAN-2009 11:56 
ISTD 
3.50 
HP RTE 
/var/chem/msv5.i/2090114.b/8260Bw5.m 
19-Jan-2009 10:16 rjo 

IAverage %RSD Results. 1 

1=================================================1 
ICalculated Average %RSD = 5.74562 1 

IMaximun Average %RSD 15.00000 1 

1* Passed Average %RSD Test. 1 
1 1 

1 Curve 1 Formula 1 Units 1 
1==========1========================================1==============1 
1 Averaged 1 Amt Rsp/m1 1 Response 1 
1 Linear 1 Amt = b + Rsp/m1 1 Response 1 
1 1 1 1 
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Data File: /var/chem/msv5.i/2090114.b/i2724bfb.d 
Report Date: 14-Jan-2009 12:30 

Data file : 
Lab Smp Id: 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 
Method 
Meth Date 
Cal Date 

GCAL, Inc. 

/var/chem/msv5.i/2090114.b/i2724bfb.d 
1000 Client Smp ID: V5BFB 
14-JAN-2009 09:18 
JCK Inst ID: msv5.i 
1000*V5BFB 
MSV~15210~*1*WAS 

/var/chem/msv5.i/2090114.b/bfb1.m 
06-Jan-2009 15:18 rjo Quant Type: ISTD 

Cal File: 
Als bottle: 2 QC Sample: BFB 

Page 1 

Dil Factor: 1.00000 
Integrator: HP RTE 
Target Version: 3.50 

Compound Sublist: all.sub 
Sample Matrix: WATER 

Concentration Formula: Amt * DF * Uf * Vf * VI * CpndVariable 

Name 

DF 
Uf 
Vf 
VI 

Cpnd Variable 

RT EXP RT (REL RT) 

====== ======== 

1 bfb 

11. 031 11. 060 (0.000) 

11.031 11. 060 (0.000) 

11. 031 11. 060 (0.000) 

11. 031 11.060 (0.000) 

11. 031 11. 060 (0.000) 

11.031 11. 060 (0.000) 

11. 031 11. 060 (0.000) 

11. 031 11. 060 (0.000) 

11. 031 11. 060 (0.000) 

Value 

1. 00000 
1.00000 
1.00000 
1.00000 

Description 

Dilution Factor 
ng unit correction factor 
Volumetric correction factor 
Injection Volume 

Local Compound Variable 

CONCENTRATIONS 

ON-COL FINAL 

MASS RESPONSE ( ug/L) ( ug/L) TARGET RANGE RATIO 

======== ======= ============ 

CAS Ji: 460-00-4 

95 64621 100.00- 100.00 100.00 

50 13310 15.00- 40.00 20.60 

75 26210 30.00- 60.00 40.56 

96 4022 5.00- 9.00 6.22 

173 220 0.00- 2.00 0.47 

174 47234 50.00- 120.00 73.09 

175 3595 5.00- 9.00 7.61 

176 47162 95.00- 101. 00 99.85 

177 2857 5.00- 9.00 6.06 



" .,g 
< 
~ x 
'" 
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Data File: Ivar/che~/~sv5.i/2090114.b/i2724bfb.d 

Date : 14-JAN-2009 09:18 

Client ID: V5BFB 

Sa~ple Info: 1000MV5BFB 

Colu~n phase: RTX-VMS-30M 

Instru~ent: ~sv5.i 

Operator: JCK 

Colu~n dia~eter: 0.25 

Ivar/che~/~sv5.i/2090114.b/i2724bfb.d 

3.4:: 
-

3.2~ 
-

3.0~ 
-

2.8': 
-

2.6': 
-

2.4': 
-

2.2-: 
-

2.0-: 
-

1.8': 
-

1.6': 
-

1.4-: 
-

1.2~ 
-

1.0~ 
-

0.8': 
-

0.6': ,g 
- ... ,g 

0.4': I --
0.2-: 

-
-""'T""T""T 

6 '! I I 
2 3 4 5 7 8 9 10 11 

Min 

Pace 1 

12 13 14 15 

74 



" ... 
< 
0 .... 
x 
" 
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Data File: Ivar/cheffllfflsv5.i/2090114.b/i2724bfb.d 

Date : 14-JAN-2009 09:18 

Client ID: V5BFB 

Safflple Info: 1000KV5BFB 

Coluffln phase: RTX-VHS-30H 
1 bfb 

Instrufflent: fflsv5.i 

Operator: JCK 

Coluffln diaffleter: 0.25 

6.4':: 
Avg. Scans 92~~3 (11.03), Background Scan 916 

6.2.., 
6.0" 
5.8 
5.6" 
5.4 
5.2" 
5.0 
4.8 
4.6 
4.4 
4.2": 
4.0., 
3.8 
3.6 
3.4 
3.2 
3.0 

/75 2.8 
2.6 
2.4 
2.2~ 
2.0 
1.8, 
1.6: ?O 
1.4 
1.2 
1.0 
0.8':: 6~ 
0.6; /37 

I ,I 
~6 

0.4~ 

II .11 I 0.2, I III II , III .1 I .1.1 
117" /-19 141" /-43 

0.0 
40 50 60 70 80 90 100 110 120 130 140 150 

ffllz 

~ RELATIVE 
fflle ION ABUNDANCE CRITERIA ABUNDANCE 

+-----+----------------------------------------------------+---------------------+ 
I I I I 

I 95 I Base Peak, 100~ relative abundance I 100.00 I 

I 50 I 15.00 - 40.00~ of fflass 95 I 20.60 I 

I 75 I 30.00 - 60.00~ of fflass 95 I 40.56 I 

I 96 I 5.00 - 9.00~ of fflass 95 I 6.22 I 

I 173 I Less than 2.00~ of fflass 174 I 0.34 ( 0.47) I 

I 174 I 50.00 - 120.00~ of fflass 95 I 73.09 I 

I 175 I 5.00 - 9.00~ of fflass 174 I 5.56 ( 7.61) I 

I 176 I 95.00 - 101.00~ of fflass 174 I 72.98 ( 99.85) I 
I 177 I 5.00 - 9.00~ of fflass 176 I 4.42 ( 6.06) I 

+-----+----------------------------------------------------+---------------------+ 

Page 2 

17~ 

/-55 1~~8 
160 170 

75 



Data File; Ivar/cheM/Msv5.i/2090114.b/i2724bfb.d 

Date ; 14-JAN-2009 09;18 

Client ID; V5BFB 

SaMple Info; 1000HV5BFB 

ColUMn phase; RTX-VHS-30H 

Data File: i2724bfb.d 

InstruMent; Msv5.i 

Operator; JCK 

ColUMn diaMeter; 0.25 

SpectruM: Avg. Scans 921-923 (11.03), Background Scan 916 

Location of HaxiMuM: 95.00 

NUMber of points; 74 

M/z y M/z y M/z y M/z y 

+------------------+------------------+------------------+------------------+ 
36.00 729 63.00 1670 86.00 74 128.00 135 
37.00 3079 64.00 335 87.00 3411 130.00 136 
38.00 3028 65.00 57 88.00 3071 134.00 57 
39.00 1144 66.00 62 91.00 238 135.00 66 
40.00 123 67.00 132 92.00 1480 141.00 313 

+------------------+------------------+------------------+------------------+ 
44.00 366 68.00 5661 93.00 1922 143.00 340 
45.00 743 69.00 6170 94.00 6364 148.00 98 
47.00 1201 70.00 415 95.00 64616 155.00 119 
48.00 389 72.00 371 96.00 4022 157.00 102 
49.00 2407 73.00 2541 97.00 51 171.00 79 

+------------------+------------------+------------------+------------------+ 
50.00 13310 74.00 8377 103.00 84 172.00 200 
51.00 4422 75.00 26208 104.00 88 173.00 220 
52.00 74 76.00 2264 106.00 80 174.00 47232 
55.00 76 77.00 468 115.00 61 175.00 3595 
56.00 989 78.00 333 116.00 67 176.00 47160 

+------------------+------------------+------------------+------------------+ 
57.00 1549 79.00 1422 117.00 351 177.00 2857 
60.00 432 80.00 500 118.00 66 178.00 56 
61.00 2764 81.00 1453 119.00 220 
62.00 2534 82.00 399 127.00 101 

+------------------+------------------+------------------+------------------+ 
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Data File: /var/chem/msv5.i/2090114.b/i2725.d 
Report Date: 14-Jan-2009 12:31 

GCAL, Inc. 

Data file : /var/chem/msv5.i/2090114.b/i2725.d 

Page 1 

Lab Smp Id: 1207 Client Smp ID: V5STD001 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

14-JAN-2009 09:40 
JCK 
1207*V5STD001 
MSV-15210-*1*WAS 

Inst ID: msv5.i 

Method /var/chem/msv5.i/2090114.b/8260Bw5.m 
Meth Date 14-Jan-2009 12:31 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 09:40 Cal File: i2725.d 
Als bottle: 8 Calibration Sample, Level: 7 
Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Cphd Variable 

Compounds 

Value 

1.00000 
5.00000 
5.00000 
1.00000 

========================== 

1 Dichlorodifluoromethane 

2 Chloromethane ++ 

3 Vinyl Chloride + 

5 Bromomethane 

8 Chloroethane 

9 Trichlorofluoromethane 

11 1,1-Dichloroethene + 

12 Carbon Disulfide 

13 1,1,2Trichlotrifluoroethane 

14 Methyl Iodide 

15 Acrolein 

17 Methylene Chloride 

19 trans-1,2-Dichloroethene 

20 Methyl Acetate 

QUANT SIG 

MASS 

85 

50 

62 

94 

64 

101 

96 

76 

101 

142 

56 

49 

61 

43 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

AMOUNTS 

CAL-AMT 

RT EXP RT REL RT RESPONSE ( ppb) 

====== ====== ======== 

1.892 1. 892 (0.262) 2957 1.00000 

2.109 2.109 (0.292) 5868 1.00000 

2.207 2.207 (0.306) 3767 1.00000 

2.587 2.587 (0.359) 2736 1.00000 

2.728 2.728 (0.378) 2701 1.00000 

2.902 2.902 (0.402) 2352 1.00000 

3.531 3.531 (0.490) 2762 1.00000 

3.564 3.564 (0.494) 11641 1. 00000 

3.596 3.596 (0.499) 2388 1. 00000 

3.727 3.727 (0.517) 2252 1.00000 

4.020 4.020 (0.557) 1680 5.00000 

4.357 4.357 (0.604) 5564 1.00000 

4.563 4.563 (0.633) 4316 1.00000 

4.617 4.617 (0.640) 4072 1.00000 

ON-COL 

( ppb) SIMILARITY 

=========== 

0.860 

1. 05 

0.905 

1.13 

1.21 

0.817 

1.22 

1.55 

0.998 

3.45 

5.16 

1.26 

1.12 

1. 44 2377 (M2) 

77 , . 



Data File: /var/chem/msv5.i/2090114.b/i2725.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

21 Hexane 

22 MTBE 

27 1,I-Dichloroethane ++ 

29 Acrylonitrile 

30 Vinyl Acetate 

M 61 Total 1,2-Dichloroethene 

31 cis-l,2-Dichloroethene 

32 2,2-Dichloropropane 

34 Cyclohexane 

33 Bromochloromethane 

35 Chloroform + 

36 Carbon Tetrachloride 

$ 39 Dibromofluoromethane 

40 1,1,I-Trichloroethane 

42 2-Butanone 

43 1,1-Dichloropropene 

45 Benzene 

$ 48 1,2-Dichloroethane-d4 

49 1,2-Dichloroethane 

* 52 FLUOROBENZENE 

53 Methyl Cyclohexane 

54 Trichloroethene 

57 Dibromomethane 

59 1,2-Dichloropropane + 

60 Bromodichloromethane 

64 I-Bromo-2-chloroethane 

65 2-Chloroethyl vinyl ether 

66 cis-1,3-Dichloropropene 

M 6 1-3 Dichloropropene-Total 

$ 67 Toluene-d8 

69 Toluene + 

71 4-methyl-2-pentanone 

72 Tetrachloroethene 

73 trans-1,3-Dichloropropene 

75 1,1,2-Trich1oroethane 

76 Dibromoch1oromethane 

77 1,3-Dichloropropane 

79 1,2-Dibromoethane(EDB) 

80 2-Hexanone 
I" 

82 1-Chlorohexane 

* 83 CHLOROBENZENE-d5 

84 Chlorobenzene ++ 

85 Ethylbenzene + 

86 1,1,1,2-Tetrachloroethane 

87 p,m-Xylene 

89 o-Xylene 

90 Styrene 

QUANT SIG 

MASS 

57 

73 

63 

53 

43 

61 

61 

77 

56 

128 

83 

117 

111 

97 

43 

75 

78 

67 

62 

96 

83 

130 

93 

63 

83 

63 

63 

75 

100 

98 

91 

43 

164 

75 

97 

129 

76 

107 

43 

91 

82 

112 

106 

133 

106 

106 

104 

RT EXP RT REL RT 

4.672 4.672 (0.648) 

4.715 4.715 (0.654) 

5.323 5.323 (0.738) 

5.399 5.399 (0.749) 

5.649 5.649 (0.783) 

5.931 5.931 (0.822) 

6.050 6.050 (0.839) 

6.137 6.137 (0.851) 

6.148 6.148 (0.852) 

6.235 6.235 (0.865) 

6.354 6.354 (0.881) 

6.419 6.419 (0.890) 

6.430 6.430 (0.892) 

6.561 6.561 (0.910) 

6.561 6.561 (0.910) 

6.810 

6.940 

7.006 

7.212 

7.353 

7.375 

7.776 

7.852 

7.907 

8.351 

8.395 

8.482 

6.810 (0.944) 

6.940 (0.962) 

7.006 (0.971) 

7.212 (1.000) 

7.353 (1.020) 

7.375 (1.023) 

7.776 (1.078) 

7.852 (1.089) 

7.907 (1.096) 

8.351 (1.158) 

8.395 (1.164) 

8.482 (1.176) 

8.634 8.634 (0.864) 

8.688 8.688 (0.870) 

9.014 9.014 (1.250) 

9.014 9.014 (0.902) 

9.046 9.046 (0.905) 

9.177 

9.339 

9.426 

9.567 

9.177 (0.919) 

9.339 (0.935) 

9.426 (0.944) 

9.567 (0.958) 

9.719 9.719 (0.973) 

9.958 9.958 (0.997) 

9.991 9.991 (1.000) 

10.012 

10.001 

10.012 (1.002) 

10.001 (1.001) 

10.056 10.056 (1.007) 

10.132 10.132 (1.014) 

10.512 10.512 (1. 052) 

10.555 10.555 (1.057) 

RESPONSE 

3089 

5767 

5500 

6488 

4578 

9174 

4858 

3268 

4793 

1588 

8489 

2170 

157059 

2877 

2874 

4547 

12984 

89398 

3696 

511702 

3624 

3080 

2316 

4102 

4232 

5395 

216 

4721 

8372 

499901 

11279 

3828 

1180 

3651 

2557 

3276 

5860 

2893 

2870 

3346 

222985 

8546 

3798 

2811 

8686 

4478 

6723 

AMOUNTS 

CAL-AMT 

( ppb) 

1.00000 

1.00000 

1. 00000 

5.00000 

1.00000 

2.00000 

1.00000 

1.00000 

1.00000 

1.00000 

1. 00000 

1.00000 

50.0000 

1.00000 

1.00000 

1.00000 

1.00000 

50.0000 

1.00000 

50.0000 

1.00000 

1.00000 

1.00000 

1.00000 

1.00000 

1.00000 

1.00000 

1. 00000 

2.00000 

50.0000 

1.00000 

1. 00000 

1.00000 

1.00000 

1.00000 

1.00000 

1.00000 

1.00000 

1.00000 

1.00000 

50.0000 

1.00000 

1.00000 

1.00000 

2.00000 

1. 00000 

1.00000 

ON-COL 

( ppb) 

0.885 

0.957 

1.06 

5.19 

0.937 

2.17 

1.05 

0.939 

0.943 

0.955 

1.28 

0.793 

51.2 

0.910 

1.01 

1.09 

1.03 

52.4 

0.966 

0.937 

1.02 

1.04 

1.02 

1.07 

0.899 

8.09 

0.895 

1. 76 

51.3 

0.952 

0.879 

0.696 

0.902 

0.962 

1.07 

1.10 

0.947 

0.890 

0.918 

1.10 

0.989 

1.16 

1. 88 

0.971 

0.859 

Page 2 

SIMILARITY 

5023 (M2) 

4556 

8457 

6249 

(M2) 

8515 

7709 

(M2) 

o 

(M1) 

(M3) 

2887 

(Ml) 

78 



Data File: /var/chem/msv5.i/2090114.b/i2725.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

91 Bromoform ++ 

93 Isopropy1benzene 

$ 94 Bromof1uorobenzene 

95 n-Propylbenzene 

96 Bromobenzene 

97 1,1,2,2-Tetrachloroethane++ 

98 2-Chlorotoluene 

99 1,3,5-Trimethylbenzene 

100 1,2,3-Trichloropropane 

101 trans-1,4-Dichloro-2-Butene 

103 4-Chlorotoluene 

M 124 TOTAL XYLENE 

104 tert-butylbenzene 

106 1,2,4-Trimethylbenzene 

107 sec-Butylbenzene 

108 p-Isopropyltoluene 

110 1,3-Dichlorobenzene 

* III 1,4-DICHLOROBENZENE-D4 

112 1,4-Dichlorobenzene 

115 n-Butylbenzene 

116 1,2-Dichlorobenzene 

120 1,2-Dibromo-3-Chloropropane 

122 Hexachlorobutadiene 

123 1,2,4-Trichlorobenzene 

125 Naphthalene 

126 1,2,3-Trichlorobenzene 

QC Flag Legend 

QUANT SIG 

MASS 

173 

105 

174 

91 

77 

83 

91 

105 

75 

53 

91 

106 

91 

105 

105 

119 

146 

152 

146 

91 

146 

157 

225 

180 

128 

180 

RT EXP RT REL RT 

10.599 10.599 (1.061) 

10.761 10.761 (1.077) 

11.033 11.033 (1.104) 

11.120 11.120 (0.920) 

11.131 11.131 (0.921) 

11.185 11.185 (0.925) 

11.294 11.294 (0.934) 

11.283 11.283 (0.934) 

11.326 11.326 (0.937) 

11. 348 11. 348 (0.939) 

11.435 11.435 (0.946) 

11.587 11.587 (0.959) 

11.652 11.652 (0.964) 

11.760 11.760 (0.973) 

11.891 11.891 (0.984) 

12.021 12.021 (0.995) 

12.086 12.086 (1.000) 

12.108 12.108 (1.002) 

12.325 12.325 (1.020) 

12.564 12.564 (1.040) 

13.584 13.584 (1.124) 

14.473 14.473 (1.197) 

14.528 14.528 (1.202) 

14.940 14.940 (1.236) 

15.168 15.168 (1.255) 

RESPONSE 

1732 

9328 

127107 

12410 

5650 

3414 

8310 

8204 

4466 

386 

8535 

13164 

4022 

8235 

9332 

6505 

4379 

162516 

6593 

4322 

3989 

136 

147 

1340 

4977 

1932 

M1- Compound response manually integrated because 
Target system did not integrate. 

M2- Compound response manually integrated because 
Target system integrated incorrectly. 

M3- Compound response manually integrated because 
Target system integrated incorrect peak. 

AMOUNTS 

CAL-AMT 

( ppb) 

1. 00000 

1.00000 

50.0000 

1. 00000 

1. 00000 

1.00000 

1. 00000 

1. 00000 

1. 00000 

1. 00000 

1. 00000 

3.00000 

1.00000 

1.00000 

1. 00000 

1. 00000 

1.00000 

50.0000 

1. 00000 

1. 00000 

1. 00000 

1. 00000 

1.00000 

1. 00000 

1.00000 

1. 00000 

ON-COL 

ppb) 

0.968 

0.875 

52.0 

1. 00 

0.963 

0.859 

0.909 

0.989 

0.996 

1. 50 

1. 03 

2.85 

0.946 

0.973 

0.932 

0.880 

0.931 

1.28 

2.98 

0.881 

2.33 

1. 85 

2.75 

3.64 

0.931 

Page 3 

SIMILARITY 

(M3) 

(M1) 

(M1) 

(M3) 
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Data File: Ivar/che~/MSv5.i/2090114.b/i2725.d 
Date : 14-JAN-2009 09:40 
Client ID: V5STD001 
S~ple Info: 1207KV5STD001 
Purge Volu~e: 5.0 
Colu~n phase: RTX-VMS-30M 

3.1~ 

3.0'; 

2.9~ 

2.8~ 

2.7~ 
2.6':;; 

2.5~ 

2.4~ 

2.3~ 

2.2'; 

2.1~ 

2.0~ 

1.9~ 
1.8':;; 

1.7~ 

1.6~ 

1.5~ 

1.4':;; 

1.3~ 

1.2~ 

1.1~ 

1.0':;; 

0.9~ 

0.8~ 

0.7~ 

0.6':;; 

0.5~ 

0.4~ 

0.3~ 

0.2'; 

O.1~ 

2 3 4 5 6 

Instru~ent: ~sv5.i 

Operator: JCK 
Colu~n dia~eter: 0.25 

Ivar/che~/~sv5.i/2090114.b/i2725.d 

i 
I 

7 8 
Min 

9 10 

i 
i 
g 

! 
11 12 13 

Page 1 

14 15 

(5) 
(~) 



Data file /var/chem/msv5.i/2090114.b/i2725.d 
Report Date: 01/14/2009 12:31 

Lab ID 
Injection Date: 

MANUAL INTEGRATION GRAPHIC REPORT 

1207 
01/14/2009 09:40 
JCK 
1207*V5STDOOI 

SampleType 
Instrumen.t 

MSV~15210~*I*WAS 

/var/chem/msv5.i/2090114.b/8260Bw5.m 
1. 00 

CALIB_7 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator 

WATER 
HP RTE Compound Sublist: 8260b 

2 3 5 6 7 

Original 

HI' ChetoStation MS i2725.d 

8 
T 

9 10 11 12 13 

Page: 1 

14 15 

Final 
================================================================================ 

1.6-: 
1.4~ 
1.2-: 
1.0~ 
0.8-: 

,.; 

18 Acetone 

HP MS Oricinal.d, Ion 43.00 

20 Methyl Acetate 
HI' MS Oricinal.d, Ion 43.00 

CAS#: 67-64-1 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:44 

CAS#: 79-20-9 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:44 

Reason: Ml 
HP MS i2725.d, Ion 43.00 

Reason: M2 
II' HS 12725.d, Ion 43.00 

81 



Data file /var/chem/msv5.i/2090114.b/i2725.d Page: 2 
Report Date: 01/14/2009 12:31 

Original Final 
================================================================================ 

1.G-: 

1.4-: 

1.2-: 

1.0-: 

0.8-: 

O.G-: 

0.4-: 

0.2-: 

21 Hexane 
HP HS Orlgin.l.d, Ion 57.00 

0.0 - 1-"""'~m-fT"M"""''TTT'''''''-TTT"...-n.,-j 
4.20 4.30 4.40 4.50 4.GO 4.70 4.80 4.90 5.00 5.10 

Time (Min) 

42 2-Butanone 
HP MS Original.d, Ion 43.00 

0.0 I I I I I I I I I 

G.l0 G.20 G.30 G.40 6.50 G.60 G.70 6.80 G.90 7.00 
Ti (Min) 

CAS:#:: 110-54-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:44 

CAS:#:: 78-93-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:44 

65 2-Chloroethyl vinyl ether CAS:#:: 110-75-8 

3.2-:: 
2.8-: 
2.4~ 
2.0-:: 

1.6-: 
1.2-: 
0.8-: 

HP MS Origin.J.d, Ion 63.00 

0.4~ I 
0.0 - " , Yj\ T ~' , , I'rr."....,.,..,-

7.90 8.00 8.10 8.20 8.30 8.40 8.50 8.60 8.70 8.80 
Time (Min) 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 12:18 

73 trans-1,3-Dichloropropene CAS:#:: 10061-02-6 

1.8~ 
1.6~ 
1.4-: 
1.2.§ 
1.0~ 
0.8~ 
O.G-:: 
0.4~ 
0.2~ 

HP MS OriginaJ.d, Ion 75.00 

0.0 - 11,.,-,-"""""'"TTTT"T""n'" 
8.60 8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 

·m. (Min) 

80 2-Hexanone 
HP HS Original.d, Ion 43.00 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:45 

CAS:#:: 591-78-6 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:45 

1.6-: 

1.4-: 

1.2-: 

1.0-: 

0.8-: 

0.6-: 

0.4-: 

0.2-: 

Reason: M2 
HP MS 12725.d, Ion 57.00 

0.0 - 1 1 ' , ,,'rr-o'TTT"""'-TTT"...-n.,-j \~ 
4.20 4.30 4.40 4.50 4.60 4.70 4.80 4.90 5.00 5.10 

Tim. (Min) 

Reason: M2 
HP MS i2725.d, Ion 43.00 

0.0 I I I I I I I 

6.10 6.20 6.30 6.40 6.50 6.60 6.70 6.80 6.90 7.00 
Tim. (Hin) 

3.2"§ 
2.8-: 
2.4-: 
2.0-: 

1.6~ 
1.2-: 
0.8-: 

0.4~ 

Reason: M2 
HP MS i2725.d, Ion 63.00 

0.0 - , , , l'rrr.".,..,..,...,.. 

7 .90 8.00 8.10 8.20 8.30 8.40 8.50 8.60 8.70 8.80 
Tim. (Hin) 

1.8"§ 
1.6~ 
1.E 
1.2.§ 
1.0~ 
0.8~ 
0.6"§ 
0.4"§ 
0.2~ 

Reason: M1 
HP MS i2725.d, Ion 75.00 

0.0 - 1 
8.60 8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 . ) 

Reason: M3 
HP MS i2725.d, Ion 43.00 

0.0 I I I I I I 

9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 
Ti .. 04in) """" 



Data file 
Report Date: 

/var/chem/msv5.i/2090114.b/i2725.d 
01/14/2009 12:31 

Original 

Page: 3 

Final 
================================================================================ 

86 1,1,1,2-Tetrachloroethane CAS#: 630-20-6 

1.8-= 
1.6';: 

1.4~ 
1.2-': 

1.0~ 
0.8-': 
0.6~ 
0.4~ 

0.2';: 

HP MS Original.d, Ion 133.00 

0.0 -i: ........ TT"TTT"'",."..M"'M"TT"'-rrr' 

9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.3010.40 10.50 
I (i) 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:45 

101 trans-1,4-Dichloro-2-Butene CAS#: 110-57-6 

400~ 
350~ 
3OO~ 

2501 
2oo..§ 

150~ 

100~ 

501 

HP HS Original.d, Ion 53.00 

O~-~TT"T~~~~~ 

10.9011.00 11.10 11.20 11.30 11.40 11.5011.60 11.70 11.80 
To"" (Min 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:45 

120 1,2-Dibromo-3-Chloropropane CAS#: 96-12-8 
HP MS Original.d, Ion 157.00 

13.10 13.20 13.30 13.40 13.50 13.6013.70 13.80 13.90 14.00 
Time (Min) 

320~ 
280';: 

240~ 
200';: 

160';: 

120-': 

80-': 

40~ 

122 Hexachlorobutadiene 
HP MS Original.d, Ion 225.00 

0':'-..,.....,.,...,TTT"............,..,.,..,~ 
14.0014.10 14.20 14.3~i~!.~~t~i50 14.60 14.70 14.8014.90 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:45 

CAS#: 87-68-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:45 

126 1,2,3-Trichlorobenzene CAS#: 87-61-6 

900-= 
800~ 
700i 
6oo~ 
500~ 
4001 

300i 
200-; 

100i 

HP MS Original.d, Ion 180.00 

I 
O":'=""""'''''''''''''''''''''''''-TTr''''''''''''''''-/ 

14.70 14.80 14. 90 15.Ofi!;.t~i~1.20 15.30 15.4015.50 15.60 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:43 

Reason: M1 
HP MS i2725.d, Ion 133.00 

1.8-= 

1.6-§ 

1.4~ 
1.2-': 

1.0-§ 
0.8-': 

0.6-§ 

0.4~ 

0.2';: I / \ I 
O.O':;:"TTTTTTTTr""'~TTT-rh'T-rn""""".,..,..,.-n-rrrr.......,""""''''''''''''''' 

400~ 
350-': 

3001 
250~ 
200~ 
150i 

100~ 

50~ 

9.60 9.70 9.80 9.9~im~0.(~~,;.?10 10.20 10.3010.4010.50 

Reason: M3 
HP MS i2725.d, Ion 53.00 

0: • I 

240-: 

210-: 

180-: 

150-: 

120-: 

90-: 
60-: 

10.9011.0011.1011.2011.3011.40 11.5011.6011.7011.80 
Time (Min) 

Reason: M1 
HP MS i2725.d, Ion 157.00 

30-: 
o~~~~~~~llil~~rTTT~~~ 
13.10 13.20 13.30 13.40 13.50 13.6013.70 13.80 13.90 14.00 

320';: 

280-= 

240-': 

200';: 

160-': 

120-': 

80-': 

40-': 
0-

Time (Min) 

Reason: M1 
HP MS i2725.d, Ion 225.00 

14.00 14.1014.20 14.3~i~!.~~t~i50 14.60 14.70 14.8014.90 

Reason: M3 
HP MS i2725.d, Ion 180.00 

0= I I 



Data file : /var/chem/msvS.i/2090114.b/i272S.d 
Report Date: 01/14/2009 12:31 

M1 - Target system did not integrate 
M2 - Target system integrated incorrectly 
M3 - Target system integrated incorrect peak 

Page: 4 

84 



Data File: /var/chem/msv5.i/2090114.b/i2726.d 
Report Date: 14-Jan-2009 12:31 

Data file : 
Lab Smp Id: 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

GCAL, Inc. 

/var/chem/msv5.i/2090114.b/i2726.d 
1201 Client Smp ID: V5STD005 
14-JAN-2009 10:03 
JCK Inst ID: msv5.i 
1201*V5STD005 
MSV~15210~*1*WAS 

Method /var/chem/msv5.i/2090114.b/8260Bw5.m 
Meth Date 14-Jan-2009 12:31 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 10:03 Cal File: i2726.d 

Page 1 

Als bottle: 9 Calibration Sample, Level: 1 
Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Cpnd Variable 

Compounds 

Value 

1.00000 
5.00000 
5.00000 
1.00000 

========================== 

1 Dichlorodifluoromethane 

2 Chloromethane ++ 

3 Vinyl Chloride + 

5 Bromomethane 

8 Chloroethane 

9 Trichlorofluoromethane 

11 1,1-Dichloroethene + 

12 Carbon Disulfide 

13 1,1,2Trichlotrif1uoroethane 

14 Methyl Iodide 

15 Acrolein 

17 Methylene Chloride 

18 Acetone 

19 trans-1,2-Dichloroethene 

QUANT SIG 

MASS 

85 

50 

62 

94 

64 

101 

96 

76 

101 

142 

56 

49 

43 

61 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

AMOUNTS 

CAL-AMT 

RT EXP RT REL RT RESPONSE ( ppb) 

====== ====== ======== 

1. 892 1.892 (0.262) 17809 5.00000 

2.109 2.109 (0.292) 25572 5.00000 

2.207 2.207 (0.306) 19489 5.00000 

2.576 2.576 (0.357) 11387 5.00000 

2.728 2.728 (0.378) 10374 5.00000 

2.902 2.902 (0.402) 14399 5.00000 

3.542 3.542 (0.491) 11248 5.00000 

3.564 3.564 (0.494) 42006 5.00000 

3.608 3.608 (0.500) 11558 5.00000 

3.727 3.727 (0.517) 10465 5.00000 

4.020 4.020 (0.557) 6905 25.0000 

4.346 4.346 (0.603) 21394 5.00000 

4.433 4.433 (0.615) 12359 5.00000 

4.563 4.563 (0.633) 19274 5.00000 

ON-COL 

( ppb) SIMILARITY 

========== 

5.15 

4.55 

4.65 

4.69 

4.62 

4.97 

4.92 

5.24 

4.80 

5.60 

21.1 

4.83 

3.96 

4.95 



Data File: /var/chem/msv5.i/2090114.b/i2726.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

20 Methyl Acetate 

21 Hexane 

22 MTBE 

27 1,1-Dichloroethane ++ 

29 Acrylonitrile 

30 Vinyl Acetate 

M 61 Total 1,2-Dichloroethene 

31 cis-1,2-Dichloroethene 

32 2,2-Dichloropropane 

34 Cyclohexane 

33 Bromochloromethane 

35 Chloroform + 

36 Carbon Tetrachloride 

$ 39 Dibromofluoromethane 

40 1,1,1-Trichloroethane 

42 2-Butanone 

43 1,1-Dichloropropene 

45 Benzene 

$ 48 1,2-Dichloroethane-d4 

49 1,2-Dichloroethane 

* 52 FLUOROBENZENE 

53 Methyl Cyclohexane 

54 Trichloroethene 

57 Dibromomethane 

59 1,2-Dichloropropane + 

60 Bromodichloromethane 

64 1-Bromo-2-chloroethane 

65 2-Chloroethyl vinyl ether 

66 cis-1,3-Dichloropropene 

M 6 1-3 Dichloropropene-Total 

$ 67 Toluene-d8 

69 Toluene + 

71 4-methyl-2-pentanone 

72 Tetrachloroethene 

73 trans-1,3-Dich1oropropene 

75 1,1,2-Trichloroethane 

76 Dibromochloromethane 

77 1,3-Dichloropropane 

79 1,2-Dibromoethane(EDB) 

80 2-Hexanone 

82 1-Ch1orohexane 
,),- . 

* 83 CHLOROBENZENE-d5 

84 Chlorobenzene ++ 

85 Ethylbenzene + 

86 1,1,1,2-Tetrachloroethane 

87 p,m-Xylene 

89 o-Xylene 

QUANT SIG 

MASS 

43 

57 

73 

63 

53 

43 

61 

61 

77 

56 

128 

83 

117 

111 

97 

43 

75 

78 

67 

62 

96 

83 

130 

93 

63 

83 

63 

63 

75 

100 

98 

91 

43 

164 

75 

97 

129 

76 

107 

43 

91 

82 

112 

106 

133 

106 

106 

RT EXP RT REL RT 

4.596 4.596 (0.637) 

4.672 4.672 (0.648) 

4.726 4.726 (0.655) 

5.324 5.324 (0.738) 

5.400 5.400 (0.749) 

5.639 5.639 (0.782) 

5.932 5.932 (0.822) 

6.051 6.051 (0.839) 

6.149 6.149 (0.852) 

6.149 6.149 (0.852) 

6.236 6.236 (0.864) 

6.355 6.355 (0.881) 

6.420 6.420 (0.890) 

6.431 6.431 (0.892) 

6.562 6.562 (0.910) 

6.562 6.562 (0.910) 

6.811 6.811 (0.944) 

6.942 6.942 (0.962) 

7.007 7.007 (0.971) 

7.213 7.213 (1.000) 

7.355 7.355 (1.020) 

7.376 7.376 (1.023) 

7.756 7.756 (1.075) 

7.854 7.854 (1. 089) 

7.908 7.908 (1.096) 

8.353 8.353 (1.158) 

8.407 8.407 (1.166) 

8.483 8.483 (1.176) 

8.635 8.635 (0.864) 

8.679 

9.005 

9.027 

9.037 

9.179 

9.341 

9.428 

8.679 (0.869) 

9.005 (1.248) 

9.027 (0.903) 

9.037 (0.904) 

9.179 (0.918) 

9.341 (0.935) 

9.428 (0.944) 

9.569 9.569 (0.958) 

9.721 9.721 (0.973) 

9.949 9.949 (0.996) 

9.993 9.993 (1.000) 

10.004 10.004 (1.001) 

10.004 10.004 (1. 001) 

10.058 10.058 (1. 007) 

10.124 10.124 (1. 013) 

10.504 10.504 (1.051) 

RESPONSE 

14739 

16437 

30795 

26480 

27734 

24344 

41129 

21855 

17069 

23861 

8980 

26586 

13162 

156026 

14413 

13738 

17081 

60392 

84857 

18775 

515199 

17682 

15050 

10864 

17788 

19662 

29897 

1142 

24432 

43990 

493810 

63455 

19914 

8018 

19558 

13452 

15396 

24413 

14758 

15003 

19667 

223971 

39485 

18303 

11622 

46718 

21977 

AMOUNTS 

CAL-AMT 

( ppb) 

5.00000 

5.00000 

5.00000 

5.00000 

25.0000 

5.00000 

10.0000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

50.0000 

5.00000 

5.00000 

5.00000 

5.00000 

50.0000 

5.00000 

50.0000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

10.0000 

50.0000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

50.0000 

5.00000 

5.00000 

5.00000 

10.0000 

5.00000 

ON-COL 

( ppb) 

5.19 

4.68 

5.08 

5.07 

22.1 

4.95 

9.67 

4.71 

4.87 

4.66 

5.36 

5.00 

4.78 

50.5 

4.53 

4.81 

4.08 

4.76 

49.4 

4.88 

4.54 

4.97 

4.83 

4.40 

4.91 

4.95 

9.82 

4.60 

9.19 

50.5 

5.33 

4.54 

4.71 

4.81 

5.04 

4.99 

4.57 

4.81 

4.63 

5.37 

5.04 

4.74 

4.76 

10.1 

4.75 

Page 2 

SIMILARITY 

5292 

7868 (H2) 

7835 

9295 

6719 

9133 

9085 

(M1) 

o 

8775 

86 



Data File: /var/chem/msv5.i/2090114.b/i2726.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

90 Styrene 

91 Bromoform ++ 

93 Isopropy1benzene 

$ 94 Bromofluorobenzene 

95 n-Propy1benzene 

96 Bromobenzene 

97 1,1,2,2-Tetrachloroethane++ 

98 2-Ch1orotoluene 

99 1,3,5-Trimethy1benzene 

100 1,2,3-Trichloropropane 

101 trans-1,4-Dichloro-2-Butene 

103 4-Ch1oroto1uene 

M 124 TOTAL XYLENE 

104 tert-butylbenzene 

106 1,2,4-Trimethylbenzene 

107 sec-Butylbenzene 

108 p-Isopropyltoluene 

110 1,3-Dichlorobenzene 

* 111 1,4-DICHLOROBENZENE-D4 

112 1,4-Dichlorobenzene 

115 n-Butylbenzene 

116 1,2-Dichlorobenzene 

120 1,2-Dibromo-3-Chloropropane 

122 Hexachlorobutadiene 

123 1,2,4-Trichlorobenzene 

125 Naphthalene 

126 1,2,3-Trichlorobenzene 

QC Flag Legend 

QUANT SIG 

MASS 

104 

173 

105 

174 

91 

77 

83 

91 

105 

75 

53 

91 

106 

91 

105 

105 

119 

146 

152 

146 

91 

146 

157 

225 

180 

128 

180 

RT EXP RT REL RT 

10.547 10.547 (1.055) 

10.590 10.590 (1.060) 

10.764 10.764 (1.077) 

11.036 11.036 (1.104) 

11.123 11.123 (0.920) 

11.134 11.134 (0.921) 

11.177 11.177 (0.924) 

11.286 11.286 (0.933) 

11.275 11.275 (0.933) 

11.319 11.319 (0.936) 

11.340 11.340 (0.938) 

11.438 11.438 (0.946) 

11.590 11.590 (0.959) 

11.655 11.655 (0.964) 

11.764 11.764 (0.973) 

11.884 11.884 (0.983) 

12.014 12.014 (0.994) 

12.090 12.090 (1.000) 

12.101 12.101 (1.001) 

12.329 12.329 (1.020) 

12.568 12.568 (1.040) 

13.566 13.566 (1.122) 

14.445 14.445 (1.195) 

14.543 14.543 (1.203) 

14.955 14.955 (1.237) 

15.161 15.161 (1.254) 

RESPONSE 

37874 

8270 

51185 

130819 

57175 

29953 

19864 

44912 

39175 

20796 

3266 

39862 

68695 

18155 

38202 

45949 

32390 

22284 

163226 

24090 

24199 

23397 

2256 

3053 

8676 

22025 

10607 

M1- Compound response manually integrated because 
Target system did not integrate. 

M2- Compound response manually integrated because 
Target system integrated incorrectly. 

M3- Compound response manually integrated because 
Target system integrated incorrect peak. 

AMOUNTS 

CAL-AMT 

( ppb) 

5.00000 

5.00000 

5.00000 

50.0000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

15.0000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

50.0000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

5.00000 

ON-COL 

ppb) 

4.82 

4.60 

4.78 

53.3 

4.59 

5.09 

4.98 

4.89 

4.70 

4.62 

4.32 

4.80 

14.8 

4.25 

4.49 

4.57 

4.36 

4.72 

4.67 

5.87 

5.14 

5.85 

5.95 

5.89 

6.03 

5.09 

Page 3 

SIMILARITY 

(M3) 
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Data file /var/chem/msv5.i/2090114.b/i2726.d Page: 1 
Report Date: 01/14/2009 12:31 

MANUAL INTEGRATION GRAPHIC REPORT 

Lab ID 
Injection Date: 

1201 
01/14/2009 10:03 
JCK 
1201*V5STD005 

SampleType 
Instrument 

MSV-15210-*1*WAS 
/var/chem/msv5.i/2090114.b/8260Bw5.m 
1.00 
WATER 

CALIB_1 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator HP RTE Compound Sublist: 8260b 

If' Ci.....statlon HS i2726.d 

Original Final 
================================================================================ 

8.0-:; 

7.0~ 
6.9~ 
5.0"'§ 

4.0~ 
3.0~ 
2.0"'§ 

21 Hexane 
If' HS Orlginal.d. Ion 57.00 

1.0~ 
oo..::.,=~~~~~~~~~~~~~ 
., 4.20 4.30 4.40 4.50 4.60 4.70 4.80 4.90 5.00 5.10 

, i 

CAS#: 110-54-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:43 

65 2-Chloroethyl vinyl ether CAS#: 110-75-8 

1.4-': 

1.2-': 
1.0-:: 

0.8-': 

0.6-: 

0.4-: 

HP lIS Orlglnal.d. Ion 63.00 

0.2-:: \ 
0.0"::"-........,.....,.,..,..,...,....,.........,..,.,.."" I I In I .................... ".,.y'" I' .......... ,..,....,.,. 

8.00 8.10 8.20 :;:2 (~i~ 8.50 8.60 8.70 8.80 8.90 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 12:18 

8.0-:; 

7.0~ 
6.0"'§ 

5.0~ 
4.0~ 
3.0~ 

2.0"'§ 

1.0~ 

1.4-': 

1.2-: 

1.0-:: 

0.8-': 

0.6-: 

0.4-: 

Reason: M2 
HP HS i2726.d. Ion 57.00 

Reason: M1 
HP HS 12726.d. Ion 63.00 

0.2-:: It J 
0.0"::"-'TTT",-.-rr'T'TT"TTT..-r-rf,,, "l'l-I"o.a,.,.,., ....... t¥," I'>-rr.TTTT-rf 

8.00 8.10 8.20 :i! (~i~~ 8.50 8.60 8.70 8.80 8.90 



Data file /var/chem/msv5.i/2090114.b/i2726.d Page: 2 
Report Date: 01/14/2009 12:31 

Original Final 
================================================================================ 

126 1,2,3-Trichlorobenzene CAS#: 87-61-6 

5.0-= 

4.0~ 

3.0':; 

2.0-= 

HP I1S Origlnal.d, Ion 180.00 

:::-"..,~ .....,....,,.,.,..,'TT'T'.,..,..,., .......... -rll. " /-rrrTTTTTTT""T"TT1"""""''''''''''' 
14.70 14.80 14.90 15.~;:.[~i~.20 15.30 15.40 15.50 15.60 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:43 

M1 - Target system did not integrate 
M2 - Target system integrated incorrectly 
M3 - Target system integrated incorrect peak 

5.0-= 

4.0~ 

3.0-: 

2.0-= 

1.0~ 

Reason: M3 
HP lIS 1272Ei.d, Ion 180.00 



Data File: /var/chem/msv5.i/2090114.b/i2727.d 
Report Date: 14-Jan-2009 12:31 

GCAL, Inc. 

Data file : /var/chem/msv5.i/2090114.b/i2727.d 

Page 1 

Lab Smp Id: 1208 Client Smp ID: V5STD010 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 
Method 
Meth Date 
Cal Date 
Als bottle: 
Dil Factor: 

14-JAN-2009 10:25 
JCK Inst ID: msv5.i 
1208*V5STD010 
MSV~15210~*1*WAS 

/var/chem/msv5.i/2090114.b/8260Bw5.m 
14-Jan-2009 12:31 jck Quant Type: ISTD 
14-JAN-2009 10:25 Cal File: i2727.d 
10 Calibration Sample, 
1.00000 

Level: 8 

Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Cpnd Variable 

Compounds 

Value 

1. 00000 
5.00000 
5.00000 
1. 00000 

========================== 

1 Dichlorodifluoromethane 

2 Chloromethane ++ 

3 Vinyl Chloride + 

5 Bromomethane 

8 Chloroethane 

9 Trichlorofluoromethane 

11 1,1-Dichloroethene + 

12 Carbon Disulfide 

13 1,1,2Trichlotrifluoroethane 

14 Methyl Iodide 

15 Acrolein 

17 Methylene Chloride 

1:8 Acetone 

19 trans-1,2-Dich1oroethene 

QUANT SIG 

MASS 

85 

50 

62 

94 

64 

101 

96 

76 

101 

142 

56 

49 

43 

61 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

AMOUNTS 

CAL-AMT 

RT EXP RT REL RT RESPONSE ( ppb) 

====== ====== ======== 

1.892 1. 892 (0 .262) 32317 10.0000 

2.109 2.109 (0 .292) 54642 10.0000 

2.207 2.207 (0.306) 38986 10.0000 

2.576 2.576 (0.357) 23333 10.0000 

2.728 2.728 (0 .378) 21516 10.0000 

2.891 2.891 (0.401) 28082 10.0000 

3.532 3.532 (0.490) 19992 10.0000 

3.564 3.564 (0.494) 74485 10.0000 

3.597 3.597 (0 .499) 22331 10.0000 

3.716 3.716 (0.515) 23731 10.0000 

4.010 4.010 (0.556) 15265 50.0000 

4.346 4.346 (0.602) 41084 10.0000 

4.433 4.433 (0.615) 20528 10.0000 

4.564 4.564 (0.633) 36064 10.0000 

ON-COL 

( ppb) SIMILARITY 

========== 

9.80 

10.2 

9.77 

10.1 

10.1 

10.2 

9.18 

9.66 

9.74 

9.40 

48.9 

9.74 

9.60 

9.73 



Data File: /var/chem/msv5.i/2090114.b/i2727.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

20 Methyl Acetate 

21 Hexane 

22 MTBE 

27 1,1-Dich1oroethane ++ 

29 Acrylonitrile 

30 Vinyl Acetate 

M 61 Total 1,2-Dich1oroethene 

31 cis-1,2-Dich1oroethene 

32 2,2-Dichloropropane 

34 Cyclohexane 

33 Bromochloromethane 

35 Chloroform + 

36 Carbon Tetrachloride 

$ 39 Dibromofluoromethane 

40 1,1,1-Trichloroethane 

42 2-Butanone 

43 1,1-Dichloropropene 

45 Benzene 

$ 48 1,2-Dichloroethane-d4 

49 1,2-Dichloroethane 

* 52 FLUOROBENZENE 

53 Methyl Cyclohexane 

54 Trichloroethene 

57 Dibromomethane 

59 1,2-Dichloropropane + 

60 Bromodichloromethane 

64 1-Bromo-2-chloroethane 

65 2-Chloroethyl vinyl ether 

66 cis-1,3-Dichloropropene 

M 6 1-3 Dichloropropene-Total 

$ 67 Toluene-d8 

69 Toluene + 

71 4-methyl-2-pentanone 

72 Tetrachloroethene 

73 trans-1,3-Dichloropropene 

75 1,1,2-Trichloroethane 

76 Dibromochloromethane 

77 1,3-Dich1oropropane 

79 1,2-Dibromoethane(EDB) 

80 2-Hexanone 

82 1-Chlorohexane 

83 CHLOROBENZENE-d5 

84 Chlorobenzene ++ 

85 Ethylbenzene + 

86 1,1,1,2-Tetrach1oroethane 

87 p,m-Xylene 

89 o-Xylene 

QUANT SIG 

MASS 

43 

57 

73 

63 

53 

43 

61 

61 

77 

56 

128 

83 

117 

111 

97 

43 

75 

78 

67 

62 

96 

83 

130 

93 

63 

83 

63 

63 

75 

100 

98 

91 

43 

164 

75 

97 

129 

76 

107 

43 

91 

82 

112 

106 

133 

106 

106 

RT EXP RT REL RT 

4.607 4.607 (0.639) 

4.672 4.672 (0.648) 

4.727 4.727 (0.655) 

5.324 5.324 (0.738) 

5.400 5.400 (0.749) 

5.639 5.639 (0.782) 

5.943 5.943 (0.824) 

6.051 6.051 (0.839) 

6.138 6.138 (0.851) 

6.149 6.149 (0.852) 

6.236 6.236 (0.864) 

6.367 6.367 (0.883) 

6.421 

6.432 

6.421 (0.890) 

6.432 (0.892) 

6.562 6.562 (0.910) 

6.562 6.562 (0.910) 

6.812 6.812 (0.944) 

6.942 6.942 (0.962) 

7.008 7.008 (0.971) 

7.214 7.214 (1.000) 

7.355 7.355 (1.020) 

7.366 7.366 (1.021) 

7.768 7.768 (1. 077) 

7.855 7.855 (1.089) 

7.909 7.909 (1.096) 

8.354 8.354 (1.158) 

8.408 8.408 (1.166) 

8.474 8.474 (1.175) 

8.637 8.637 (0.865) 

8.680 8.680 (0.869) 

9.006 9.006 (1.248) 

9.017 9.017 (0.903) 

9.039 9.039 (0.905) 

9.180 

9.343 

9.419 

9.571 

9.180 (0.919) 

9.343 (0.936) 

9.419 (0.943) 

9.571 (0.959) 

9.723 9.723 (0.974) 

9.951 9.951 (0.997) 

9.983 9.983 (1.000) 

10.005 

10.005 

10.049 

10.125 

10.505 

10.005 (1. 002) 

10.005 (1.002) 

10.049 (1. 007) 

10.125 (1.014) 

10.505 (1. 052) 

RESPONSE 

26447 

33767 

59145 

49245 

60913 

43807 

79579 

43515 

35416 

45540 

16515 

47696 

26818 

148123 

29644 

27400 

39374 

119303 

85048 

36965 

490620 

35798 

27982 

22218 

38980 

36626 

55711 

2344 

48618 

87397 

485648 

119000 

41163 

17441 

38779 

25457 

29877 

51670 

30455 

31247 

32439 

219969 

77800 

38372 

23730 

88643 

42847 

AMOUNTS 

CAL-AMT 

( ppb) 

10.0000 

10.0000 

10.0000 

10.0000 

50.0000 

10.0000 

20.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

50.0000 

10.0000 

10.0000 

10.0000 

10.0000 

50.0000 

10.0000 

50.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

20.0000 

50.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

50.0000 

10.0000 

10.0000 

10.0000 

20.0000 

10.0000 

ON-COL 

( ppb) 

9.77 

10.1 

10.2 

9.91 

50.9 

9.36 

19.6 

9.86 

10.6 

9.34 

10.4 

9.85 

10.2 

50.3 

9.78 

10.1 

9.89 

9.87 

51. 9 

10.1 

9.66 

9.70 

10.4 

10.1 

9.61 

9.68 

12.3 

9.62 

19.2 

50.5 

10.2 

9.86 

10.4 

9.71 

9.71 

9.85 

9.85 

10.1 

9.82 

9.03 

10.1 

10.1 

9.89 

19.5 

9.42 

Page 2 

SIMILARITY 

4626 

8743 

8476 

9394 

7296 

9432 

9490 

o 

9189 

(M2H) 



Data File: /var/chem/msvS.i/2090114.b/i2727.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

90 Styrene 

91 Bromoform ++ 

93 Isopropylbenzene 

$ 94 Bromofluorobenzene 

95 n-Propylbenzene 

96 Bromobenzene 

97 1,1,2,2-Tetrachloroethane++ 

98 2-Chlorotoluene 

99 1,3,5-Trimethylbenzene 

100 1,2,3-Trichloropropane 

101 trans-1,4-Dichloro-2-Butene 

103 4-Chlorotoluene 

M 124 TOTAL XYLENE 

104 tert-butylbenzene 

106 1,2,4-Trimethylbenzene 

107 sec-Butylbenzene 

108 p-Isopropyltoluene 

110 1,3-Dichlorobenzene 

* 111 1,4-DICHLOROBENZENE-D4 

112 1,4-Dichlorobenzene 

115 n-Butylbenzene 

116 1,2-Dichlorobenzene 

120 1,2-Dibromo-3-Chloropropane 

122 Hexachlorobutadiene 

123 1,2,4-Trichlorobenzene 

125 Naphthalene 

126 1,2,3-Trichlorobenzene 

QC Flag Legend 

QUANT SIG 

MASS 

104 

173 

105 

174 

91 

77 

83 

91 

105 

75 

53 

91 

106 

91 

105 

105 

119 

146 

152 

146 

91 

146 

157 

225 

180 

128 

180 

RT EXP RT REL RT 

10.549 10.549 (1. 057) 

10.592 10.592 (1.061) 

10.766 10.766 (1. 078) 

11.027 11.027 (1.104) 

11.125 11.125 (0.920) 

11.136 11.136 (0.921) 

11.190 11.190 (0.925) 

11.288 11.288 (0.933) 

11.277 11.277 (0.933) 

11.332 11.332 (0.937) 

11.353 11.353 (0.939) 

11.440 11.440 (0.946) 

11. 592 11. 592 (0.959) 

11.658 11.658 (0.964) 

11. 756 11. 756 (0.972) 

11.886 11.886 (0.983) 

12.016 12.016 (0.994) 

12.093 12.093 (1.000) 

12.104 12.104 (1.001) 

12.332 12.332 (1.020) 

12.571 12.571 (1.040) 

13.569 13.569 (1.122) 

14.459 14.459 (1.196) 

14.535 14.535 (1.202) 

14.947 14.947 (1.236) 

15.164 15.164 (1.254) 

RESPONSE 

73482 

16498 

105289 

116014 

115331 

56657 

41806 

88463 

77191 

41861 

9214 

77313 

131490 

41195 

82410 

95870 

70496 

45210 

153526 

45449 

51566 

41808 

4652 

6383 

16232 

46030 

19272 

M2- Compound response manually integrated because 
Target system integrated incorrectly. 

M3- Compound response manually integrated because 
Target system integrated incorrect peak. 

H - Operator selected an alternate compound hit. 

AMOUNTS 

CAL-AMT 

( ppb) 

10.0000 

10.0000 

10.0000 

50.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

30.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

50.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

10.0000 

ON-COL 

( ppb) 

9.51 

9.35 

10.0 

48.1 

9.84 

10.2 

11.1 

10.2 

9.85 

9.88 

10.7 

9.89 

28.9 

10.3 

10.3 

10.1 

10.1 

10.2 

9.37 

10.3 

9.77 

10.3 

11.2 

9.56 

9.79 

9.83 

Page 3 
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Data File: Ivar/oheffllfflsv5.i/2090114.b/i2727.a 
Date : 14-JAN-2009 10:25 
Client ID: V5STD010 
Safflple Info: 1208*V5STD010 
Purge Voluffle: 5.0 
Coluffln phase: RTX-VMS-30M 

3.6.§ 

3.5~ 
3.4~ 
3.3~ 
3.2.§ 

3.1~ 
3.0~ 
2.9~ 
2.8~ 
2.7.§ 

2.6~ 
2.5~ 
2.4~ 
2.3.§ 
2.2.§ 

2.1~ 
2.0~ 
1.9~ 
1.8.§ 
1.7.§ 

1.6~ 
1.5~ 
1.4.§ 
1.3.§ 

1.2~ 
1.1~ 
1.0~ 
0.9.§ 
0.8.§ 

0.7~ 
0.6~ 
0.5.§ 

0.4~ 
0.3~ 

0.2~ 
O.1~ 

2 3 4 5 

+ ... c 
IlJ .s: .., 
... 
s: 
0 
I-
0 
::l .... 
"" 0 s: 
0 
I-

.£/ ..... 
1=1 
I 

6 

Instrufflent: fflsv5.i 

Operator: JCK 
Coluffln aiaffleter: 0.25 

Ivar/oheffllfflsv5.i/2090114.b/i2727.a 

.... 
"1:l 
I ... 
C 
IlJ .s: .., ... 
0 
I-
0 .... 
.s: 
0 ..... 

1=1 

~ , 
r 

7 

UI 
:z: 
UI 
N :z: 
UI 
.". 
0 
II<: 
g 
..J 

't 

8 
Min 

+ 
!g 
I 

UI :z: 
+ 
~ 

UI 
N 

I 
:z: 

... UI 

c 
.". 

... 
0 

::l 
II<: 

.... 0 

0 
..J 

I-
:::c 

I 
(.) 
I 

I 
9 10 

Page 1 
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1=1 
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UI 
:z: 
UI 

... c ~ 
~ 

UI 
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... 
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II<: 
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I-
..J 
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:::c 
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<: 
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Data file /var/chem/msv5.i/2090114.b/i2727.d Page: 1 
Report Date: 01/14/2009 12:31 

MANUAL INTEGRATION GRAPHIC REPORT 

Lab ID 
InJection Date: 

1208 
01/14/2009 10:25 
JCK 
1208*V5STD010 

SampleType 
Instrument 

MSV~15210~*1*WAS 

/var/chem/msv5.i/2090114.b/8260Bw5.m 
1. 00 
WATER 

CALIB_8 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator HP RTE Compound Sublist: 8260b 

3.6-: 
3.3-: 
3.0-: 
2.7-: 

2.4-: 

2.1-: 

1.8-: 
1.5-: 
1.2-: 
0.9-: 

0.6-: 
0.3-: 

HI' ChelllStatlon HS i2727.d 

~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ 
2 3 4 5 6 8 9 10 u 12 13 14 15 

in) 

Original Final 
================================================================================ 

65 2-Chloroethyl vinyl ether CAS:JI:: 110-75-8 

2.7-: 
2.4-: 
2.1-:: 
1.8-: 
1.5-: 
1.2-:: 
0.9-: 
0.6-: 

HP MS OrI,lnal.d, Ion 63.00 

0.3-:: I l.l 
0.0..:;,.,..,.....,... ........ ,..,..,..,"T'T""",...J.f-r,..,...:;:'noIn:.,...,.., ~...,o:rrt" , I 

8.00 8.10 8.20 ~i! (~i:S 8.50 8.60 8.70 8.80 8.90 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 12:18 

126 1,2,3-Trichlorobenzene CAS:JI:: 87-61-6 

9.0~ 
8.0~ 
7.0~ 
6.0~ 
5.0~ 
4.0'; 
3.0-§ 
2.9-§ 
1.0'; 

HI' HS Or-1e;lnal.d, Ion 180.00 

0.0 = I I I I 11 ......... 'T""",.,.,.,.........,,..,..,..,'f"TT" 
. 14.7014.80 14.90 15.00 15.10 15.20 15.30 15.40 15.50 15.60 

T 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:43 

2.7-: 
2.4-: 
2.1-:: 
1.8-: 
1.5-: 
1.2-:: 
0.9-: 
0.6-: 
0.3-:: 

Reason: M2 

HI' lIS 12727 .d, Ion 63.00 

0.0 - , , I ............. TT'M"TT 

9.0~ 

8.0i 
7.0"': 
6.0~ 
5.0'; 
4.0'; 
3.0-§ 

8.00 8.10 8.20 8.30 8.40 8.50 8.60 8.70 8.80 8. go 
. (M 

Reason: M3 
HI' MS 12727.d, Ion 180.00 

2.0-§ J 
1.0'; I \ , 
0.0":'= 'T""",..,.,............,,..,..,..,"f"'"T'o+r'r......-r\l. ............ T""'....,........,.,.,. ......... TTT"' 

14.70 14.80 14.9015.~~.Z~I~3.2O 15.30 15.40 15.5015.60 



Data file : /var/chem/msv5.i/2090114.b/i2727.d 
Report Date: 01/14/2009 12:31 

M2 - Target system integrated incorrectly 
M3 - Target system integrated incorrect peak 

Page: 2 



Data File: /var/chem/msv5.i/2090114.b/i2728.d 
Report Date: 14-Jan-2009 12:31 

GCAL, Inc. 

Data file : /var/chem/msv5.i/2090114.b/i2728.d 

Page 1 

Lab Smp Id: 1202 Client Smp ID: V5STD020 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

14-JAN-2009 10:48 
JCK 
1202*V5STD020 
MSV-15210-*1*WAS 

Inst ID: msv5.i 

Method /var/chem/msv5.i/2090114.b/8260Bw5.m 
Meth Date 14-Jan-2009 12:31 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 10:48 Cal File: i2728.d 
Als bottle: 11 Calibration Sample, Level: 2 
Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Cpnd Variable 

Compounds 

Value 

1.00000 
5.00000 
5.00000 
1. 00000 

======-=================== 

1 Dichlorodifluoromethane 

2 Chloromethane ++ 

3 Vinyl Chloride + 

5 Bromomethane 

8 Chloroethane 

9 Trichlorofluoromethane 

11 1,1-Dichloroethene + 

12 Carbon Disulfide 

13 1,1,2Trichlotrifluoroethane 

14 Methyl Iodide 

15 Acrolein 

17 Methylene Chloride 

18 Acetone 

19 trans-1,2-Dichloroethene 

QUANT SIG 

MASS 

85 

50 

62 

94 

64 

101 

96 

76 

101 

142 

56 

49 

43 

61 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

AMOUNTS 

CAL-AMT 

RT EXP RT REL RT RESPONSE ( ppb) 

====== ====== ======== 

1.892 1.892 (0.262) 62982 20.0000 

2.109 2.109 (0.292) 102895 20.0000 

2.207 2.207 (0.306) 78661 20.0000 

2.576 2.576 (0.357) 42342 20.0000 

2.728 2.728 (0.378) 38702 20.0000 

2.902 2.902 (0.402) 54234 20.0000 

3.532 3.532 (0.489) 40527 20.0000 

3.565 3.565 (0.494) 149939 20.0000 

3.597 3.597 (0.499) 44995 20.0000 

3.717 3.717 (0.515) 54305 20.0000 

4.010 4.010 (0.556) 33183 100.000 

4.347 4.347 (0.602) 79877 20.0000 

4.434 4.434 (0.615) 36889 20.0000 

4.564 4.564 (0.633) 69877 20.0000 

ON-COL 

( ppb) SIMILARITY 

========== 

19.2 

19.3 

19.8 

18.4 

18.2 

19.8 

18.7 

19.5 

19.8 

17.9 

107 

19.1 

20.3 

19.0 



Data File: /var/chem/msvS.i/2090114.b/i2728.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

20 Methyl Acetate 

21 Hexane 

22 MTBE 

27 1,1-Dichloroethane ++ 

29 Acrylonitrile 

30 Vinyl Acetate 

M 61 Total 1,2-Dichloroethene 

31 cis-1,2-Dichloroethene 

32 2,2-Dichloropropane 

34 Cyclohexane 

33 Bromochloromethane 

35 Chloroform + 

36 Carbon Tetrachloride 

$ ~9 Dibromofluoromethane 

40 1,1,1-Trichloroethane 

42 2-Butanone 

43 1,1-Dichloropropene 

45 Benzene 

$ 48 1,2-Dichloroethane-d4 

49 1,2-Dichloroethane 

* 52 FLUOROBENZENE 

53 Methyl Cyclohexane 

54 Trichloroethene 

57 Dibromomethane 

59 1,2-Dichloropropane + 

60 Bromodichlorornethane 

64 1-Brorno-2-chloroethane 

65 2-Chloroethyl vinyl ether 

66 cis-1,3-Dichloropropene 

M 6 1-3 Dichloropropene-Total 

$ 67 Toluene-d8 

69 Toluene + 

71 4-rnethyl-2-pentanone 

72 Tetrachloroethene 

73 trans-1,3-Dichloropropene 

75 1,1,2-Trichloroethane 

76 Dibromochlorornethane 

77 1,3-Dichloropropane 

79 1,2-Dibrornoethane(EDB) 

80 2-Hexanone 

82 1-Chlorohexane 

* 83 CHLOROBENZENE-d5 

84 Chlorobenzene ++ 

85 Ethylbenzene + 

86 1,1,1,2-Tetrachloroethane 

87 p,m-Xylene 

89 o-Xylene 

QUANT SIG 

MASS 

43 

57 

73 

63 

53 

43 

61 

61 

77 

56 

128 

83 

117 

111 

97 

43 

75 

78 

67 

62 

96 

83 

130 

93 

63 

83 

63 

63 

75 

100 

98 

91 

43 

164 

75 

97 

129 

76 

107 

43 

91 

82 

112 

106 

133 

106 

106 

RT EXP RT REL RT 

4.608 4.608 (0.639) 

4.673 4.673 (0.648) 

4.727 4.727 (0.655) 

5.325 5.325 (0.738) 

5.401 5.401 (0.749) 

5.640 5.640 (0.782) 

5.933 5.933 (0.822) 

6.052 6.052 (0.839) 

6.139 6.139 (0.851) 

6.150 6.150 (0.852) 

6.226 6.226 (0.863) 

6.368 6.368 (0.883) 

6.422 6.422 (0.890) 

6.433 6.433 (0.892) 

6.563 6.563 (0.910) 

6.563 6.563 (0.910) 

6.813 6.813 (0.944) 

6.943 6.943 (0.962) 

7.009 7.009 (0.971) 

7.215 7.215 (1.000) 

7.356 7.356 (1.020) 

7.367 7.367 (1.021) 

7.769 7.769 (1. 077) 

7.856 7.856 (1.089) 

7.910 7.910 (1.096) 

8.356 8.356 (1.158) 

8.399 8.399 (1.164) 

8.475 8.475 (1.175) 

8.638 8.638 (0.865) 

8.682 8.682 (0.869) 

9.008 9.008 (1.248) 

9.029 9.029 (0.904) 

9.040 9.040 (0.905) 

9.182 9.182 (0.919) 

9.345 

9.421 

9.562 

9.725 

9.953 

9.986 

9.345 (0.936) 

9.421 (0.943) 

9.562 (0.958) 

9.725 (0.974) 

9.953 (0.997) 

9.986 (1.000) 

10.007 10.007 (1. 002) 

10.007 10.007 (1.002) 

10.051 10.051 (1. 007) 

10.127 10.127 (1.014) 

10.507 10.507 (1. 052) 

RESPONSE 

55049 

68264 

118042 

94382 

122480 

101253 

154380 

84503 

65349 

97581 

32160 

93631 

55153 

144810 

59526 

55046 

75677 

237244 

79656 

76535 

487342 

72884 

56644 

42110 

75954 

75685 

121242 

4533 

100587 

183315 

494047 

234793 

86005 

37781 

82728 

55577 

60431 

110200 

64489 

68233 

68005 

231155 

153731 

76122 

48336 

188135 

90761 

AMOUNTS 

CAL-AMT 

( ppb) 

20.0000 

20.0000 

20.0000 

20.0000 

100.000 

20.0000 

40.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

50.0000 

20.0000 

20.0000 

20.0000 

20.0000 

50.0000 

20.0000 

50.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

40.0000 

50.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

50.0000 

20.0000 

20.0000 

20.0000 

40.0000 

20.0000 

ON-COL 

( ppb) 

20.5 

20.5 

20.6 

19.1 

103 

21.8 

38.2 

19.3 

19.7 

20.2 

20.3 

19.9 

21.2 

49.5 

19.8 

20.4 

19.1 

19.8 

49.0 

21.0 

19.8 

19.8 

19.8 

19.9 

20.0 

21.2 

16.7 

20.0 

40.5 

48.9 

19.1 

20.7 

21.5 

19.7 

20.2 

19.0 

20.0 

20.4 

20.4 

18.0 

19.0 

19.1 

19.2 

39.3 

19.0 

Page 2 

SIMILARITY 

4757 

9151 (M2) 

8875 

9350 

8281 

9417 

9537 

(M2H) 

o 

9511 

sa 



Data File: /var/chem/msv5.i/2090114.b/i2728.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

90 Styrene 

91 Bromoform ++ 

93 Isopropylbenzene 

$ 94 Bromofluorobenzene 

95 n-Propylbenzene 

96 Bromobenzene 

97 1,1,2,2-Tetrachloroethane++ 

98 2-Ch1orotoluene 

99 1,3,5-Trimethylbenzene 

100 1,2,3-Trichloropropane 

101 trans-1,4-Dichloro-2-Butene 

103 4-Chlorotoluene 

M 124 TOTAL XYLENE 

104 tert-butylbenzene 

106 1,2,4-Trimethylbenzene 

107 sec-Butylbenzene 

108 p-Isopropylto1uene 

110 1,3-Dichlorobenzene 

* 111 1,4-DICHLOROBENZENE-D4 

112 1,4-Dichlorobenzene 

115 n-Butylbenzene 

116 1,2-Dichlorobenzene 

120 1,2-Dibromo-3-Chloropropane 

122 Hexachlorobutadiene 

123 1,2,4-Trichlorobenzene 

125 Naphthalene 

126 1,2,3-Trichlorobenzene 

QC Flag Legend 

QUANT SIG 

MASS 

104 

173 

105 

174 

91 

77 

83 

91 

105 

75 

53 

91 

106 

91 

105 

105 

119 

146 

152 

146 

91 

146 

157 

225 

180 

128 

180 

RT EXP RT REL RT 

10.551 10.551 (1.057) 

10.595 10.595 (1.061) 

10.768 10.768 (1.078) 

11.029 11.029 (1.105) 

11.127 11.127 (0.921) 

11.138 11.138 (0.922) 

11.182 11.182 (0.925) 

11.280 11.280 (0.933) 

11.280 11.280 (0.933) 

11.334 11.334 (0.938) 

11.345 11.345 (0.939) 

11.432 11.432 (0.946) 

11. 595 11. 595 (0.959) 

11.650 11.650 (0.964) 

11.758 11.758 (0.973) 

11.889 11.889 (0.984) 

12.019 12.019 (0.995) 

12.085 12.085 (1.000) 

12.107 12.107 (1.002) 

12.324 12.324 (1.020) 

12.574 12.574 (1.040) 

13.572 13.572 (1.123) 

14.462 14.462 (1.197) 

14.527 14.527 (1.202) 

14.940 14.940 (1.236) 

15.157 15.157 (1.254) 

RESPONSE 

159835 

36563 

214354 

123610 

238932 

114437 

82956 

182224 

163378 

87186 

19284 

159973 

278896 

82600 

165895 

192900 

145423 

95430 

156585 

94467 

109683 

91892 

9361 

12751 

39211 

108764 

39511 

M2- Compound response manually integrated because 
Target system integrated incorrectly. 

H - Operator selected an alternate compound hit. 

AMOUNTS 

CAL-AMT 

( ppb) 

20.0000 

20.0000 

20.0000 

50.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

60.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

50.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

20.0000 

ON-COL 

ppb) 

19.7 

19.7 

19.4 

48.8 

20.0 

20.3 

21.7 

20.7 

20.4 

20.2 

20.8 

20.1 

58.3 

20.2 

20.3 

20.0 

20.4 

21.1 

19.1 

19.0 

21.1 

18.3 

20.4 

19.7 

18.8 

19.8 

Page 3 

SIMILARITY 
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Data File: Ivar/che~/~sv5.i/2090114.b/i2728.d 
Date : 14-JAN-2009 10:48 
Client ID: V5STD020 
Sa~ple Info: 1202HV5STD020 
Purge Volu~e: 5.0 
Colu~n phase: RTX-VMS-30M 

3.3~ 
3.2.§ 

3.1~ 
3.0~ 

2.9':: 

2.8.§ 

2.7.§ 

2.6~ 

2.5~ 

2.4~ 

2.3':: 

2.2.§ 

2.1~ 
2.0~ 

1.9~ 

1.8':: 

1.7.§ 

1.6~ 
1.5~ 
1.4~ 

1.3~ 

1.2.§ 

1.1.§ 

1.0~ 
0.9~ 

0.8~ 

0.7':: 

0.6.§ 

0.5~ 
0.4~ 
0.3~ 

0.2':: 

O.1.§ 

2 3 4 5 6 

Instru~ent: ~sv5.i 

Operator: JCK 
Colu~n dia~eter: 0.25 

Ivar/che~/~sv5.i/2090114.b/i2728.d 

UI .... :z: 
~ UI 
I N 
W :z: 
l: UI 
o1J "'l 

.s:: 0 

~ 13 
!.. ...J o u.. 
.... I 

-5 ... 
j:l 
I 

N , 
..-I 
I 

7 8 
Min 

9 10 

W 
l: 

~ 
W 
.n 

~ 
j .... 

't5 
I:: 

~ 
I 

11 12 

Page 1 
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Data file /var/chem/msv5.i/2090114.b/i2728.d Page: 1 
Report Date: 01/14/2009 12:31 

MANUAL INTEGRATION GRAPHIC REPORT 

Lab ID 
Injection Date: 

1202 
01/14/2009 10:48 
JCK 
1202*V5STD020 

SampleType 
Instrument 

MSV-15210-*1*WAS 
/var/chem/msv5.i/2090114.b/8260Bw5.m 
1.00 
WATER 

CALIB_2 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator HP RTE Compound Sublist: 8260b 

HP CheJo!itatlon lIS 12728.d 

2 3 5 6 7 10 11 12 13 14 15 

Original Final 
================================================================================ 

2.7-: 
2.4-: 
2.1-: 
1.8-: 
1.5-: 
1.2-: 
0.9-: 
0.6-: 
0.3-: 

21 Hexane 
HI' lIS Orlglnal.d, Ion 57.00 

0.0...,.-TT'".,..,..,..,........,..'I'rrl.,........~"""T",..,.",.rr'n-..,.,....,...,.,.,.,..,..,..,;n-r 
4.20 4.30 4.40 4.50 4.60 .4.70 4.80 4.90 5.00 5.10 

CAS4/:: 110-54-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 10:46 

65 2-Chloroethyl vinyl ether CAS4/:: 110-75-8 

6.0-: 

5.0-: 

4.0-: 

3.0-: 

2.0-: 

1.0-: 

HP lIS Original.d, Ion 63.00 

00 - 11 W 
• " 1 I, 

7.90 8.00 8.10 8.20 T~;!O (:I'~~ 8.50 8.60 8.70 8.80 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 12:18 

2.7-: 
2.4-: 
2.1-: 
1.8-: 
1.5-: 
1.2-: 
0.9-: 
Q.6-: 
0.3-: 

Reason: M2 
HP lIS i2728.d, Ion 57.00 

0.0 - ",'l-rr~""""'"T""""""''''''' 
4.20 4.30 4.40 4.50 4.60 4.70 4.80 4.90 5.00 5.10 

6.0-: 

5.0-: 

4.0-: 

3.0-: 

2.0-: 

1.0-: 

T In 

Reason: M2 
HI' ItS 12728.d, Ion 63.00 

0.0-; , , I ........... ,......... ..... 
7.90 8.00 8.10 8.20 8.30 8.40 8.50 8.60 8.70 8.80 

lei 



Data file : /var/chem/msv5.i/2090114.b/i2728.d 
Report Date: 01/14/2009 12:31 

M2 - Target system integrated incorrectly 

Page: 2 

102 



Data File: /var/chem/msv5.i/2090114.b/i2729.d 
Report Date: 14-Jan-2009 12:31 

Data file : 
Lab Smp Id: 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

GCAL, Inc. 

/var/chem/msv5.i/2090114.b/i2729.d 
1203 Client Smp ID: V5STD050 
14-JAN-2009 11:11 
JCK Inst ID: msv5.i 
1203*V5STD050 
MSV-15210-*1*WAS 

Method /var/chem/msv5.i/2090114.b/8260Bw5.m 
Meth Date 14-Jan-2009 12:31 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11:11 Cal File: i2729.d 

Page 1 

Als bottle: 12 Calibration Sample, Level: 3 
Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Cpnd Variable 

Compounds 

Value 

1.00000 
5.00000 
5.00000 
1. 00000 

========================== 

1 Dich1orodif1uoromethane 

2 Chloromethane ++ 

3 Vinyl Chloride + 

5 Bromomethane 

8 Chloroethane 

9 Trich1orofluoromethane 

11 1,1-Dichloroethene + 

12 Carbon Disulfide 

13 1,1,2Trichlotrifluoroethane 

14 Methyl Iodide 

15 Acrolein 

17 Methylene Chloride 

18 Acetone 

19 trans-1,2-Dichloroethene 

QUANT SIG 

MASS 

85 

50 

62 

94 

64 

101 

96 

76 

101 

142 

56 

49 

43 

61 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

AMOUNTS 

CAL-AMT 

RT EXP RT REL RT RESPONSE ( ppb) 

====== ====== ======== 

1. 892 1. 892 (0.263) 168459 50.0000 

2.109 2.109 (0.293) 266274 50.0000 

2.207 2.207 (0.306) 202590 50.0000 

2.576 2.576 (0.358) 107959 50.0000 

2.728 2.728 (0.379) 106094 50.0000 

2.89l 2.891 (0.401) 141774 50.0000 

3.532 3.532 (0.490) 104518 50.0000 

3.565 3.565 (0.495) 381736 50.0000 

3.598 3.598 (0.499) 115374 50.0000 

3.717 3.717 (0.516) 161159 50.0000 

4.011 4.011 (0.557) 78977 250.000 

4.348 4.348 (0.603) 200396 50.0000 

4.434 4.434 (0.615) 86572 50.0000 

4.565 4.565 (0.633) 182702 50.0000 

ON-COL 

( ppb) SIMILARITY 

========== 

51. 4 

50.0 

51.0 

47.0 

49.9 

51.7 

48.2 

49.3 

50.6 

47.6 

255 

47.7 

52.4 

49.6 



Data File: /var/chem/msv5.i/2090114.b/i2729.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

20 Methyl Acetate 

21 Hexane 

22 MTBE 

27 1,1-Dich1oroethane ++ 

29 Acrylonitrile 

30 Vinyl Acetate 

M 61 Total 1,2-Dichloroethene 

31 cis-1,2-Dichloroethene 

32 2,2-Dichloropropane 

34 Cyclohexane 

33 Bromochloromethane 

35 Chloroform + 

36 Carbon Tetrachloride 

$ 39 Dibromofluoromethane 

40 1,1,1-Trichloroethane 

42 2-Butanone 

43 1,1-Dichloropropene 

45 Benzene 

$ 48 1,2-Dichloroethane-d4 

49 1,2-Dichloroethane 

* 52 FLUOROBENZENE 

53 Methyl Cyclohexane 

54 Trichloroethene 

57 Dibromomethane 

59 1,2-Dichloropropane + 

60 Bromodichloromethane 

64 1-Bromo-2-chloroethane 

65 2-Chloroethyl vinyl ether 

66 cis-1,3-Dichloropropene 

M I; 1-3 Dichloropropene-Tota1 

$ 67 Toluene-d8 

69 Toluene + 

71 4-methyl-2-pentanone 

72 Tetrachloroethene 

73 trans-1,3-Dichloropropene 

75 1,1,2-Trichloroethane 

76 Dibromochloromethane 

77 1,3-Dichloropropane 

79 1,2-Dibromoethane(EDB) 

80 2-Hexanone 

82 1-Chlorohexane 

* 83 CHLOROBENZENE-d5 

84 Chlorobenzene ++ 

85 Ethylbenzene + 

86 1,1,1,2-Tetrach1oroethane 

87 p,m-Xylene 

89 o-Xylene 

QUANT SIG 

MASS 

43 

57 

73 

63 

53 

43 

61 

61 

77 

56 

128 

83 

117 

111 

97 

43 

75 

78 

67 

62 

96 

83 

130 

93 

63 

83 

63 

63 

75 

100 

98 

91 

43 

164 

75 

97 

129 

76 

107 

43 

91 

82 

112 

106 

133 

106 

106 

RT EXP RT REL RT 

4.608 4.608 (0.640) 

4.674 4.674 (0.649) 

4.728 4.728 (0.656) 

5.326 5.326 (0.739) 

5.402 5.402 (0.750) 

5.641 5.641 (0.783) 

5.934 5.934 (0.823) 

6.053 6.053 (0.840) 

6.140 6.140 (0.852) 

6.151 

6.228 

6.358 

6.423 

6.434 

6.554 

6.565 

6.815 

6.945 

7.010 

7.206 

7.358 

6.151 (0.854) 

6.228 (0.864) 

6.358 (0.882) 

6.423 (0.891) 

6.434 (0.893) 

6.554 (0.909) 

6.565 (0.911) 

6.815 (0.946) 

6.945 (0.964) 

7.010 (0.973) 

7.206 (1.000) 

7.358 (1.021) 

7.369 7.369 (1.023) 

7.771 7.771 (1.078) 

7.858 7.858 (1.090) 

7.912 7.912 (1.098) 

8.347 8.347 (1.158) 

8.412 8.412 (1.167) 

8.477 8.477 (1.176) 

8.640 8.640 (0.865) 

8.684 8.684 (0.869) 

9.010 

9.021 

9.043 

9.184 

9.347 

9.423 

9.010 (1.250) 

9.021 (0.903) 

9.043 (0.905) 

9.184 (0.919) 

9.347 (0.936) 

9.423 (0.943) 

9.565 9.565 (0.958) 

9.717 9.717 (0.973) 

9.956 9.956 (0.997) 

9.989 9.989 (1.000) 

10.010 10.010 (1.002) 

10.010 10.010 (1. 002) 

10.054 10.054 (1.007) 

10.130 10.130 (1.014) 

10.511 10.511 (1.052) 

RESPONSE 

133900 

166248 

285664 

239656 

305997 

235110 

407594 

224892 

165314 

249513 

80248 

232733 

133546 

146131 

159975 

137614 

202368 

608133 

80103 

183064 

488002 

188144 

141603 

103873 

194484 

185807 

299549 

16936 

265053 

477934 

482159 

598350 

215501 

89351 

212881 

138493 

153578 

267386 

153804 

166996 

187887 

224995 

386242 

197204 

120601 

471488 

241183 

AMOUNTS 

CAL-AMT 

( ppb) 

50.0000 

50.0000 

50.0000 

50.0000 

250.000 

50.0000 

100.000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

100.000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

100.000 

50.0000 

ON-COL 

( ppb) 

49.8 

50.0 

49.7 

48.5 

257 

50.5 

101 

51.2 

49.8 

51.5 

50.6 

50.2 

51.2 

49.9 

53.1 

50.8 

51.1 

50.6 

49.2 

50.2 

51.0 

49.3 

48.8 

50.8 

49.0 

52.3 

41.2 

52.7 

105 

49.0 

50.1 

51. 9 

52.2 

52.1 

51.7 

49.5 

49.8 

49.9 

51.3 

51.1 

49.1 

50.9 

49.1 

101 

51.8 

Page 2 

SIMILARITY 

4929 

9329 (M2) 

9079 

9340 

9141 

9586 

9567 

(M2H) 

o 

9656 

104 



Data File: /var/chem/msv5.i/2090114.b/i2729.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

90 Styrene 

91 Bromoform ++ 

93 Isopropylbenzene 

$ 94 Bromofluorobenzene 

95 n-Propylbenzene 

96 Bromobenzene 

97 1,1,2,2-Tetrach1oroethane++ 

98 2-Ch1oroto1uene 

99 1,3,5-Trimethy1benzene 

100 1,2,3-Trich1oropropane 

101 trans-1,4-Dich1oro-2-Butene 

103 4-Ch1oroto1uene 

M 124 TOTAL XYLENE 

104 tert-buty1benzene 

106 1,2,4-Trimethylbenzene 

107 sec-Butylbenzene 

108 p-Isopropy1toluene 

110 1,3-Dich1orobenzene 

* 111 1,4-DICHLOROBENZENE-D4 

112 1,4-Dich1orobenzene 

115 n-Buty1benzene 

116 1,2-Dich1orobenzene 

120 1,2-Dibromo-3-Chloropropane 

122 Hexach1orobutadiene 

123 1,2,4-Trich1orobenzene 

125 Naphthalene 

126 1,2,3-Trich1orobenzene 

QC Flag Legend 

QUANT SIG 

MASS 

104 

173 

105 

174 

91 

77 

83 

91 

105 

75 

53 

91 

106 

91 

105 

105 

119 

146 

152 

146 

91 

146 

157 

225 

180 

128 

180 

RT EXP RT REL RT 

10.554 10.554 (1.057) 

10.598 10.598 (1.061) 

10.761 10.761 (1.077) 

11.033 11.033 (1.105) 

11.120 11.120 (0.920) 

11.131 11.131 (0.921) 

11.185 11.185 (0.925) 

11.283 11.283 (0.933) 

11.283 11.283 (0.933) 

11.338 11.338 (0.938) 

11.349 11.349 (0.939) 

11.436 11.436 (0.946) 

11.588 11.588 (0.959) 

11.654 11.654 (0.964) 

11.763 11.763 (0.973) 

11.893 11.893 (0.984) 

12.013 12.013 (0.994) 

12.089 12.089 (1.000) 

12.111 12.111 (1.002) 

12.329 12.329 (1.020) 

12.568 12.568 (1.040) 

13.577 13.577 (1.123) 

14.467 14.467 (1.197) 

14.533 14.533 (1.202) 

14.945 14.945 (1.236) 

15.163 15.163 (1.254) 

RESPONSE 

419026 

95146 

559786 

118313 

627176 

292823 

204579 

464964 

421243 

231368 

47908 

413139 

712671 

215125 

434181 

520737 

387284 

239822 

163164 

247796 

304760 

230153 

28136 

32795 

105436 

313626 

102708 

M2- Compound response manually integrated because 
Target system integrated incorrectly. 

H - Operator selected an alternate compound hit. 

AMOUNTS 

CAL-AMT 

( ppb) 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

150.000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

ON-COL 

( ppb) 

53.0 

52.7 

52.1 

48.0 

50.4 

49.7 

51. 3 

50.7 

50.6 

51.4 

48.1 

49.7 

153 

50.4 

51.1 

51.8 

52.2 

50.8 

48.1 

46.7 

50.6 

48.9 

47.9 

47.3 

46.9 

49.3 

Page 3 
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Data File: Ivar/che~/~sv5.i/2090114.b/i2729.a 
Date : 14-JAN-2009 11:11 
Client ID: V5STD050 
Sa~ple Info: 1203HV5STD050 
Purge Volu~e: 5.0 
Colu~n phase: RTX-VHS-30H 

3.4-

3.3-

3.2-

3.1-

3.0-

2.9-

2.8-

2.7-

2.6-

2.5-

2.4-

2.3-

2.2-

2.1-

2.0-:: 

1.9~ 
~ 1.8-= 
< = 
~ 1.7-= 
x -
v 1.6.§ 
>- 1.5.§ 

1.4~ 

1.3~ 
1.2~ 
1.1~ 

1.0~ 

0.9~ 

0.8~ 
0.7.§ 

0.6~ 

0.5~ 

0.4~ 

0.3~ 

0.2~ 

O.1~ 

2 3 4 5 6 

Instru~ent: ~sv5.i 

Operator: JCK 
Colu~n aia~eter: 0.25 

Ivar/che~/~sv5.i/2090114.b/i2729.a 

V lLJ "U :z I lLJ Go 
~ ;;: 

011 lLJ 
:5 1>1 

0 
~ IS 
I.. ::;) 
o ...J ..... u. 
"fi I .... 
~ 
I 

(IJ , 
...t 
I 

7 8 
Hin 

9 10 

Page 1 
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Data file /var/chem/msv5.i/2090114.b/i2729.d Page: 1 
Report Date: 01/14/2009 12:31 

MANUAL INTEGRATION GRAPHIC REPORT 

Lab ID 
Injection Date: 

1203 
01/14/2009 11:11 
JCK 
1203*V5STD050 

SampleType 
Instrument 

MSV-15210-*1*WAS 
/var/chem/msv5.i/2090114.b/8260Bw5.m 
1. 00 
WATER 

CALIB_3 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator HP RTE Compound Sublist: 8260b 

II' CheoIStotlon ItS i2729.d 

Original Final 
================================================================================ 

7.0-: 

6.0":: 

5.0~ 
4.0~ 

3.0~ 
2.0-: 

1.0"'§ 

21 Hexane 
HP ItS Orlglnal.d. Ion 57.00 

O.O'='= "f'TT""T"" ........ ..,......"f'TT",.....fI-.......,.~.,..,..,."......"T'1"f"',.....,..1""'"'" 
4.20 4.30 4.40 4.50 4.60 4.70 4.80 4.90 5.00 5.10 

T n) 

CAS#: 110-54-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 11:10 

65 2-Chloroethyl vinyl ether CAS#: 110-75-8 

1.4-: 

1.2~ 

1.9~ 

0.8-: 

0.6~ 
0.4-: 

0.2~ 

HP ItS Original.d. Ion 63.00 

0.0'''''-"""",,.........,.,.......,.,..,.......mn-...-,.,..;>t-A-rt''rrn.,.y,,, 1h-n"T"TTTTT" 
8.00 8.10 8.20 8.30 8.40 8.50 8.60 8.70 8.80 8.90 

i ) 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 12:17 

7.0-: 

6.0"'§ 

5.0~ 
4.0-: 

3.0~ 
2.0-: 

1.4-: 

1.2~ 

1.0~ 

0.8-: 

0.6-: 
0.4-: 

0.2-: 

Reason: M2 
HP ItS 12729.d. Ion 57.00 

Reason: M2 
II' "S i2729.d. Ion 63.00 

O.O~-.,..,..,.,;rn-'TT"" ....... .......-(, fT'Iooo...m.,..,.,.,,,,,,,,, I h-n-TT'M'" ..... 

8.00 8;10 8.20 8!30 8 •. 40 8.50 8.60 8.70 8.80 8. go 



Data file : /var/chem/msv5.i/2090114.b/i2729.d 
Report Date: 01/14/2009 12:31 

M2 - Target system integrated incorrectly 

Page: 2 
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Data File: /var/chem/msv5.i/2090114.b/i2730.d 
Report Date: 14-Jan-2009 12:31 

Data file : 
Lab Smp Id: 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

GCAL, Inc. 

/var/chem/msv5.i/2090114.b/i2730.d 
1204 Client Smp 10: V5ST0100 
14-JAN-2009 11:34 
JCK Inst ID: msv5.i 
1204*V5STD100 
MSV~15210~*1*WAS 

Method /var/chem/msv5.i/2090114.b/8260Bw5.m 
Meth Date 14-Jan-2009 12:31 jck Quant Type: ISTO 
Cal Date 14-JAN-2009 11:34 Cal File: i2730.d 

Page 1 

Als bottle: 13 Calibration Sample, Level: 4 
Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Cpnd Variable 

Compounds 

Value 

1.00000 
5.00000 
5.00000 
1.00000 

========================== 

1 Dichlorodifluoromethane 

2 Chloromethane ++ 

3 Vinyl Chloride + 
5 Bromomethane 

8 Chloroethane 

9 Trichlorofluoromethane 

11 1,1-Dichloroethene + 

12 Carbon Disulfide 

13 1,1,2Trichlotrifluoroethane 

14 Methyl Iodide 

15 Acrolein 

17 Methylene Chloride 

18 Acetone 

19 trans-1,2-Dichloroethene 

QUANT SIG 

MASS 

85 

50 

62 

94 

64 

101 

96 

76 

101 

142 

56 

49 

43 

61 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

AMOUNTS 

CAL-AMT 

RT EXP RT REL RT RESPONSE ( ppb) 

====== ====== ======== 

1.892 1.892 (1. 000) 347561 100.000 

2.109 2.109 (1. 000) 540377 100.000 

2.207 2.207 (1. 000) 421092 100.000 

2.576 2.576 (1. 000) 228914 100.000 

2.729 2.729 (1.000) 208087 100.000 

2.892 2.892 (1. 000) 294926 100.000 

3.533 3.533 (1.000) 214500 100.000 

3.565 3.565 (1. 000) 772232 100.000 

3.598 3.598 (1. 000) 238617 100.000 

3.718 3.718 (1.000) 353872 100.000 

4.011 4.011 (1.000) 161822 500.000 

4.348 4.348 (1. 000) 399970 100.000 

4.435 4.435 (1.000) 161896 100.000 

4.566 4.566 (1. 000) 369674 100.000 

ON-COL 

( ppb) SIMILARITY 

========== 

108 

103 

108 

101 

99.4 

109 

100 

101 

106 

103 

530 

96.8 

103 

102 



Data File: /var/chem/msv5.i/2090114.b/i2730.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

20 Methyl Acetate 

21 Hexane 

22 MTBE 

27 1,1-Dichloroethane ++ 

29 Acrylonitrile 

30 Vinyl Acetate 

M 61 Total 1,2-Dichloroethene 

31 cis-1,2-Dichloroethene 

32 2,2-Dichloropropane 

34 Cyclohexane 

33 Brornochlorornethane 

35 Chloroform + 
36 Carbon Tetrachloride 

$ 39 Dibromofluoromethane 

40 1,1,1-Trichloroethane 

42 2-Butanone 

43 l,l-Dichloropropene 

45 Benzene 

$ 48 1,2-Dichloroethane-d4 

49 1,2-Dichloroethane 

52 FLUOROBENZENE 

53 Methyl Cyclohexane 

54 Trichloroethene 

57 Dibrornornethane 

59 1,2-Dichloropropane + 

60 Brornodichloromethane 

64 1-Bromo-2-chloroethane 

65 2-Chloroethyl vinyl ether 

66 cis-1,3-Dichloropropene 

M 6 1-3 Dichloropropene-Total 

$ 67 Toluene-d8 

69 Toluene + 

71 4-methyl-2-pentanone 

72 Tetrachloroethene 

73 trans-1,3-Dichloropropene 

751,1,2-Trichloroethane 

76 Dibrornochloromethane 

77 1,3-Dichloropropane 

79 1,2-Dibromoethane(EDB) 

80 2-Hexanone 

82 1-Chlorohexane 

* 83 CHLOROBENZENE-d5 

84 Chlorobenzene ++ 
85 Ethylbenzene + 

86 1,1,1,2-Tetrachloroethane 

87 p,rn-Xylene 

89 o-Xylene 

QUANT SIG 

MASS 

43 

57 

73 

63 

53 

43 

61 

61 

77 

56 

128 

83 

117 

111 

97 

43 

75 

78 

67 

62 

96 

83 

130 

93 

63 

83 

63 

63 

75 

100 

98 

91 

43 

164 

75 

97 

129 

76 

107 

43 

91 

82 

112 

106 

133 

106 

106 

RT 

4.609 

4.664 

4.718 

5.327 

5.403 

5.642 

5.935 

6.055 

6.142 

6.142 

6.229 

6.359 

6.414 

6.436 

6.555 

6.566 

6.805 

6.947 

7.012 

7.208 

7.360 

7.371 

7.762 

7.860 

7.915 

8.349 

8.414 

8.480 

8.643 

8.687 

9.002 

9.024 

9.045 

9.187 

9.350 

9.426 

9.568 

9.720 

9.959 

9.992 

EXP RT REL RT 

4.609 (1.000) 

4.664 (1.000) 

4.718 (1.000) 

5.327 (1.000) 

5.403 (1.000) 

5.642 (1.000) 

5.935 (1. 000) 

6.055 (1.000) 

6.142 (1.000) 

6.142 (1.000) 

6.229 (1.000) 

6.359 (1.000) 

6.414 (1.000) 

6.436 (1.000) 

6.555 (1.000) 

6.566 (1.000) 

6.805 (1.000) 

6.947 (1.000) 

7.012 (1.000) 

7.208 (1.000) 

7.360 (1.000) 

7.371 (1.000) 

7.762 (1.000) 

7.860 (1.000) 

7.915 (1.000) 

8.349 (1.000) 

8.414 (1.167) 

8.480 (1.000) 

8.643 (0.865) 

8.687 (0.869) 

9.002 (1.000) 

9.024 (0.903) 

9.045 (0.905) 

9.187 (0.919) 

9.350 (0.936) 

9.426 (0.943) 

9.568 (0.958) 

9.720 (0.973) 

9.959 (0.997) 

9.992 (1.000) 

10.003 10.003 (1.001) 

10.014 10.014 (1.002) 

10.057 10.057 (1.007) 

10.134 10.134 (1.014) 

10.503 10.503 (1.051) 

RESPONSE 

274141 

355006 

564698 

496542 

607320 

469163 

807045 

437371 

333301 

514834 

159198 

452756 

276514 

144903 

322167 

269587 

416757 

1216651 

79767 

360514 

480612 

394995 

289860 

210785 

396395 

376297 

579956 

42683 

537182 

969929 

490453 

1208482 

441106 

184910 

432747 

270767 

310673 

541448 

320543 

343953 

420202 

227493 

772345 

405894 

241004 

967351 

496604 

AMOUNTS 

CAL-AMT 

ppb) 

100.000 

100.000 

100.000 

100.000 

500.000 

100.000 

200.000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

50.0000 

100.000 

100.000 

100.000 

100.000 

50.0000 

100.000 

50.0000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

200.000 

50.0000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

50.0000 

100.000 

100.000 

100.000 

200.000 

100.000 

ON-COL 

ppb) 

103 

108 

99.8 

102 

518 

102 

203 

101 

102 

108 

102 

99.6 

108 

50.3 

108 

101 

107 

103 

49.7 

100 

109 

103 

101 

105 

101 

103 

93.5 

108 

217 

49.3 

100 

108 

107 

105 

99.9 

99.0 

99.8 

103 

105 

113 

97.1 

104 

97.1 

205 

106 
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SIMILARITY 

5005 

9301(M2) 

9203 

9299 

9139 

(M1) 

9709 

9541 

(M3H) 

o 

9703 



Data File: /var/chem/msvS.i/2090114.b/i2730.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

90 Styrene 

91 Bromoform ++ 

93 Isopropylbenzene 

$ 94 Bromofluorobenzene 

95 n-Propylbenzene 

96 Bromobenzene 

97 1,1,2,2-Tetrachloroethane++ 

98 2-Chlorotoluene 

99 1,3,5-Trimethylbenzene 

100 1,2,3-Trichloropropane 

101 trans-1,4-Dichloro-2-Butene 

103 4-Chlorotoluene 

M 124 TOTAL XYLENE 

104 tert-butylbenzene 

106 1,2,4-Trimethylbenzene 

107 sec-Butylbenzene 

108 p-Isopropyltoluene 

110 1,3-Dichlorobenzene 

* 111 1,4-DICHLOROBENZENE-D4 

112 1,4-Dichlorobenzene 

115 n-Butylbenzene 

116 1,2-Dichlorobenzene 

120 1,2-Dibromo-3-Chloropropane 

122 Hexachlorobutadiene 

123 1,2,4-Trichlorobenzene 

125 Naphthalene 

126 1,2,3-Trichlorobenzene 

QC Flag Legend 

QUANT SIG 

MASS 

104 

173 

105 

174 

91 

77 

83 

91 

105 

75 

53 

91 

106 

91 

105 

105 

119 

146 

152 

146 

91 

146 

157 

225 

180 

128 

180 

RT EXP RT REL RT 

10.547 10.547 (1.056) 

10.601 10.601 (1. 061) 

10.765 10.765 (1.077) 

11.037 11.037 (1.105) 

11.124 11.124 (0.920) 

11.135 11.135 (0.921) 

11.189 11.189 (0.925) 

11. 288 11. 288 (0.933) 

11.288 11.288 (0.933) 

11.331 11.331 (0.937) 

11. 342 11. 342 (0.938) 

11.440 11. 440 (0.946) 

11. 593 11. 593 (0.959) 

11. 658 11. 658 (0.964) 

11.756 11.756 (0.972) 

11. 887 11. 887 (0.983) 

12.018 12.018 (0.994) 

12.094 12.094 (1.000) 

12.105 12.105 (1.001) 

12.334 12.334 (1.020) 

12.573 12.573 (1.040) 

13.572 13.572 (1.122) 

14.462 14.462 (1.196) 

14.528 14.528 (1.201) 

14.940 14.940 (1.235) 

15.158 15.158 (1.253) 

RESPONSE 

848961 

19.1536 

1155200 

122427 

1322298 

598869 

391994 

946847 

869380 

462081 

101221 

850091 

1463955 

476725 

885872 

1066506 

813446 

481752 

162898 

505028 

675112 

471046 

58678 

67417 

229231 

693112 

217426 

M1- Compound response manually integrated because 
Target system did not integrate. 

M2- Compound response manually integrated because 
Target system integrated incorrectly. 

M3~ Compound response manually integrated because 
Target system integrated incorrect peak. 

H - Operator selected an alternate compound hit. 

AMOUNTS 

CAL-AMT 

( ppb) 

100.000 

100.000 

100.000 

50.0000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

300.000 

100.000 

100.000 

100.000 

100.000 

100.000 

50.0000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

100.000 

ON-COL 

( ppb) 

106 

105 

106 

49.1 

106 

102 

98.4 

103 

105 

103 

100 

103 

311 

112 

104 

106 

110 

102 

98.1 

101 

104 

99.8 

96.9 

100 

100 

105 

Page 3 
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Data File: Ivar/che~/~sv5.i/2090114.b/i2730.d 
Date : 14-JAN-2009 11:34 

Client ID: V5STD100 
Sa~ple Info: 1204*V5STD100 
Purge Volu~e: 5.0 
Colu~n phase: RTX-VMS-30M 

3.5-
3.4-

3.3: 
3.2-= 

3.1-
3.0-

2.9-:: 
2.8-= 

2.7-

2.6-

2.5-

2.4-
2.3-

2.2: 
2.1-= 

2.0-
,.... 1.9-
-.9 
< 

~ 
" 

1.8-

1.7-

I I I 

;)- 1.6-

1.5-
1.4-

1.3-
1.2-

1.1-

1.0-
0.9-

0.8-
0.7-

0.6-

0.5-

0.4-

0.3-

0.2-

0.1-

I I /1 1 ~ 
III l ~ A,.II. ,I ~ II 1&, 'T --'J--lLll.I.4' ,. 

2 3 4 5 

I 

j 

~t \ II. 
6 

Instru~ent: ~sv5.i 

operator: JCK 
Colu~n dia~eter: 0.25 

Ivar/che~/~sv5+i/2090114.b/i2730.d 

I 
I 

I 

I 
I 

I I 
I 

I 
110 
I: 
110 

~ 
110 

v UJ 

.g 

", z 

0 

' UJ 

$.. 

110 N 

0 

I: Z 

I I i
lll 

" UJ ~ P'I 
..., 0 
110 Q: 

~ !5 

J ~I~ 
o ...J 

.... U. 
~ , 
I~ I 
IT 

J~ 11.1 'L 
I II I I ~ I 

11.1 I II.. 11.1 J J\I\I\ Il J ~ ~ , ~I 
7 8 

Min 
9 10 11 

Page 1 
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II 
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Data file /var/chem/msv5.i/2090114.b/i2730.d Page: 1 
Report Date: 01/14/2009 12:31 

MANUAL INTEGRATION GRAPHIC REPORT 

Lab ID 
Injection Date: 

1204 
01/14/2009 11:34 
JCK 
1204*V5STD100 

SampleType 
Instrument 

MSV-15210-*1*WAS 
/var/chem/msv5.i/2090114.b/8260Bw5.m 
1.00 

CALIB_4 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
DL)..ution 
Matrix 
Integrator 

WATER 
HP RTE Compound Sublist: 8260b 

3.6-: 
3.3-: 
3.0-: 
2.7-: 
2.4-: 

2.1-: 

1.8-: 
1.5-: 
1.2-: 
o.g-: 
0.6-: 
0.3-: 

IF Ch...statlon MS 12730.d 

-~~~~~~~~~~r~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ 
2 3 4 5 6 10 11 12 13 14 15 

Original Final 
================================================================================ 

1.4-: 

1.2-: 

1.0-: 
0.8-: 

0.6-: 

0.4-: 
0.2-: 

* 

2.4-: 
2.1-: 
1.8-: 
1.5-: 
1.2-: 
o.g-: 
Q.6-: 
0.3-: 

21 Hexane 
lIP MS iriclnal.d, Ion 57.00 

4.2 4.3 4.4 4.5 4.6 4.7 4.8 4.9 5.0 5.1 
H 

52 FLUOROBENZENE 
HP HS Oriclnal.d, Ion 96.00 

0.0 'I'I I~O T"TT'T'",...........,.,.......,.,.,. 
6.8 6.9 7.0 r;;! <Ji;) 7.3 7.4 7.5 7.6 7.7 

CAS#: 110-54-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 12:13 

CAS#: 462-06-6 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 12:13 

1.4-: 

1.2-: 

1.0-: 

0.8-: 

0.6-: 

0.4-: 

0.2-: 

Reason: M2 
IF HS i2730.d, Ion 57.00 

O.OI..::-TTT'T..-rro.......,rrn-.,.....,.~Trri 

2.4-: 
2.1-: 

1.8-: 
1.5-: 
1.2-: 
o.g-: 
0.6-: 

4.2 4.7 4.8 4.9 5.0 5.1 

Reason: M1 
HP HS 12730.d, Ion 96.00 

0.3-: I \ I 
0.01"::-rT'TT'"r"""""'".,.....,. ........ ..........y-J.......l..~~o i'\"o ............ J'TTT'O'"fT'TTTT 

6.8 6.9 7.0 T;~; (J~ 7.3 7.4 7.5 7.6 7.7 

113 



Data file /var/chem/msv5.i/2090114.b/i2730.d Page: 2 
Report Date: 01/14/2009 12:31 

Original Final 
================================================================================ 

65 2-Chloroethyl vinyl ether CAS#: 110-75-8 

3.2-: 
2.8-: 
2.4-: 
2.0-: 

1.6~ 
1.2~ 
0.8-: 
Q.4-: 

HP ItS Or-Iclnal.d, Ion 63.00 

O.o,~-.,.,.."..,...,..,'T'"'"'''"T'T' ................... O'l-rr......,..,r-TT'!". )"""'T"'TTrr 
8.0 8.1 8.2 8.3 8.5 8.8 8.9 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 12:17 

M1 - Target system did not integrate 
M2 - Target system integrated incorrectly 
M3 - Target system integrated incorrect peak 

3.2-: 
2.8-: 
2.4-: 
2.0-: 
1.6-: 
1.2-: 
0.8-: 
0.4-: 

Reason: M3 
HP ItS 12730.d, Ion 63.00 

0.0 ..... - """"""""""'rr"""T"'TT"'" 
8.0 8.1 8.2 8.3 8.4 8.5 

r n 
8.8 8.9 

114 



Data File: /var/chem/msv5.i/2090114.b/i2731.d 
Report Date: 14-Jan-2009 12:31 

GCAL, Inc. 

Data file : /var/chem/msv5.i/2090114.b/i2731.d 

Page 1 

Lab Smp Id: 1205 Client Smp ID: V5STD200 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

14-JAN-2009 11:56 
JCK 
1205*V5STD200 
MSV-15210-*1*WAS 

Inst ID: msv5.i 

Method /var/chem/msv5.i/2090114.b/8260Bw5.m 
Meth Date 14-Jan-2009 12:31 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11:56 Cal File: i2731.d 
Als bottle: 14 Calibration Sample, Level: 5 
Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name Value 

DF 1.00000 
Uf 5.00000 
Vo 5.00000 
DF 1.00000 

Cpnd Variable 

QUANT SIG 

Compounds MASS 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

AMOUNTS 

CAL-AMT 

RT EXP RT REL RT RESPONSE ( ppb) 

ON-COL 

( ppb) SIMILARITY 

========================== ====== ====== ======== ========== 

1 Dichlorodifluoromethane 85 1.892 1.892 (1. 000) 703915 200.000 213 (A) 

2 Chloromethane ++ 50 2.109 2.109 (1.000) 1095958 200.000 204 (A) 

3 Vinyl Chloride + 62 2.207 2.207 (1. 000) 880303 200.000 220 (A) 

5 Bromomethane 94 2.577 2.577 (1. 000) 484910 200.000 209 (A) 

8 Chloroethane 64 2.718 2.718 (1. 000) 408474 200.000 191 

9 Trich1orofluoromethane 101 2.892 2.892 (1. 000) 584888 200.000 211 (A) 

11 1,1-Dichloroethene + 96 3.533 3.533 (1. 000) 427671 200.000 196 

12 Carbon Disulfide 76 3.566 3.566 (1.000) 1562047 200.000 200 

13 1,1,2Trichlotrifluoroethane 101 3.599 3.599 (1.000) 462992 200.000 201 (A) 

14 Methyl Iodide 142 3.719 3.719 (1.000) 713773 200.000 199 

15 Acrolein 56 4.012 4.012 (1.000) 311900 1000.00 997 

17 Methylene Chloride 49 4.349 4.349 (1. 000) 779587 200.000 184 

18 Acetone 43 4.436 4.436 (1. 000) 314045 200.000 198 

19 trans-1,2-Dichloroethene 61 4.567 4.567 (1. 000) 715618 200.000 192 

115 



Data File: /var/chem/msvS.i/2090114.b/i2731.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

20 Methyl Acetate 

21 Hexane 

22 MTBE 

27 1,1-Dichloroethane ++ 

29 Acrylonitrile 

30 Vinyl Acetate 

M 61 Total 1,2-Dich1oroethene 

31 cis-1,2-Dich1oroethene 

32 2,2-Dichloropropane 

34 Cyc10hexane 

33 Bromoch1oromethane 

35 Chloroform + 
36 Carbon Tetrachloride 

$ 39 Dibromof1uoromethane 

40 1,1,1-Trich1oroethane 

42 2-Butanone 

43 1,1-Dich1oropropene 

45 Benzene 

$ 48 1,2-Dich1oroethane-d4 

49 1,2-Dich1oroethane 

52 FLUOROBENZENE 

53 Methyl Cyclohexane 

54 Trichloroethene 

57 Dibromomethane 

59 1,2-Dichloropropane + 

60 Bromodichloromethane 

64 l-Bromo-2-chloroethane 

65 2-Chloroethyl vinyl ether 

66 cis-1,3-Dichloropropene 

M 6 1-3 Dich1oropropene-Total 

$ 67 Toluene-d8 

69 Toluene + 

71 4-methyl-2-pentanone 

72 Tetrachloroethene 

73 trans-1,3-Dich1oropropene 

75 1,1,2-Trichloroethane 

76 Dibromoch1oromethane 

77 1,3-Dich1oropropane 

79 1,2-Dibromoethane{EDB) 

80 2-Hexanone 

82 1-Chlorohexane 

* 83 CHLOROBENZENE-d5 

84 Chlorobenzene ++ 
85 Ethylbenzene + 

86 1,1,1,2-Tetrach1oroethane 

87 p,m-Xylene 

89 o-Xylene 

QUANT SIG 

MASS 

43 

57 

73 

63 

53 

43 

61 

61 

77 

56 

128 

83 

117 

111 

97 

43 

75 

78 

67 

62 

96 

83 

130 

93 

63 

83 

63 

63 

75 

100 

98 

91 

43 

164 

75 

97 

129 

76 

107 

43 

91 

82 

112 

106 

133 

106 

106 

RT 

4.610 

4.665 

4.719 

5.328 

5.404 

5.632 

5.936 

6.045 

6.143 

6.154 

6.230 

6.361 

6.416 

6.437 

EXP RT REL RT 

4.610 (1.000) 

4.665 (1.000) 

4.719 (l.OOO) 

5.328 (l.OOO) 

5.404 (l.OOO) 

5.632 (l.OOO) 

5.936 (l.OOO) 

6.045 (l.OOO) 

6.143 (1.000) 

6.154 (l.OOO) 

6.230 (l.OOO) 

6.361 (l.OOO) 

6.416 (l.OOO) 

6.437 (l.OOO) 

6.557 6.557 (l.000) 

6.557 6.557 (l.000) 

6.807 6.807 (l.OOO) 

6.949 6.949 (l.OOO) 

7.014 7.014 (1.000) 

7.210 7.210 (l.OOO) 

7.362 7.362 (l.OOO) 

7.373 7.373 (l.OOO) 

7.764 7.764 (l. 000) 

7.862 7.862 (l.OOO) 

7.917 7.917 (l.OOO) 

8.352 8.352 (l.OOO) 

8.417 8.417 (1.000) 

8.472 8.472 (l.OOO) 

8.635 

8.690 

9.005 

9.027 

9.038 

9.190 

9.343 

9.430 

9.561 

9.713 

9.963 

9.996 

8.635 (0.864) 

8.690 (O.869) 

9.005 (1.000) 

9.027 (O.903) 

9.038 (O.904) 

9.190 (O.9l9) 

9.343 (O.935) 

9.430 (O.943) 

9.561 (O.956) 

9.713 (O.972) 

9.963 (O.997) 

9.996 (l. 000) 

10.007 10.007 (l. 001) 

10.007 10.007 (l.OOl) 

10.051 10.051 (l.005) 

10.127 10.127 (l. 013) 

10.508 10.508 (l. 051) 

RESPONSE 

505509 

711346 

1136738 

985487 

1164923 

954039 

1617044 

901426 

687011 

1052848 

284656 

929480 

562147 

142743 

651823 

531225 

841928 

2438094 

79556 

730116 

492124 

811693 

587424 

422651 

789738 

765534 

1163990 

100119 

1098636 

1990236 

495384 

2407313 

896361 

388115 

891600 

545499 

635129 

1077286 

637096 

722923 

772823 

225044 

1537450 

807857 

488138 

1965216 

1018766 

AMOUNTS 

CAL-AMT 

( ppb) 

200.000 

200.000 

200.000 

200.000 

1000.00 

200.000 

400.000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

50.0000 

200.000 

200.000 

200.000 

200.000 

50.0000 

200.000 

50.0000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

400.000 

50.0000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

50.0000 

200.000 

200.000 

200.000 

400.000 

200.000 

ON-COL 

ppb) 

186 

212 

196 

198 

970 

203 

396 

204 

205 

215 

178 

200 

214 

48.3 

214 

195 

211 

201 

48.4 

198 

218 

203 

197 

205 

200 

202 

204 

217 

435 

50.4 

201 

214 

227 

218 

203 

205 

201 

207 

222 

210 

195 

208 

199 

422 

219 

Page 2 

SIMILARITY 

4791 

9329 (AM2) 

9088 

(A) 

(A) 

(A) 

9043(A) 

7521 

(A) 

(A) 

(A) 

(A) 

(A) 

(M1) 

9701(A) 

(A) 

(A) 

(A) 

9606(A) 

(AH) 

(A) 

O(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

9707{A) 

(A) 

(A) 

(A) 

11S 



Data File: /var/chem/msv5.i/2090114.b/i2731.d 
Report Date: 14-Jan-2009 12:31 

Compounds 

90 Styrene 

91 Bromoform ++ 

93 Isopropylbenzene 

$ 94 Bromofluorobenzene 

95 n-Propylbenzene 

96 Bromobenzene 

97 1,1,2,2-Tetrachloroethane++ 

98 2-Chlorotoluene 

99 1,3,5-Trimethylbenzene 

100 1,2,3-Trichloropropane 

101 trans-1,4-Dich1oro-2-Butene 

103 4-Ch1orotoluene 

M 124 TOTAL XYLENE 

104 tert-butylbenzene 

106 1,2,4-Trimethylbenzene 

107 sec-Buty1benzene 

108 p-Isopropyltoluene 

110 1,3-Dich1orobenzene 

* 111 1,4-DICHLOROBENZENE-D4 

112 1,4-Dichlorobenzene 

115 n-Butylbenzene 

116 1,2-Dichlorobenzene 

120 1,2-Dibromo-3-Chloropropane 

122 Hexachlorobutadiene 

123 1,2,4-Trichlorobenzene 

125 Naphthalene 

126 1,2,3-Trichlorobenzene 

QC Flag Legend 

QUANT SIG 

MASS 

104 

173 

105 

174 

91 

77 

83 

91 

105 

75 

53 

91 

106 

91 

105 

105 

119 

146 

152 

146 

91 

146 

157 

225 

180 

128 

180 

RT EXP RT REL RT 

10.551 10.551 (1.056) 

10.595 10.595 (1. 060) 

10.769 10.769 (1.077) 

11.030 11.030 (1.103) 

11.129 11.129 (0.921) 

11.140 11.140 (0.921) 

11.183 11.183 (0.925) 

11.293 11.293 (0.934) 

11.282 11.282 (0.933) 

11. 336 11. 3~6 (0.938) 

11.347 11.347 (0.939) 

11.434 11.434 (0.946) 

11.598 11.598 (0.959) 

11. 652 11. 652 (0.964) 

11. 762 11.762 (0.973) 

11.892 11.892 (0.984) 

12.023 12.023 (0.995) 

12.089 12.089 (1.000) 

12.111 12.111 (1.002) 

12.328 12.328 (1.020) 

12.579 12.579 (1.041) 

13.567 13.567 (1.122) 

14.458 14.458 (1.196) 

14.535 14.535 (1.202) 

14.948 14.948 (1.236) 

15.165 15.165 (1.254) 

RESPONSE 

1768452 

393294 

2347775 

125415 

2679706 

1198056 

786174 

1934774 

1761953 

969328 

212899 

1733007 

2983982 

932602 

1804570 

2196670 

1672685 

1009578 

171032 

1026304 

1427314 

963270 

125042 

148857 

485671 

1480110 

458003 

A - Target compound detected but, quantitated amount 
exceeded maximum amount. 

M1- Compound response manually integrated because 
Target system did not integrate. 

M2- Compound response manually integrated because 
Target system integrated incorrectly. 

H - Operator selected an alternate compound hit. 

AMOUNTS 

CAL-AMT 

( ppb) 

200.000 

200.000 

200.000 

50.0000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

600.000 

200.000 

200.000 

200.000 

200.000 

200.000 

50.0000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

200.000 

ON-COL 

( ppb) 

224 

218 

218 

50.8 

205 

194 

188 

201 

202 

205 

200 

199 

641 

208 

203 

208 

215 

204 

190 

200 

202 

200 

202 

200 

201 

210 

Page 3 

SIMILARITY 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

(A) 

·1·17 ....... 



Data File: Ivar/chemlmsv5.i/2090114.b/i2731.d 
Date : 14-JAH-2009 11:56 
Client ID: V5STD200 
Sample Info: 1205*V5STD200 
Pur;e Volume: 5.0 
Column phase: RTX-VHS-30H 
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Instrument: msv5.i 

Operator: JCK 
Column diameter: 0.25 
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Data file /var/chem/msv5.i/2090114.b/i2731.d Page: 1 
Report Date: 01/14/2009 12:31 

MANUAL INTEGRATION GRAPHIC REPORT 

Lab ID 
Injection Date: 

1205 
01/14/2009 11:56 
JCK 
1205*V5STD200 

SampleType 
Instrument 

MSV~15210~*1*WAS 

/var/chem/msv5.i/2090114.b/8260Bw5.m 
1. 00 

CALIB_5 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator 

WATER 
HP RTE Compound Sublist: 8260b 

5.2~ 
4.8-: 
4.4~ 
4.0~ 
3.6-: 
3.2~ 
2.8~ 
2.4~ 
2.0-: 
1.6~ 
1.2~ 
0.8-: 
0.4~ 
~~~~~~~~~~~ 

Original 

HI' CheooStatian MS i2731.d 

Final 
================================================================================ 

2.7~ 
2.4-:; 
2.1~ 
1.8~ 
1.5-:; 
1.2~ 
0.9~ 
0.6-:; 
0.3-: 

21 Hexane 

HP MS Oriilnal.d, Ian 57.00 

0.01--'T'""TTT"""""'(T'l"T",.,...,.....-I'fTTTl.......r;P'rn-.....,..........,.TTTTTf"T'T 

* 
2.7-;: 
2.4~ 
2.1-: 
1.8-: 
1.5-: 
1.2-: 
0.9-: 
0.6~ 
0.3-: 

4.2 4.3 4.4 4.5 4.6 4.7 4.8 4.9 5.0 5.1 
T" i 

52 FLUOROBENZENE 
HP MS Orillnal.d, Ian 96.00 

0.0 I II I I -hi TTrT""""",.,......rr 
6.8 6.9 7.0 7.1 7.2 7.3 7.4 7.5 7.6 7.7 

Ti 

CAS#: 110-54-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 12:15 

CAS#: 462-06-6 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 12:16 

2.7-;: 
2.4~ 
2.1~ 
1.8~ 
1.5~ 
1.2-: 
0.9~ 
0.6~ 

Reason: M2 

HI' MS 12731.d, Ian 57.00 

Reason: M1 
HP MS 12731.d, Ian 96.00 

0.3-: 1/\1 
0.0 - "h-n"'T'""'T'T'""""" 

6.8 6.9 7.0 l;! (Jj~) 7.3 7.4 7.5 7.6 7.7 



Data file /var/chem/msv5.i/2090114.b/i2731.d Page: 2 
Report Date: 01/14/2009 12:31 

M1 - Target system did not integrate 
M2 - Target system integrated incorrectly 



Data File: /var/chern/rnsvS.i/2090114.b/i2733.d 
Report Date: 14-Jan-2009 14:34 

Page 1 

Client Name: 
Sample Matrix: LIQUID 
Lab Srnp Id: 1600 
Level: LOW 
Data Type: MS DATA 
SpikeList File: ICV.spk 
Sublist File: 8260b.sub 

GCAL, Inc. 

RECOVERY REPORT 

Client SDG: 2090114 
Fraction: VOA 
Client Srnp ID: VSICVOSO 
Operator: JCK 
SampleType: LCS 
Quant Type: ISTD 

Method File: /var/chern/rnsvS.i/2090114.b/8260BwS.rn 
Misc Info: MSV-1S210-*1*WAS 

CONC CONC % 
SPIKE COMPOUND ADDED RECOVERED RECOVERED 

ug/L ug/L 

1 Dichlorodifluoromethane 50.0 57.0 114.04 
2 Chloromethane ++ 50.0 52.4 104.90 
3 Vinyl Chloride + 50.0 58.7 117.36 
5 Bromomethane 50.0 51.8 103.65 
8 Chloroethane 50.0 54.0 107.90 
9 Trichlorofluoromethane 50.0 58.9 117.82 

11 l,l-Dichloroethene + 50.0 53.6 107.17 
12 Carbon Disulfide 50.0 56.7 113.47 
13 l,l,2Trichlotrifluoroethane 50.0 56.4 112.78 
14 Methyl Iodide 50.0 43.3 86.62 
15 Acrolein 250 270 107.95 
17 Methylene Chloride 50.0 54.1 108.29 
18 Acetone 50.0 52.6 105.24 
19 trans-1,2-Dichloroethene 50.0 56.1 112.27 
22 MTBE 50.0 56.2 112.30 
27 l,l-Dichloroethane ++ 50.0 54.8 109.55 
29 Acrylonitrile 250 254 101.52 
30 Vinyl Acetate 50.0 56.4 112.89 
31 cis-1,2-Dichloroethene 50.0 56.6 113.25 
32 2,2-Dichloropropane 50.0 57.7 

1 
LIMITS 1 

1 
1 

60-1401 
70-1301 
70-1301 
60-1401 
70-1301 
70-1301 
70-1301 
70-1301 
70-1301 
70-1301 
60-1401 
70-1301 
60-1401 

170-1301 
170-1301 
170-1301 
160-1401 
160-1401 
170-1301 

115.46 170-1301 
34 Cyclohexane 50.0 65.1 130.23*170-1301 tJ\ 
33 Bromochloromethane 50.0 58.6 117.22 170-1301 
35 Chloroform + 50.0 56.7 113.41 170-1301 
36 Carbon Tetrachloride 50.0 60.1 120.19 170-1301 
40 l,l,l-Trichloroethane 50.0 60.4 120.84 170-1301 
43 l,l-Dichloropropene 50.0 55.8 111.62 170-1301 
42 2-Butanone 50.0 50.9 101.76 160-1401 
45 Benzene 50.0 53.9 107.89 170-1301 
49 l,2-Dichloroethane 50.0 52.2 104.32 170-1301 
53 Methyl Cyclohexane 50.0 63.4 126.87 170-1301 
54 Trichloroethene 50.0 55.9 111.76 170-1301 
57 Dibromomethane 50.0 56.7 113.49 170-1301 
59 l,2-Dichloropropane + 50.0 54.2 108.39 170-1301 

1 1 

121 



Data File: /var/chem/msv5.i/2090114.b/i2733.d Page 2 
Report Date: 14-Jan-2009 14:34 

CONC CONC % 

SPIKE COMPOUND ADDED RECOVERED RECOVERED LIMITS 
ug/L ug/L 

60 Bromodichloromethane 50.0 53.5 106.96 70-130 
65 2-Chloroethyl vinyl ether 50.0 39.3 78.54 60-140 
66 cis-1,3-Dichloropropene 50.0 53.9 107.86 70-130 
69 Toluene + 50.0 52.3 104.61 70-130 
72 Tetrachloroethene 50.0 61.5 123.01 70-130 
71 4-methyl-2-pentanone 50.0 56.2 112.46 60-140 
73 trans-1,3-Dichloropropene 50.0 57.4 114.90 70-130 
75 l,l,2-Trichloroethane 50.0 54.2 108.34 70-130 
76 Dibromochloromethane 50.0 51.3 102.52 70-130 
77 l,3-Dichloropropane 50.0 52.8 105.59 70-130 
79 l,2-Dibromoethane(EDB) 50.0 54.1 108.19 70-130 
80 2-Hexanone 50.0 52.7 105.33 60-140 
84 Chlorobenzene ++ 50.0 51.2 102.35 70-130 
85 Ethylbenzene + 50.0 52.8 105.56 70-130 
86 l,l,l,2-Tetrachloroethane 50.0 50.5 100.94 70-130 
87 p,m-Xylene 100 109 108.75 70-130 
89 o-xylene 50.0 52.7 105.38 70-130 
90 Styrene 50.0 54.2 108.36 70-130 
91 Bromoform ++ 50.0 57.5 115.10 70-130 
93 Isopropylbenzene 50.0 56.0 112.01 70-130 
96 Bromobenzene 50.0 53.6 107.27 70-130 
95 n-propylbenzene 50.0 60.0 120.04 170-130 
97 1, 1, 2, 2-Tetrachloroethane++ 50.0 53.3 106.55 170-130 
98 2-Chlorotoluene 50.0 55.0 109.92 170-130 
99 l,3,5-Trimethylbenzene 50.0 57.4 114.71 70-130 

100 1, 2, 3-Trichloropropane 50.0 55.9 111.89 70-130 
101 trans-1,4-Dichloro-2-Butene 50.0 51.0 101. 92 70-130 
103 4-Chlorotoluene 50.0 55.3 110.59 70-130 
104 tert-butylbenzene 50.0 59.7 119.44 70-130 
106 1, 2, 4-Trimethylbenzene 50.0 56.6 113.12 70-130 
107 sec-Butylbenzene 50.0 59.6 119.11 70-130 
108 p-Isopropyltoluene 50.0 63.9 127.88 70-130 
110 l,3-Dichlorobenzene 50.0 57.5 115.03 70-130 
112 1,4-Dichlorobenzene 50.0 53.9 107.82 70-130 
115 n-Butylbenzene 50.0 59.4 118.76 70-130 
116 1,2-Dichlorobenzene 50.0 56.8 113.60 70-130 
120 1,2-Dibromo-3-Chloropropane 50.0 55.3 110.63 60-140 
122 Hexachlorobutadiene 50.0 56.3 112.63 70-130 
123 1,2,4-Trichlorobenzene 50.0 54.7 109.48 70-130 
125 Naphthalene 50.0 51.6 103.29 70-130 
126 1, 2, 3-Trichlorobenzene 50.0 57.8 115.70 70-130 

CONC CONC % 1 1 
SURROGATE COMPOUND ADDED RECOVERED RECOVERED 1 LIMITS 1 

ug/L ug/L 1 1 
1 1 

$ 39 Dibromofluoromethane 50.0 50.4 100.86 177-1271 

1 1 



Data File: /var/chem/msvS.i/2090114.b/i2733.d 
Report Date: 14-Jan-2009 14:34 

CONC 
SURROGATE COMPOUND ADDED 

ug/L 

$ 48 l,2-Dichloroethane-d4 50.0 
$ 67 Toluene-d8 50.0 
$ 94 Bromofluorobenzene 50.0 

Page 3 

CONC % 1 1 
RECOVERED RECOVERED 1 LIMITS 1 

ug/L 1 1 
1 1 

49.4 98.89 171 - 127 1 
49.3 98.58 176-1341 
49.1 98.14 178-1301 

1 1 



Data File: /var/chem/msv5.i/2090114.b/i2733.d 
Report Date: 14-Jan-2009 14:34 

GCAL, Inc. 

Data file : /var/chem/msv5.i/2090114.b/i2733.d 
Lab Smp Id: 1600 Client Smp ID: V5ICV050 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

14-JAN-2009 12:59 
JCK Inst ID: msv5.i 
1600*V5ICV050 
MSV-15210-*1*WAS 

Method /var/chem/msv5.i/2090114.b/8260Bw5.m 
Meth Date 14-Jan-2009 13:55 was Quant Type: ISTD 
Cal Date 14-JAN-2009 11:56 Cal File: i2731.d 
Als bottle: 16 QC Sample: LCS 

Page 1 

Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name Value 

DF 1.00000 
Uf 5.00000 
Vo 5.00000 
DF 1. 00000 

Cpnd Variable 

QUANT SIG 

Compounds MASS 
===-==================-=== 

<1 Dich1orodifl uoromethane 85 

2 Chloromethane ++ 50 

3 Vinyl Chloride + 62 

5 Bromomethane 94 

8 Ch1oroethane 64 

9 Trichlorofluoromethane 101 

11 1,1-Dichloroethene + 96 

12 Carbon Disulfide 76 

13 1,1,2Trichlotrifluoroethane 101 

14 Methyl Iodide 142 

15 Acrolein 56 

17 Methylene Chloride 49 

18 Acetone 43 

19 trans-1,2-Dichloroethene 61 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

CONCENTRATIONS 

ON-COLUMN FINAL 

RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) 

====== ====== ======== 

1. 893 1.892 (0.262) 193467 57.0179 57.0 

2.110 2.109 (0.292) 289029 52.4476 52.4 

2.207 2.207 (0.306) 241113 58.6778 58.7 

2.577 2.577 (0.357) 123320 51. 8236 51.8 

2.729 2.718 (0.378) 118686 53.9525 54.0 

2.903 2.892 (0.402) 167303 58.9080 58.9 

3.533 3.533 (0.489) 120190 53.5835 53.6 

3.566 3.566 (0.494) 454850 56.7358 56.7 

3.598 3.599 (0.499) 133113 56.3880 56.4 

3.729 3.719 (0.517) 150811 43.3118 43.3 

4.022 4.012 (0.557) 86653 269.864 270 

4.348 4.349 (0.602) 235180 54.1432 54.1 

4.435 4.436 (0.614) 89930 52.6222 52.6 

4.566 4.567 (0.633) 214194 56.1338 56.1 

SIMILARITY 

========== 

124 



Data File: /var/chem/msv5.i/2090114.b/i2733.d 
Report Date: 14-Jan-2009 14:34 

Compounds 

20 Methyl Acetate 

21 Hexane 

22 MTBE 

27 1,1-Dichloroethane ++ 

29 Acrylonitrile 

30 Vinyl Acetate 

M 61 Total 1,2-Dichloroethene 

31 cis-1,2-Dichloroethene 

32 2,2-Dichloropropane 

34 Cyclohexane 

33 Bromochloromethane 

35 Chloroform + 

36 Carbon Tetrachloride 

$ 39 Dibromofluoromethane 

40 1,1,1-Trichloroethane 

42 2-Butanone 

43 1,1-Dichloropropene 

45 Benzene 

$ 48 1,2-Dichloroethane-d4 

49 1,2-Dichloroethane 

* 52 FLUOROBENZENE 

53 Methyl Cyclohexane 

54 Trichloroethene 

57 Dibromomethane 

59 1,2-Dichloropropane + 

60 Bromodichloromethane 

64 1-Bromo-2-chloroethane 

65 2-Chloroethyl vinyl ether 

66 cis-1,3-Dichloropropene 

M 6 1-3 Dichloropropene-Total 

$ 67 Toluene-d8 

69 Toluene + 

71 4-methyl-2-pentanone 

72 Tetrachloroethene 

73 trans-1,3-Dichloropropene 

75 1,1,2-Trichloroethane 

76 Dibromochloromethane 

77 1,3-Dichloropropane 

79 1,2-Dibromoethane(EDB) 

80 2-Hexanone 

82 1-Chlorohexane 

* 83 CHLOROBENZENE-d5 

84 Chlorobenzene ++ 

85 Ethylbenzene + 

86 1,1,1,2-Tetrachloroethane 

87 p,m-Xylene 

89 o-Xylene 

QUANT SIG 

MASS 

43 

57 

73 

63 

53 

43 

61 

61 

77 

56 

128 

83 

117 

111 

97 

43 

75 

78 

67 

62 

96 

83 

130 

93 

63 

83 

63 

63 

75 

100 

98 

91 

43 

164 

75 

97 

129 

76 

107 

43 

91 

82 

112 

106 

133 

106 

106 

RT 

4.609 

4.675 

4.729 

5.327 

5.403 

5.642 

5.935 

6.055 

6.142 

6.153 

6.229 

6.370 

6.425 

6.435 

6.555 

6.566 

6.816 

6.946 

7.012 

7.218 

7.359 

7.370 

7.772 

7.859 

7.914 

8.348 

8.414 

8.479 

8.642 

8.686 

9.011 

9.022 

9.044 

9.186 

9.349 

9.425 

9.566 

9.718 

9.957 

9.990 

EXP RT REL RT 

4.610 (0.639) 

4.665 (0.648) 

4.719 (0.655) 

5.328 (0.738) 

5.404 (0.749) 

5.632 (0.782) 

5.936 (0.822) 

6.045 (0.839) 

6.143 (0.851) 

6.154 (0.852) 

6.230 (O.863) 

6.361 (0.883) 

6.416 (0.890) 

6.437 (0.892) 

6.557 (0.908) 

6.557 (0.910) 

6.807 (0.944) 

6.949 (0.962) 

7.014 (0.971) 

7.210 (1.000) 

7.362 (1.020) 

7.373 (1.021) 

7.764 (1.077) 

7.862 (1.089) 

7.917 (1.096) 

8.352 (1.157) 

8.417 (1.166) 

8.472 (1.175) 

8.635 (0.865) 

8.690 (0.869) 

9.005 (1.248) 

9.027 (0.903) 

9.038 (0.905) 

9.190 (0.919) 

9.343 (0.936) 

9.430 (0.943) 

9.561 (0.958) 

9.713 (0.973) 

9.963 (0.997) 

9.996 (1.000) 

10.012 10.007 (1.002) 

10.012 10.007 (1.002) 

10.056 10.051 (1.007) 

10.132 10.127 (1.014) 

10.512 10.508 (1.052) 

CONCENTRATIONS 

ON-COLUMN 

RESPONSE ppb) 

156349 

198321 

333817 

280266 

312914 

272052 

471548 

257354 

198375 

326788 

96198 

271862 

162217 

152803 

188537 

142534 

228828 

671340 

83333 

196889 

505049 

242096 

166016 

124990 

214669 

209733 

314342 

16504 

280711 

528154 

510779 

659171 

241569 

110971 

247443 

153092 

167624 

298589 

175706 

180700 

215192 

237186 

424238 

215684 

130625 

533857 

258372 

56.1365 

57.5881 

56.1514 

54.7771 

253.804 

56.4430 

112.758 

56.6246 

57.7307 

65.1152 

58.6110 

56.7034 

60.0951 

50.4292 

60.4206 

50.8784 

55.8122 

53.9456 

49.4441 

52.1579 

50.0000 

63.4341 

55.8775 

56.7442 

54.1938 

53.4791 

53.0583 

39.2712 

53.9306 

112.577 

49.2890 

52.3059 

56.2314 

61. 5074 

57.4488 

54.1702 

51. 2578 

52.7958 

54.0930 

52.6669 

55.5307 

50.0000 

51.1772 

52.7782 

50.4678 

108.749 

52.6894 

FINAL 

( ug/L) 

56.1 

57.6 

56.2 

54.8 

254 

56.4 

113 

56.6 

57.7 

65.1 

58.6 

56.7 

60.1 

50.4 

60.4 

50.9 

55.8 

53.9 

49.4 

52.2 

63.4 

55.9 

56.7 

54.2 

53.5 

53.1 

39.3 

53.9 

113 

49.3 

52.3 

56.2 

61. 5 

57.4 

54.2 

51. 3 

52.8 

54.1 

52.7 

55.5 

51.2 

52.8 

50.5 

109 

52.7 

Page 2 

SIMILARITY 

5094 

9306 (M2) 

8926 

8963 (R) 

9163 

9221 

9483 

(M2) 

o 

9637 



Data File: /var/chem/msv5.i/2090114.b/i2733.d Page 3 
Report Date: 14-Jan-2009 14:34 

CONCENTRATIONS 

QUANT SIG ON-COLUMN FINAL 

Compounds MASS RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) SIMILARITY 

========================== ====== ====== ======== =========== 

90 Styrene 104 10.556 10.551 (1.057) 451247 54.1789 54.2 

91 Bromoform ++ 173 10.600 10.595 (1. 061) 109540 57.5478 57.5 

93 Isopropy1benzene 105 10.774 10.769 (1.078) 634715 56.0051 56.0 

$ 94 Bromof1uorobenzene 174 11. 034 11.030 (1.105) 127608 49.0683 49.1 

95 n-Propy1benzene 91 11.133 11.129 (0.921) 761701 60.0214 60.0 

96 Bromobenzene 77 11.143 11.140 (0.922) 321828 53.6348 53.6 

97 1,1,2,2-Tetrach1oroethane++ 83 11.187 11.183 (0.925) 216642 53.2734 53.3 

98 2-Ch1oroto1uene 91 11.296 11. 293 (0.934) 513927 54.9584 55.0 

99 1,3,5-Trimethy1benzene 105 11.285 11.282 (0.933) 487021 57.3569 57.4 

100 1,2,3-Trichloropropane 75 11.340 11.336 (0.938) 256678 55.9474 55.9 

101 trans-1,4-Dich1oro-2-Butene 53 11. 351 11. 347 (0.939) 51839 50.9611 51.0 

103 4-Chloroto1uene 91 11.438 11. 434 (0.946) 468003 55.2955 55.3 

M 124 TOTAL XYLENE 106 792229 161. 439 161 

104 tert-buty1benzene 91 11. 601 11. 598 (0.959) 259764 59.7222 59.7 

106 1,2,4-Trimethylbenzene 105 11.656 11.652 (0.964) 489731 56.5611 56.6 

107 sec-Butylbenzene 105 11. 765 11. 762 (0.973) 610152 59.5553 59.6 

108 p-Isopropy1toluene 119 11.895 11. 892 (0.984) 483575 63.9395 63.9 

110 1,3-Dich1orobenzene 146 12.026 12.023 (0.995) 276877 57.5144 57.5 

* 111 1,4-DICHLOROBENZENE-D4 152 12.091 12.089 (1. 000) 166285 50.0000 

112 1,4-Dich1orobenzene 146 12.113 12.111 (1.002) 283318 53.9098 53.9 

115 n-Butylbenzene 91 12.341 12.328 (1. 021) 399519 59.3801 59.4 

116 1,2-Dichlorobenzene 146 12.570 12.579 (1. 040) 263205 56.7982 56.8 

120 1,2-Dibromo-3-Ch1oropropane 157 13.568 13.567 (1.122) 32613 55.3131 55.3 

122 Hexach1orobutadiene 225 14.469 14.458 (1.197) 39516 56.3150 56.3 

123 1,2,4-Trich1orobenzene 180 14.546 14.535 (1.203) 125191 54.7389 54.7 

125 Naphthalene 128 14.948 14.948 (1.236) 354410 51. 6447 51.6 

126 1,2,3-Trichlorobenzene 180 15.176 15.165 (1. 255) 122824 57.8476 57.8 

QC Flag Legend 

R :.... Spike/Surrogate failed recovery limits. 
M2- Compound response manually integrated because 

Target system integrated incorrectly. 



Data File: Ivar/che~/~sv5.i/2090114.b/i2733.d 
Date : 14-JAN-2009 12;59 
Client ID; V5ICV050 
Sa~ple InFo; 1600MV5ICV050 
Purge Volu~e: 5.0 
Colu~n phase; RTX-VMS-30M 

3.4= 
3.3'; 

3.2~ 
3.1'; 

3.0.§ 

2.9'; 

2.8~ 
2.7'; 

2.6'; 

2.5~ 
2.4'; 

2.3.§ 

2.2'; 

2.1~ 
2.0'; 

1.9~ 
" 1.8-= 
\I) -

1.7~ < 
~ x 
'"' 

1.6'; 

)- 1.5~ 
1.4'; 

1.3~ 
1.2'; 

1.1.§ 

1.0'; 

0.9'; 

0.8~ 
0.7'; 

0.6.§ 

0.5'; 

0.4~ 
0.3'; 

0.2~ 
0.1'; 

2 3 4 5 6 

Instru~ent: ~sv5.i 

Operator: JCK 
Colu~n dia~eter; 0.25 

Ivar/che~/~sv5.i/2090114.b/i2733.d 

.... 
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GI 
C ov 
:5 
GI 
0 
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Data file /var/chem/msv5.i/2090114.b/i2733.d Page: 1 
Report Date: 01/14/2009 14:34 

MANUAL INTEGRATION GRAPHIC REPORT 

Lab ID 
Injection Date: 

1600 
01/14/2009 12:59 
JCK 
1600*V5ICV050 

SampleType 
Instrument 

MSV-15210-*1*WAS 
/var/chem/msv5.i/2090114.b/8260Bw5.m 
1. 00 
WATER 

LCS 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator HP RTE Compound Sublist: 8260b 

2 3 5 

Original 

HP CheooStatlon ItS 12"133.d 

8 
Ti 

10 11 12 13 14 15 

Final 
================================================================================ 

21 Hexane 
HP ItS Orlglnal.d, Ion 57.00 

CAS#: 110-54-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 13:12 

65 2-Chloroethyl vinyl ether CAS#: 110-75-8 

1.6~ 

1.4~ 

1.?~ 
1.0~ 

0.8~ 

0;6-: 

O.4~ 

O.2~ 

II' ItS Orlclnal.d, Ion 63.00 

0.01';= """"''''''''''''''''''T'TT"'.......-II'I-rr...rr:;T1T1'.,.,..,..,.,..,.{, I """"'TTTTTT'" 

8.00 8.10 8.20 8.30 8.40 8.50 8.60 8.70 8.80 8.90 
( 

Electronic Signature 
Applied 

User: jck 
Date: 01/14/2009 13:12 

9.0: 
8.0~ 
7.0-i 
6.0-§ 

5.0~ 
4.0-§ 

3.0~ 
2.oi 
1.0~ 
0.0 = 

4.2 

1.6~ 

1.4~ 

1.2~ 

1.0-: 

0.8-: 

0.6-: 
0.4~ 

0.2~ 

Reason: M2 
II' ItS 12733.d, Ion 57.00 

Reason: M2 
II' ItS 12"133.d, Ion 63.00 

0.0 - , I"" ..,..",.,..,.." 
8.00 8.10 8.20 8.30 8.40 8.50 8.60 8.70 8.80 8.90 

n) 

128 



Data file : /var/chem/msv5.i/2090114.b/i2733.d 
Report Date: 01/14/2009 14:34 

M2 - Target system integrated incorrectly 

Page: 2 

129 



Data File: /var/chem/msv5.i/2090115p.b/i2779.d 
Report Date: 15-Jan-2009 20:04 

Page 1 

GCAL, Inc. 

CONTINUING CALIBRATION COMPOUNDS 

Instrument ID: msv5.i Injection Date: 15-JAN-2009 17:43 
Lab File ID: i2779.d Init. Cal. Date(s) 14-JAN-2009 14-JAN-2009 
Analysis Type: WATER Init. Cal. Times: 09:40 11:56 
Lab Sample ID: 1400 Quant Type: ISTD 
Method: /var/chem/msv5.i/2090115p.b/8260Bw5.m 

I 1- CCAL I MIN I MAX 

I COMPOUND IRRF / AMOUNT I RF50 I RRF50 RRF I%D / %DRIFTI%D / %DRIFTlcURVE TYPE I 

1====================================1============1============1============ =====1===========1===========1==========1 
11 Dichlorodifluoromethane 

12 

13 

Chloromethane ++ 

Vinyl Chloride + 

I 5 Bromomethane 

18 Chloroethane 

19 Trichlorofluoromethane 

III 1,1-Dichloroethene + 

112 Carbon Disulfide 

113 1,1,2Trichlotrifluoroethane 

114 Methyl Iodide 

115 Acrolein 

117 Methylene Chloride 

118 Acetone 

119 trans-1,2-Dichloroethene 

120 Methyl Acetate 

I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 

0.335921 

0.5455 7 1 

0.406801 

0.235581 

0.217781 

0.281171 

0.222061 

47.3534 1 1 

0.233711 

38.310251 

0.031791 

0.430021 

46.51837 

0.37776 

0.27573 

0.336771 

0.468701 

0.393331 

0.171291 

0.195981 

0.279391 

0.208171 

50.000001 

0.229581 

50.000001 

0.019381 

0.367171 

50.00000 

0.35692 

0.24999 

0.33677 0.0501 

0.46870 0.0501 

0.39333 0.0501 

0.17129 0.0501 

0.19598 0.0501 

0.27939 0.0501 

0.20817 0.0501 

0.75136 0.0501 

0.22958 0.0501 

0.26169 0.0501 

0.01938 0.0101 

0.36717 0.0501 

0.1587310.0501 

0.3569210.0501 

0.2499910.0501 

0.253191 

-14.089551 

-3.312321 

-27.288911 

-10.011961 

-0.631481 

-6.256211 

-5.293181 

-1. 764431 

-23.379501 

-39.048981 

-14.615381 

-6.963271 

-5.517681 

-9.336411 

40.000001 

30.000001 

20.000001 

40.000001 

40.000001 

30.000001 

20.000001 

30.000001 

30.000001 

30.000001 

40.000001 

30.000001 

40.000001 

30.000001 

30.000001 

121 Hexane 0.34094 0.34903 0.3490310.0501 2.37268 30.000001 

122 MTBE 0.58855 0.57448 0.5744810.050 I -2.39023 30.00000 I 

127 1,1-Dichloroethane ++ 0.50653 0.46268 0.4626810.0501 -8.65836 30.000001 

129 Acrylonitrile 0.12206 0.10052 0.1005210.0501 -17.64374 40.000001 

130 Vinyl Acetate 0.47718 0.39071 0.3907110.0501 -18.12043 40.000001 

1M 61 Total 1,2-Dichloroethene 0.41386 0.39332 0.3933210.0501 -4.96173 30.000001 

131 cis-1,2-Dichloroethene 0.44995 0.42972 0.4297210.0501 -4.49497 30.000001 

132 2,2-Dichloropropane 0.34019 0.33404 0.3340410.0501 -1.80584 30.000001 

134 Cyclohexane 0.49684 0.52439 0.5243910.0501 5.54482 30.000001 

133 Bromochloromethane 0.16249 0.16263 0.1626310.0501 0.08994 30.000001 

135 Chloroform + 47.25785 50.00000 0.4493810.0501 -5.48430 20.000001 

136 Carbon Tetrachloride 0.26724 0.27200 0.2720010.0501 1.78379 30.000001 

1$ 39 Dibromofluoromethane 0.29998 0.30029 0.3002910.0501 0.10417 30.000001 

140 1,1,1-Trichloroethane 0.30892 0.30605 0.3060510.0501 -0.92911 30.000001 

142 2-Butanone 0.27735 0.26796 0.2679610.0501 -3.38284 40.000001 

143 1,1-Dichloropropene 0.40590 0.40791 0.4079110.0501 0.49601 30.000001 

145 Benzene 1.23203 1.196401 1.1964010.0501 -2.892711 30.000001 

1$ 48 1,2-Dichloroethane-d4 0.16686 0.164211 0.1642110.0501 -1.586301 30.000001 

149 1,2-Dichloroethane 0.37371 0.353391 0.3533910.0501 -5.438451 30.000001 

153 Methyl Cyclohexane 0.37783 0.423491 0.4234910.0501 12.083541 30.000001 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Linear I 

Averaged I 

Linear I 

Averaged I 

Averaged I 

Linear I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Linear I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 

Averaged I 
1 _____________________ 1 ____ 1 __ 1 ________ 1 ___ _ 



Data File: /var/chem/msvS.i/209011Sp.b/i2779.d 
Report Date: lS-Jan-2009 20:04 

GCAL, Inc. 

CONTINUING CALIBRATION COMPOUNDS 

Page 2 

Instrument ID: msvS.i Injection Date: lS-JAN-2009 17:43 
Lab File ID: i2779.d Init. Cal. Date(s) 14-JAN-2009 14-JAN-2009 
Analysis Type: WATER Init. Cal. Times: 09:40 11:S6 
Lab Sample ID: 1400 Quant Type: ISTD 
Method: /var/chem/msvS.i/209011Sp.b/8260BwS.m 

1_ CCAL I MIN I MAX 

I COMPOUND I RRF / AMOUNT I RF50 I RRF50 I RRF I %D / %DRIFT I %D / %DRIFT I CURVE TYPE I 
1==================================== ============ ============1============1===== =========== ===========1==========1 
154 Trichloroethene 

157 Dibromomethane 

159 l,2-Dichloropropane + 

160 Bromodichlorornethane 

164 1-Bromo-2-chloroethane 

165 2-Chloroethyl vinyl ether 

166 cis-1,3-Dichloropropene 

1M 6 1-3 Dichloropropene-Total 

1$ 67 Toluene-d8 

169 Toluene + 

171 4-methyl-2-pentanone 

172 Tetrachloroethene 

173 trans-1,3-Dichloropropene 

175 l,l,2-Trichloroethane 

176 Dibromochloromethane 

177 l,3-Dichloropropane 

179 l,2-Dibromoethane(EDB) 

180 2-Hexanone 

182 1-Chlorohexane 

184 Chlorobenzene ++ 

185 Ethylbenzene + 

186 l,l,l,2-Tetrachloroethane 

187 p,rn-Xylene 

189 o-Xylene 

190 Styrene 

191 Bromoform ++ 

193 Isopropylbenzene 

1$ 94 Bromofluorobenzene 

195 n-Propylbenzene 

196 Bromobenzene 

197 l,l,2,2-Tetrachloroethane++ 

198 2-Chlorotoluene 

199 l,3,5-Trimethylbenzene 

1100 l,2,3-Trichloropropane 

1101 trans-1,4-Dichloro-2-Butene 

0.29414 

0.21807 

0.39215 

0.38826 

0.58652 

41.49900 

0.51530 

0.46446 

2.18456 

2.65661 

0.42530 

0.38033 

0.90798 

0.59576 

0.68938 

1.19222 

0.68474 

0.72327 

0.81691 

1.74749 

0.86148 

0.54562 

1.03486 

1.03372 

1. 75576 

0.40126 

2.38909 

0.54822 

3.81588 

1.80424 

1.22278 

2.81180 

2.55317 

1.37951 

46.04454 

0.294381 

0.212791 

0.379771 

0.372721 

0.56121 

50.00000 

0.53562 

0.48145 

2.18336 

2.66975 

0.42906 

0.41844 

0.94269 

0.60650 

0.70989 

1.18654 

0.67573 

0.77495 

0.93384 

1. 75939 

0.88744 

0.53620 

1.09508 

1.08760 

1.88032 

0.43717 

2.58767 

0.56413 

3.90724 

1.74090 

1.17650 

2.80668 

2.63204 

1.31725 

50.00000 

0.2943810.050 0.08271 

0.2127910.050 -2.41990 

0.3797710.050 -3.15748 

0.3727210.050 -4.00146 

0.5612110.050 -4.31644 

0.0349810.050 -17.00201 

0.5356210.050 3.94344 

0.4814510.050 3.65871 

2.1833610.050 -0.05475 

2.6697510.050 0.49435 

0.4290610.050 0.88260 

0.4184410.050 10.01941 

0.9426910.050 3.82305 

0.6065010.050 1.80151 

0.7098910.050 2.97550 

1.1865410.050 -0.47635 

0.6757310.050 -1.31560 

0.7749510.050 7.14507 

0.9338410.050 14.31346 

1.75939 0.050 0.68079 

0.88744 0.050 3.01401 

0.53620 0.050 -1.72776 

1.09508 0.050 5.81971 

1.08760 0.050 5.21190 

1.88032 0.050 7.09428 

0.43717 0.050 8.95025 

2.58767 0.050 8.31203 

0.56413 0.050 2.90095 

3.90724 0.050 2.39425 

1.74090 0.050 -3.51041 

1.17650 0.050 -3.78489 

2.80668 0.050 -0.18218 

2.63204 0.050 3.08914 

1.31725 0.050 -4.51328 

0.28099 0.050 -7.91092 
1 ____________________________ _ 

30.000001 Averaged I 
30.000001 Averaged I 

,20.000001 Averaged I 
30.000001 Averaged I 
30.000001 Averaged I 
30.000001 Linearl<-

30.000001 Averaged I 
30.000001 Averaged I 
30.000001 Averaged I 
20.000001 Averaged I 
40.000001 Averaged I 
30.000001 Averaged I 
30.000001 Averaged I 
30.000001 Averaged I 
30.000001 Averaged I 
30.000001 Averaged I 
30.000001 Averaged I 
40.000001 Averaged I 
30.000001 Averaged I 
30.000001 Averaged I 
20.000001 Averaged I 
30.00000 Averaged I 
30.00000 Averaged I 
30.00000 Averaged I 
30.00000 Averaged I 
30.00000 Averaged I 
30.00000 Averaged I 
30.00000 Averaged I 
30.00000 Averaged I 
30.00000 Averaged I 
30.00000 Averaged I 
30.00000 Averaged I 
30.00000 Averaged I 
30.00000 Averaged I 
40.00000 Linear I 



Data File: /var/chem/msv5.i/2090115p.b/i2779.d 
Report Date: 15-Jan-2009 20:04 

GCAL, Inc. 

CONTINUING CALIBRATION COMPOUNDS 

Instrument ID: msv5.i Injection Date: 15-JAN-2009 17:43 

Page 3 

Lab File ID: i2779.d Init. Cal. Date{s) 14-JAN-2009 14-JAN-2009 
Analysis Type: WATER Init. Cal. Times: 09:40 11:56 
Lab Sample ID: 1400 Quant Type: ISTD 
Method: /var/chem/msv5.i/2090115p.b/8260Bw5.m 

I 1_ CCAL I MIN I MAX 

I COMPOUND I RRF / AMOUNT I RF50 I RRF50 I RRF I %D / %DRIFT I %D / %DRIFT I CURVE TYPE I 
1==================================== ============1============ ============1===== =========== =========== ==========1 
1103 4-Chlorotoluene 2.544931 2.47387 2.4738710.050 -2.79214 30.00000 Averaged I 
1M 124 TOTAL XYLENE 1.034481 1.09259 1.0925910.050 5.61726 30.00000 Averaged I 
1104 tert-butylbenzene 1.307861 1.37936 1. 3793610.050 5.46700 30.00000 Averaged I 
1106 1,2,4-Trimethylbenzene 2.603491 2.68962 2.6896210.050 3.30826 30.00000 Averaged I 
1107 sec-Butylbenzene 3.080591 3.33384 3.3338410.050 8.22068 30.00000 Averaged I 
1108 p-Isopropyltoluene 2.274111 2.52069 2.5206910.050 10.84300 30.00000 Averaged I 
1110 1,3-Dichlorobenzene 1.447531 1.49764 1. 4976410.050 3.46149 30.00000 Averaged I 
1112 1,4-Dichlorobenzene 1.580241 1.54904 1.5490410.050 -1. 97467 30.00000 Averaged I 
1115 n-Butylbenzene 52.944891 50.00000 2.1315010.050 5.88977 30.00000 Linear I 
1116 1,2-Dichlorobenzene 1.393401 1.44509 1. 4450910.050 3.70912 30.00000 Averaged I 
1120 1,2-Dibramo-3-Chloropropane 46.678991 50.00000 0.1643010.050 -6.64203 40.00000 Linear I 
1122 Hexachlorobutadiene 56.94725 I 50.00000 0.2403910.050 13.89449 30.00000 Linear I 
1123 1,2,4-Trichlorobenzene 53.398641 50.00000 0.7336710.050 6.79729 30.00000 Linear I 
1125 Naphthalene 48.569981 50.00000 1. 996781 0.050 -2.86004 30.00000 Linear I 
1126 1,2,3-Trichlorobenzene 0.638431 0.68526 0.6852610.050 7.33536 30.00000 Averaged I 
I 1-



Data File: /var/chem/msv5.i/2090115p.b/i2778.d 
Report Date: 15-Jan-2009 20:04 

Data file : 
Lab Smp Id: 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 
Method 
Meth Date 
Cal Date 

GCAL, Inc. 

/var/chem/msv5.i/2090115p.b/i2778.d 
1000 Client Smp ID: V5BFB 
15-JAN-2009 17:06 
JCK Inst ID: msv5.i 
1000*V5BFB 
MSV-15220-*1*JCK 

/var/chem/msv5.i/2090115p.b/bfb1.m 
06-Jan-2009 15:18 rjo Quant Type: ISTD 

Cal File: 
Als bottle: 2 QC Sample: BFB 

Page 1 

Dil Factor: 1.00000 
Integrator: HP RTE 
Target Version: 3.50 

Compound Sublist: all. sub 
Sample Matrix: WATER 

Concentration Formula: Amt * DF * Uf * Vf * VI * CpndVariable 

Name 

DF 
Uf 
Vf 
VI 

Cpnd Variable 

RT EXP RT (REL RT) 

====== ======= 

1 bfb 

11.022 11. 060 (0.000) 

11.022 11. 060 (0.000) 

11.022 11. 060 (0.000) 

11.022 11. 060 (0.000) 

11.022 11. 060 (0.000) 

11.022 11. 060 (0.000) 

11.022 11. 060 (0.000) 

11.022 11.060 (0.000) 

11.022 11.060 (0.000) 

Value 

1.00000 
1.00000 
1.00000 
1.00000 

Description 

Dilution Factor 
ng unit correction factor 
Volumetric correction factor 
Injection Volume 

Local Compound Variable 

CONCENTRATIONS 

ON-COL FINAL 

MASS RESPONSE ( ug/L) ( ug/L) TARGET RANGE RATIO 

======== ======= ============ 

CAS #: 460-00-4 

95 72349 100.00- 100.00 100.00 

50 13879 15.00- 40.00 19.18 

75 30616 30.00- 60.00 42.32 

96 4777 5.00- 9.00 6.60 

173 0 0.00- 2.00 0.00 

174 54584 50.00- 120.00 75.45 

175 3773 5.00- 9.00 6.91 

176 52253 95.00- 101. 00 95.73 

177 3361 5.00- 9.00 6.43 

-------------------------------------------------------------------------------
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Data File: Iva~/ohe~/~sv5.i/2090115p.b/i2778.d 

Date 15-JAN-2009 17:06 

Client ID: V5BFB 

Sa~ple Info: 1000*V5BFB 

Colu~n phase: RTX-VHS-30H 

InstruMent: Msv5.i 

Ope~ato~: JCK 

Colu~n dia~ete~: 0.25 

Iva~/ohe~/~sv5.i/2090115p.b/i2778.d 

4.0-: 
-

3.8-: 
-

3.6-: 
-

3.4-: 
-

3.2-: -
3.0-: -
2.8-: -
2.6-: -
2.4-: -
2.2-= -
2.0-= -
1.8-= -
1.6-= -
1.4-: 

-
1.2-: 

-
1.0-: 

-
0.8-: 

-
0.6-: -" 

"" - -" 
0.4-: 

I 

-
0.2-: 

~ -
-""T"T"T '! I I i2" 2 3 4 5 6 7 8 9 10 

Hin 

Page 1 

12 13 14 15 
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Data Fil_: Ivar/ch_~/~sv5.i/2090115p.b/i2778.d 

Date : 15-JAN-2009 17:06 

Client ID: V5BFB 

SaRple .In'o: 1000HV5BFB 

ColUMn phase: RTX-VHS-30H 
1 bIb 

Operator: JCK 

Colu~n diaMeter; 0.25 

7.2 
Ave. Scans 920-92~1.02), Background Scan 915 

6.9 

6.6 

6.3 

6.0 

5.7 

5.4 

5.1 

4.8 

4.5 

4.2 

3.9 

3.6 

3.3 /75 
3.0 

2.7 

2.4 

2.1 

1.8 

1.5 ~O 

1.2 

0.9 6~ 9, 
0.6 /,7 

II "I 
0.3 ,III 1.111 .111 ,I I ,1.1. II 11" 12~ 141" ~43 

,I 0.0 
40 50 60 70 80 90 100 110 120 130 140 150 

~/z 

* RELATIVE 
~e ION ABUNDANCE CRITERIA ABUNDANCE 

+-----+----------------------------------------------------+---------------------+ 
I I I I 

I 95 I Base Peak, 100* relative abundance I 100.00 I 

I 50 I 15.00 - 40.00* 0' Mass 95 I 19.18 I 

I 75 I 30.00 - 60.00* 0' MasS 95 I 42.32 I 

I 96 I 5.00 - 9.00* 0' Mass 95 I 6.60 I 

I 173 I Less than 2.00* 0' ~ass 174 I 0.00 ( 0.00) I 

I 174 I 50.00 - 120.00* 0' ~ass 95 I 76.46 I 

I 175 I 5.00 - 9.00* 0' Mass 174 I 5.21 ( 6.91) I 

I 176 I 95.00 - 101.00* 0' Mass 174 I 72.22 ( 95.73) I 

I 177 I 6.00 - 9.00* 0' Mass 176 I 4.65 ( 6.43) I 

+-----+----------------------------------------------------+---------------------+ 

Page 2 
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Data File: Ivar/ohe~/~$v5.i/2090115p.b/i2778.d 

Date : 15-JAN-2009 17:06 

Client ID: V5BFB InstruMent: Msv5.i 

Sa~ple Info: 1000~V5BFB 

Operator: JCK 

Colu~n pha$e: RTX-VHS-30H Colu~n dia~eter: 0.25 

Data File: i2778.d 
Speotru~: Avg. Soan$ 920-922 (11.02), Baokground Soan 915 

Looation of Haxi~u~: 95.00 
Nu~ber of point$: 64 

~/z y ~/z y ~/z y ",/z y 

+------------------+------------------+------------------+------------------+ 
36.00 545 60.00 552 79.00 1255 118.00 191 
37.00 3777 61.00 2731 80.00 393 128.00 135 
38.00 3256 62.00 2594 81.00 1264 130.00 73 
39.00 1427 63.00 1647 82.00 339 135.00 54 
43.00 144 64.00 202 87.00 3292 141.00 315 

+------------------+------------------+------------------+------------------+ 
44.00 773 65.00 61 88.00 3034 143.00 463 
45.00 565 67.00 134 91.00 70 146.00 63 
47.00 1308 68.00 6389 92.00 1351 155.00 111 
48.00 433 69.00 6286 93.00 2059 157.00 54 
49.00 2738 70.00 366 94.00 6767 174.00 54584 

+------------------+------------------+------------------+------------------+ 
50.00 13879 72.00 262 95.00 72344 175.00 3773 
51.00 3806 73.00 2413 96.00 4777 176.00 52248 
52.00 160 74.00 8716 97.00 70 177.00 3361 
55.00 266 75.00 30616 104.00 299 
56.00 861 76.00 2466 106.00 77 

+------------------+------------------+------------------+------------------+ 
57.00 1890 I 77.00 518 I 116.00 134 I 

58.00 106 I 78.00 468 I 117.00 312 I 

+------------------+------------------+------------------+------------------+ 

Page 3 



Data File: /var/chem/msv5.i/2090115p.b/i2779.d 
Report Date: 15-Jan-2009 20:04 

Data file : 
Lab Smp Id: 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

GCAL, Inc. 

/var/chem/msv5.i/2090115p.b/i2779.d 
1400 Client Smp 10: V5STD050 
15-JAN-2009 17:43 
JCK Inst 10: msv5.i 
1400*V5STD050 
MSV-15220-*1*JCK 

Method /var/chem/msv5.i/2090115p.b/8260Bw5.m 
Meth Date 15-Jan-2009 20:04 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11: 56 Cal File: i2731. d 

Page 1 

Als bottle: 1 Continuing Calibration Sample 
Oil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * OF * Uf/Vo * CpndVariable 

Name 

OF 
Uf 
Vo 
OF 

Cpnd Variable 

Compounds 

Value 

1.00000 
5.00000 
5.00000 
1.00000 

========================== 

1 Dichlorodifluoromethane 

2 Chloromethane ++ 

3 Vinyl Chloride + 

5 Bromomethane 

8 Chloroethane 

9 Trichlorofluoromethane 

11 1,1-Dichloroethene + 

12 Carbon Disulfide 

13 l,l,2Trichlotrifluoroethane 

14 Methyl Iodide 

15 Acrolein 

17 Methylene Chloride 

18 Acetone 

19 trans-l,2-Dichloroethene 

QUANT SIG 

MASS 

85 

50 

62 

94 

64 

101 

96 

76 

101 

142 

56 

49 

43 

61 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

AMOUNTS 

CAL-AMT 

RT EXP RT REL RT RESPONSE ( ppb) 

====== ====== 
1. 892 1. 892 (0.263) 180453 50.0000 

2.098 2.098 (0.292) 251149 50.0000 

2.196 2.196 (0.305) 210760 50.0000 

2.566 2.566 (0.357) 91786 50.0000 

2.718 2.718 (0.378 ) 105013 50.0000 

2.881 2.881 (0.400) 149709 50.0000 

3.522 3.522 (0.489) 111545 50.0000 

3.554 3.554 (0.494 ) 402608 50.0000 

3.576 3.576 (0.497 ) 123019 50.0000 

3.707 3.707 (0.515) 140226 50.0000 

4.000 4.000 (0.556) 51911 250.000 

4.337 4.337 (0.603) 196746 50.0000 

4.424 4.424 (0.615) 85056 50.0000 

4.554 4.554 (0.633) 191251 50.0000 

ON-COL 

( ppb) SIMILARITY 

========== 

50.1 

43.0 

48.3 

36.4 

45.0 

49.7 

46.9 

47.4 

49.1 

38.3 

152 

42.7 

46.5 

47.2 



Data File: /var/chem/msv5.i/2090115p.b/i2779.d 
Report Date: 15-Jan-2009 20:04 

Compounds 

20 Methyl Acetate 

21 Hexane 

22 MTBE 

27 1,1-Dichloroethane ++ 

29 Acrylonitrile 

30 Vinyl Acetate 

M 61 Total 1,2-Dichloroethene 

31 cis-1,2-Dichloroethene 

32 2,2-Dichloropropane 

34 Cyclohexane 

33 Bromochloromethane 

35 Chloroform + 

36 Carbon Tetrachloride 

$ 39 Dibromofluoromethane 

40 1,1,1-Trichloroethane 

42 2-Butanone 

43 1,1-Dichloropropene 

45 Benzene 

$ 48 1,2-Dichloroethane-d4 

49 1,2-Dichloroethane 

* 52 FLUOROBENZENE 

53 Methyl Cyclohexane 

54 Trichloroethene 

57 Dibromomethane 

59 1,2-Dichloropropane + 

60 Bromodichloromethane 

64 I-Bromo-2-chloroethane 

65 2-Chloroethyl vinyl ether 

66 cis-l,3-Dichloropropene 

M 6 1-3 Dichloropropene-Total 

67 Toluene-d8 

69 Toluene + 

71 4-methyl-2-pentanone 

72 Tetrachloroethene 

73 trans-l,3-Dichloropropene 

75 1,1,2-Trichloroethane 

76 Dibromochloromethane 

77 1,3-Dichloropropane 

79 1,2-Dibromoethane(EDB) 

80 2-Hexanone 

82 1-Chlorohexane 

83 CHLOROBENZENE-d5 

84 Chlorobenzene ++ 

85 Ethylbenzene + 

86 1,1,1,2-Tetrachloroethane 

87 p,m-Xylene 

89 o-Xylene 

QUANT SIG 

MASS 

43 

57 

73 

63 

53 

43 

61 

61 

77 

56 

128 

83 

117 

111 

97 

43 

75 

78 

67 

62 

96 

83 

130 

93 

63 

83 

63 

63 

75 

100 

98 

91 

43 

164 

75 

97 

129 

76 

107 

43 

91 

82 

112 

106 

133 

106 

106 

RT EXP RT REL RT 

4.587 4.587 (0.637) 

4.652 4.652 (0.647) 

4.707 4.707 (0.654) 

5.315 5.315 (0.739) 

5.391 5.391 (0.749) 

5.619 5.619 (0.781) 

5.923 5.923 (0.823) 

6.032 6.032 (0.838) 

6.130 6.130 (0.852) 

6.130 6.130 (0.852) 

6.217 6.217 (0.864) 

6.348 6.348 (0.882) 

6.402 6.402 (0.890) 

6.424 6.424 (0.893) 

6.544 6.544 (0.909) 

6.544 6.544 (0.909) 

6.794 6.794 (0.944) 

6.935 6.935 (0.964) 

7.000 7.000 (0.973) 

7.196 7.196 (1.000) 

7.348 7.348 (1.021) 

7.359 7.359 (1.023) 

7.750 

7.848 

7.902 

7.750 (1.077) 

7.848 (1.091) 

7.902 (1.098) 

8.337 8.337 (1.159) 

8.402 8.402 (1.168) 

8.467 8.467 (1.177) 

8.630 8.630 (0.865) 

8.674 

8.989 

9.011 

9.033 

9.174 

9.337 

9.413 

9.555 

8.674 (0.869) 

8.989 (1.249) 

9.011 (0.903) 

9.033 (0.905) 

9.174 (0.919) 

9.337 (0.936) 

9.413 (0.943) 

9.555 (0.958) 

9.707 9.707 (0.973) 

9.946 9.946 (0.997) 

9.979 9.979 (1.000) 

9.989 9.989 (1.001) 

10.000 10.000 (1.002) 

10.044 10.044 (1.007) 

10.120 10.120 (1.014) 

10.490 10.490 (1.051) 

RESPONSE 

133953 

187021 

307830 

247919 

269317 

209357 

421513 

230262 

178993 

280990 

87146 

240794 

145749 

160906 

163994 

143585 

218574 

641074 

87989 

189359 

535838 

226922 

157740 

114021 

203496 

199718 

300716 

18745 

287006 

515961 

530282 

648412 

229905 

101628 

228955 

147302 

172414 

288179 

164118 

188215 

226805 

242874 

427309 

215537 

130228 

531934 

264149 

AMOUNTS 

CAL-AMT 

( ppb) 

50.0000 

50.0000 

50.0000 

50.0000 

250.000 

50.0000 

100.000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

100.000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

50.0000 

100.000 

50.0000 

ON-COL 

( ppb) 

45.3 

51.2 

48.8 

45.7 

206 

40.9 

95.0 

47.8 

49.1 

52.8 

50.0 

47.3 

50.9 

50.1 

49.5 

48.3 

50.2 

48.6 

49.2 

47.3 

56.0 

50.0 

48.8 

48.4 

48.0 

47.8 

41.5 

52.0 

104 

50.0 

50.2 

50.4 

55.0 

51. 9 

50.9 

51.5 

49.8 

49.3 

53.6 

57.2 

50.3 

51.5 

49.1 

106 

52.6 

Page 2 

SIMILARITY 

5890 

9263 (M2) 

9101 

9445 

8927 

9746 

9688 

(M3) 

o 

9689 



Data File: /var/chem/msv5.i/2090115p.b/i2779.d Page 3 
Report Date: 15-Jan-2009 20:04 

AMOUNTS 

QUANT SIG CAL-AMT ON-COL 

Compounds MASS RT EXP RT REL RT RESPONSE ( ppb) ( ppb) SIMILARITY 

========================== ====== ====== ========== 

90 Styrene 104 10.533 10.533 (1.056) 456680 50.0000 53.5 

91 Bromoform ++ 173 10.588 10.588 (1.061) 106178 50.0000 54.5 

93 Isopropylbenzene 105 10.751 10.751 (1.077) 628478 50.0000 54.2 

$ 94 Brornofluorobenzene 174 11. 023 11. 023 (1.105) 137012 50.0000 51. 5 

95 n-Propylbenzene 91 11.110 11.110 (0.920) 723817 50.0000 51.2 

96 Bromobenzene 77 11.121 11.121 (0.921) 322502 50.0000 48.2 

97 l,l,2,2-Tetrachloroethane++ 83 11.175 11.175 (0.925) 217947 50.0000 48.1 

98 2-Ch1orotoluene 91 11. 27 4 11.274 (0.933) 519937 50.0000 49.9 

99 1,3,S-Trimethylbenzene 105 11.274 11. 274 (0.933) 487585 50.0000 51. 5 

100 1, 2, 3-Trichloropropane 75 11.317 11.317 (0.937) 244021 50.0000 47.7 

101 trans-l,4-Dichloro-2-Butene 53 11. 328 11.328 (0.938 ) 52054 50.0000 46.0 

103 4-Chlorotoluene 91 11. 426 11.426 (0.946) 458285 50.0000 48.6 

M 124 TOTAL XYLENE 106 796083 150.000 158 

104 tert-butylbenzene 91 11.579 11.579 (0.959) 255526 50.0000 52.7 

106 1, 2, 4-Trimethylbenzene 105 11. 644 11.644 (0.964 ) 498253 50.0000 51.7 

107 sec-Butylbenzene 105 11. 753 11. 753 (0.973 ) 617594 50.0000 54.1 

108 p-Isopropyltoluene 119 11.873 11.873 (0.983) 466958 50.0000 55.4 

110 1,3-Dichlorobenzene 146 12.003 12.003 (0.994 ) 277437 50.0000 51.7 

* 111 1,4-DICHLOROBENZENE-D4 152 12.080 12.080 (1. 000) 185250 50.0000 

112 1,4-Dichlorobenzene 146 12.091 12.091 (1.001) 286959 50.0000 49.0 

US n-Butylbenzene 91 12.319 12.319 (1.020) 394860 50.0000 52.9 

U6 l/2-Dichlorobenzene 146 12.558 12.558 (1.040) 267702 50.0000 51. 9 

120 1,2-Dibromo-3-Chloropropane 157 13.557 13.557 (1.122) 30437 50.0000 46.7 

122 Hexachlorobutadiene 225 14.447 14.447 ( 1.196) 44532 50.0000 56.9 

123 1,2,4-Trichlorobenzene 180 14.523 14.523 (1.202) 135913 50.0000 53.4 

125 Naphthalene 128 14.936 14.936 (1.236) 369904 50.0000 48.6 

126 l,2,3-Trichlorobenzene 180 15.153 15.153 (1.254) 126945 50.0000 53.7 

QC Flag Legend 

M2- Compound response manually integrated because 
Target system integrated incorrectly. 

M3- Compound response manually integrated because 
Target system integrated incorrect peak. 



Data File; lvarlohe~/~sv5.i/2090115p.b/i2779.d 

Date ; 15-JAN-2009 17;43 

Client ID; V5STD050 

Sa~ple Info; 14001EV5STD050 
Purge Volu~e; 5.0 

Col~n phase; RTX-VHS-30H 

InstruMent: Msv5.i 

Operator; JCK 

Col~n dia~eter; 0.25 

Ivar/oheM/~sv5.iI2090115p.b/i2779.d 

3.8-§ 
3.7.§ 

M.-§ 
3.6-§ 
3.4.§ 

3.3-§ 
3.2-§ 
3.1.§ 

3.0-§ 
2.9-§ 
2.8~ 
2.7-§ 
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2.3-§ 

2.2~ 
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1.5-§ 
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0.9~ 
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Data file /var/chem/msv5.i/2090115p.b/i2779.d 
Report Date: 01/15/2009 20:04 

Lab ID 
Injection Date: 

MANUAL INTEGRATION GRAPHIC REPORT 

1400 
01/15/2009 17:43 
JCK 
1400*V5STD050 

SampleType 
Instrument 

MSV-15220-*1*JCK 
/var/chem/msv5.i/2090115p.b/8260Bw5.m 
1. 00 
WATER 

CCALIB 3 
msv5.i-

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator HP RTE Compound Sublist: 8260b 

-
3.6~ 

3.3~ 
3.0~ 
2.7-: 
2.4-: 

2.1~ 
1.e~ 
1.5~ 
1.2-:; 
0.9-:; 
0.6-: 
0.3-: 

II' Ci.....statlon tIS 1271"1.d 

Page: 1 

.~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ 
10 11 12 13 14 15 

Original Final 
================================================================================ 

B.O~ 
7.0~ 
6.0~ 
5.0~ 
4.0~ 
3.0~ 
2.0~ 
1.0~ 

21 Hexane 
II' tIS Orilinol.d. Ion 57.00 

O.O":':"'T""""'T~I""""".,....,""", ........ ..,..;lo,-rrh""""""",,~T"""" 
4.20 4.30 4.40 4.50 4.60 4.70 4.80 4.90 5.00 5.10 

CAS#: 110-54-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/15/2009 17:43 

65 2-Chloroethyl vinyl ether CAS#: 110-75-8 

1.6~ 
1.4~ 
1.2~ 
1.0~ 
O.B~ 
0.6~ 
Q.4~ 
O.2~ 

HP tIS Orlglnal.d. Ion 63.00 

O;OI~=~T""'"'''''''''''''''''',.....Ijf.-rrfliY''''''........y.,.( '---

Electronic Signature 
Applied 

User: jck 
Date: 01/15/2009 17:43 

1.6~ 
1.4~ 
1.2-: 

1.0~ 
O.8~ 
0.6~ 
O.4~ 

Reason: M2 
II' tIS 127l"l.d. Ion 57.00 

Reason: M3 
HP tIS 12m.d. Ion 63.00 

0.2~ 
O.O.::,:....,.."~,....,....'T"T",.,, 



Data file : /var/chem/msv5.i/2090115p.b/i2779.d 
Report Date: 01/15/2009 20:04 

M2 - Target system integrated incorrectly 
M3 - Target system integrated incorrect peak 

Page: 2 



1A SAMP:.ENO. 
VOLATILE ORGANICS ANALYSIS DATA SHEET 

MB68b'234 

Lab Name: GCAL Contract: 
~~~----------- -----------------------

Lab Code: LA024 Case No.: _____ SAS No.: SDG No.: 209011424 

Matrix: (soillwater) ~W_ate;..;......r __________ _ 

Samplewtlvol: ~_~ (g/ml) _m_L ___ ~_. __ _ 

Level: (Iow/med) .;;;L;,;;.0.c.W~ _________ _ 

% Moisture: not dec. 

GC Column: RTX-VMS-30 ID: .25 (mm) 

Instrument ID: .;.M;,;.;S;:,.;V~5 ____________ _ 

Soil Extract Volume: 

Soil Aliquot Volume: 

CONCENTRA nON UNITS: ug/L 

CAS NO. COMPOUND 

56-23-5 Carbon tetrachloride 
107-06-2 1,2-Dichloroethane 
156-59-2 cis-1,2-Dichloroethene 
75-09-2 Methylene chloride 
127-18-4 Tetrachloroethene 
71-55-6 1,1,1-Trichloroethane 
96-18-4 1,2,3-Trichloropropane 
75-01-4 Vinyl chloride 
75-35-4 1,1-Dichloroethene 
71-43-2 Benzene 
79-01-6 Trichloroethene 

Lab Sample ID: 686234 

Lab File ID: 2090115p/i2782 

Date Collected: 

Date Received: 

Date Analyzed: 01115109 
..;..;.;-'-~----

Dilution Factor: 

Prep Batch: 

Analytical Method: SW-8468260 

RESULT Q 

5.00 U 
5.00 U 

5.00 U 
10.0 U 
5.00 U 
5.00 U 

5.00 U 

5.00 U 

5.00 U 

5.00 U 

5.00 U 

FORM I VOA 

Time: ------

Time: ,..;1~85;;;;2~ __ _ 

Analyst: ~ __ _ 

Analytical Batch: 404503 

MDL RL 

0.156 5.00 
0.090 5.00 
0.162 5.00 
0.096 10.0 
0.153 5.00 
0.096 5.00 
0.091 5.00 
0.155 5.00 
0.201 5.00 
0.065 5.00 
0.118 5.00 

143 



Data File: /var/chem/msv5.i/2090115p.b/i2782.d 
Report Date: 15-Jan-2009 20:06 

Data file : 
Lab Smp Id: 

GCAL, Inc. 

/var/chem/msv5.i/2090115p.b/i2782.d 
686234 Client Smp ID: MB 

Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

15-JAN-2009 18:52 
JCK Inst ID: msv5.i 
686234*MB 
MSV-15220-*1*JCK 

Method /var/chem/msv5.i/2090115p.b/8260Bw5.m 
Meth Date 15-Jan-2009 20:04 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11:56 Cal File: i2731.d 
Ais bottle: 4 QC Sample: BLANK 

Page 1 

Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Cpnd Variable 

Compounds 

Value 

1.00000 
5.00000 
5.00000 
1. 00000 

========================== 

$ 39 Dibromofluoromethane 

$ 48 l,2-Dichloroethane-d4 

· 52 FLUOROBENZENE 

$ 67 Toluene-d8 

· 83 CHLOROBENZENE-d5 

$ 94 Bromofluorobenzene 

• 111 l,4-DICHLOROBENZENE-D4 

QUANT SIG 

MASS 

111 

67 

96 

98 

82 

174 

152 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

CONCENTRATIONS 

ON-COLUMN FINAL 

RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) 

====== ====== 
6.409 6.402 (0.890) 149392 46.7275 46.7 

6.930 6.935 (0.962) 87224 49.0488 49.0 

7.201 7.196 (1.000) 532891 50.0000 

8.623 8.630 (0.864) 514676 49.6500 49.7 

9.979 9.979 (1.000) 237258 50.0000 

11. 021 11. 023 (1.104) 130222 50.0582 50.1 

12.074 12.080 (1. 000) 169690 50.0000 

SIMILARITY 

========== 

6193 

144 
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Data File: Ivar/ohe~/~sv5.i/2090115p.b/i2782.d 

Date : 15-JAN-2009 18:52 

Client ID: 1'm 

Sa~ple I~o: 686234KHB 
Purge VoluMe: 5.0 

Colu~n phase: RTX-VHS-30H 

3.6-: 

3.5~ 
3.4.§ 

3.3~ 
3.2.§ 

3.1~ 
3.0~ 

2.9~ 
2.8~ 
2.7~ 
2.6~ 
2.5~ 
2.4~ 
2.3~ 

2.2~ 
2.:1~ 
2.0~ 
:1.g.§ 

:1.8~ 
:1.7~ 
:1.6~ 
:1.5.§ 

:1.4~ 
:1.3.§ 

1.2~ 
:1.:1~ 
:1.0~ 
o.g~ 

O.8~ 
O.7~ 
O.6~ 
O.5~ 
O.4~ 
O.3~ 
O.2~ 
O.1~ 

2 3 4 5 6 

Page 1 

Instru~nt: Msv5.i 

Operator: JCK 

Colu~n dia~ter: 0.25 

Ivar/ohe~/~sv5.iI2090115p.bli2782.d 

"" 10 "" " 
, 

Q) 
, !i! III 
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Data file /var/chem/msv5.i/2090115p.b/i2782.d 
~eport Date: 01/15/2009 20:06 

Lab ID 
Injection Date: 

MANUAL INTEGRATION GRAPHIC REPORT 

686234 SampleType 
01/15/2009 18:52 Instrument 
JCK 
686234*MB 
MSV-15220-*1*JCK 
/var/chem/msv5.i/2090115p.b/8260Bw5.m 
1. 00 

BLANK 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator 

WATER 
HP RTE Compound Sublist: 8260b 

3.6-: 

3.3-: 
3.0-: 
2.7-: 
2.4-: 

2.1-: 
1.8-: 
1.5-: 
1.2-: 
0.9-: 

0.6-: 

0.3-: 

If' ChooStatlon ItS 12782.d 

Page: 1 

~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~h 

NO MANUAL INTEGRATIONS 
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1A SAMPLE NO. 
VOLATilE ORGANICS ANALYSIS DATA SHEET 

Lab Code: LA024 

Matrix: (soillwater) 

Sample wVvol: 5 

Case No.: 

_.c>."mm~~ 

Level: (Iow/med) lOW 

% Moisture: not dec. 

GC Column: RTX-VMS-30 ID: .25 

Instrument ID: 

Soil Extract Volume: 

Soil Aliquot Volume: 

CONCENTRA TION UNITS: ug/L 

CAS NO. COMPOUND 

56-23-5 Carbon tetrachloride 
107-06-2 1,2-Dichloroethane 

156-59-2 cis-1,2-Dichloroethene 
75-09-2 Methylene chloride 

127-18-4 T etrachloroethene 
71-55-6 1,1,1-Trichloroethane 
96-18-4 1,2,3-Trichloropropane 
75-01-4 Vinyl chloride 
75-35-4 1,1-Dichloroethene 
71-43-2 Benzene 
79-01-6 Trichloroethene 

Contract: 

(mm) 

( Ill) 

( Ill) 

lCS686235 

SDG No.: 209011424 

lab Sample ID: 

lab File ID: w?09~2.~<~p[!;2779~mm<w_w .• _ "'~"'~'_"''''mW_W'''''~'~''W 

Date Collected: Time: 

Date Received: 

Date Analyzed: 01/15/09 Time: 1743 

Dilution Factor: Analyst: JCK 
"""=>w.w,','",=~.,= 

Prep Batch: Analytical Batch: 404503 
~,,,,,,,,,,,~_N~"»~W."'w,m 

Analytical Method: SW-8468260 

RESULT Q MDL RL 

50.9 0.156 5.00 

47.3 0.090 5.00 

47.8 0.162 5.00 

42.7 0.096 10.0 

55.0 0.153 5.00 

49.5 0.096 5.00 

47.7 0.091 5.00 

48.3 0.155 5.00 

46.9 0.201 5.00 

48.6 0.065 5.00 

50.0 0.118 5.00 

FORM I VOA 



Data File: /var/chem/msv5.i/2090115p.b/i2779L.d 
Report Date: 15-Jan-2009 20:06 

GCAL, Inc. 

Data file : /var/chem/msv5.i/2090115p.b/i2779L.d 
Lab Smp Id: 686235 Client Smp ID: LCS 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

15-JAN-2009 17:43 
JCK Inst ID: msv5.i 
686235*LCS 
MSV-15220-*1*JCK 

Method /var/chem/msv5.i/2090115p.b/8260Bw5.m 
Meth Date 15-Jan-2009 20:04 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11:56 Cal File: i2731.d 
Als bottle: 1 QC Sample: LCS 

Page 1 

Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Cpnd Variable 

Compounds 

Value 

1. 00000 
5.00000 
5.00000 
1.00000 

========================== 

1 Dich1orodifluoromethane 

2 Chloromethane ++ 

3 Vinyl Chloride + 

5 Bromomethane 

8 Chloroethane 

9 Trichlorof1uoromethane 

11 1,1-Dich1oroethene + 

12 Carbon Disulfide 

13 1,1,2Trich1otrifluoroethane 

14 Methyl Iodide 

15 Acrolein 

17 Methylene Chloride 

18 Acetone 

19 trans-1,2-Dichloroethene 

QUANT SIG 

MASS 

85 

50 

62 

94 

64 

101 

96 

76 

101 

142 

56 

49 

43 

61 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

CONCENTRATIONS 

ON-COLUMN FINAL 

RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) 

===== ====== 

1. 892 1. 892 (0.263) 180453 50.1266 50.1 

2.098 2.098 (0.292) 251149 42.9552 43.0 

2.196 2.196 (0.305) 210760 48.3438 48.3 

2.566 2.566 (0.357) 91786 36.3555 36.4 

2.718 2.718 (0.378) 105013 44.9940 45.0 

2.881 2.881 (0.400) 149709 49.6843 49.7 

3.522 3.522 (0.489) 111545 46.8719 46.9 

3.554 3.554 (0.494 ) 402608 47.3534 47.4 

3.576 3.576 (0.497) 123019 49.1178 49.1 

3.707 3.707 (0.515) 140226 38.3102 38.3 

4.000 4.000 (0.556) 51911 152.378 152 

4.337 4.337 (0.603) 196746 42.6923 42.7 

4.424 4.424 (0.615) 85056 46.5184 46.5 

4.554 4.554 (0.633) 191251 47.2412 47.2 

SIMILARITY 

========== 

148 



Data File: /var/chem/msvS.i/209011Sp.b/i2779L.d 
Report Date: lS-Jan-2009 20:06 

CONCENTRATIONS 

ON-COLUMN 

Compounds 

QUANT SIG 

MASS RT EXP RT REL RT RESPONSE ppb) 

FINAL 

( ug/L) 

20 Methyl Acetate 

21 Hexane 

22 MTBE 

27 l,l-Dichloroethane ++ 

29 Acrylonitrile 

30 Vinyl Acetate 

M 61 Total 1,2-Dichloroethene 

31 cis-1,2-Dichloroethene 

32 2,2-Dichloropropane 

34 Cyc10hexane 

33 Bromochloromethane 

35 Chloroform + 

36 Carbon Tetrachloride 

$ 39 Dibromofluoromethane 

40 1,1,1-Trichloroethane 

42 2-Butanone 

43 1,1-Dichloropropene 

45 Benzene 

$ 48 1,2-Dichloroethane-d4 

49 1,2-Dichloroethane 

52 FLUOROBENZENE 

53 Methyl Cyclohexane 

54 Trichloroethene 

57 Dibromomethane 

59 1,2-Dichloropropane + 
60 Bromodichloromethane 

64 1-Bromo-2-chloroethane 

65 2-Chloroethyl vinyl ether 

66 cis-1,3-Dichloropropene 

M 6 1-3 Dichloropropene-Total 

$ 67 Tol uene-d8 

69 Toluene + 

71 4-methyl-2-pentanone 

72 Tetrachloroethene 

73 trans-l,3-Dichloropropene 

75 1,1,2-Trichloroethane 

76 Dibromochloromethane 

77 1,3-Dichloropropane 

79 1,2-Dibromoethane(EDB) 

80 2-Hexanone 

82 1-Chlorohexane 

83 CHLOROBENZENE-d5 

84 Chlorobenzene ++ 

85 Ethylbenzene + 

86 1,1,1,2-Tetrachloroethane 

87 p,m-Xylene 

89 o-Xylene 

43 

57 

73 

63 

53 

43 

61 

61 

77 

56 

128 

83 

117 

111 

97 

43 

75 

78 

67 

62 

96 

83 

130 

93 

63 

83 

63 

63 

75 

100 

98 

91 

43 

164 

75 

97 

129 

76 

107 

43 

91 

82 

112 

106 

133 

106 

106 

4.587 4.587 (0.637) 

4.652 4.652 (0.647) 

4.707 4.707 (0.654) 

5.315 5.315 (0.739) 

5.391 5.391 (0.749) 

5.619 5.619 (0.781) 

5.923 

6.032 

6.130 

6.130 

6.217 

6.348 

6.402 

6.424 

6.544 

6.544 

6.794 

6.935 

7.000 

7.196 

7.348 

5.923 (0.823) 

6.032 (0.838) 

6.130 (0.852) 

6.130 (0.852) 

6.217 (0.864) 

6.348 (0.882) 

6.402 (0.890) 

6.424 (0.893) 

6.544 (0.909) 

6.544 (0.909) 

6.794 (0.944) 

6.935 (0.964) 

7.000 (0.973) 

7.196 (1.000) 

7.348 (1.021) 

7.359 7.359 (1.023) 

7.750 7.750 (1.077) 

7.848 7.848 (1.091) 

7.902 7.902 (1.098) 

8.337 8.337 (1.159) 

8.402 8.402 (1.168) 

8.467 8.467 (1.177) 

8.630 8.630 (0.865) 

8.674 

8.989 

9.011 

9.033 

9.174 

9.337 

9.413 

9.555 

9.707 

9.946 

9.979 

8.674 (0.869) 

8.989 (1.249) 

9.011 (0.903) 

9.033 (0.905) 

9.174 (0.919) 

9.337 (0.936) 

9.413 (0.943) 

9.555 (0.958) 

9.707 (0.973) 

9.946 (0.997) 

9.979 (1.000) 

9.989 9.989 (1.001) 

10.000 10.000 (1.002) 

10.044 10.044 (1.007) 

10.120 10.120 (1.014) 

10.490 10.490 (1.051) 

133953 

187021 

307830 

247919 

269317 

209357 

421513 

230262 

178993 

280990 

87146 

240794 

145749 

160906 

163994 

143585 

218574 

641074 

87989 

189359 

535838 

226922 

157740 

114021 

203496 

199718 

300716 

18745 

287006 

515961 

530282 

648412 

229905 

101628 

228955 

147302 

172414 

288179 

164118 

188215 

226805 

242874 

427309 

215537 

130228 

531934 

264149 

45.3318 

51.1863 

48.8049 

45.6708 

205.891 

40.9398 

94.9937 

47.7525 

49.0971 

52.7724 

50.0450 

47.2578 

50.8919 

50.0521 

49.5354 

48.3086 

50.2480 

48.5536 

49.2069 

47.2808 

50.0000 

56.0418 

50.0414 

48.7901 

48.4213 

47.9993 

47.8418 

41. 4990 

51. 9717 

103.659 

49.9726 

50.2472 

50.4413 

55.0097 

51.9115 

50.9008 

51. 4878 

49.7618 

49.3422 

53.5725 

57.1567 

50.0000 

50.3404 

51. 5070 

49.1361 

105.820 

52.6060 

45.3 

51.2 

48.8 

45.7 

206 

40.9 

95.0 

47.8 

49.1 

52.8 

50.0 

47.3 

50.9 

50.1 

49.5 

48.3 

50.2 

48.6 

49.2 

47.3 

56.0 

50.0 

48.8 

48.4 

48.0 

47.8 

41.5 

52.0 

104 

50.0 

50.2 

50.4 

55.0 

51. 9 

50.9 

51. 5 

49.8 

49.3 

53.6 

57.2 

50.3 

51.5 

49.1 

106 

52.6 

Page 2 

SIMILARITY 

5890 

9263 (M2) 

9101 

9445 

8927 

9746 

9688 

(M3) 

o 

9689 



Data File: /var/chem/msv5.i/2090115p.b/i2779L.d Page 3 
Report Date: 15-Jan-2009 20:06 

CONCENTRATIONS 

QUANT SIG ON-COLUMN FINAL 

Compounds MASS RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) SIMILARITY 

======~=-================= ====== ====== ========== 

90 Styrene 104 10.533 10.533 (1.056) 456680 53.5471 53.5 

91 Bromoform ++ 173 10.588 10.588 (1.061) 106178 54.4751 54.5 

93 Isopropylbenzene 105 10.751 10.751 (1.077) 628478 54.1560 54.2 

$ 94 Bromofluorobenzene 174 11. 023 11. 023 (1.105) 137012 51. 4505 51.5 

95 n-Propylbenzene 91 11.110 11.110 (0.920) 723817 51.1971 51.2 

96 Bromobenzene 77 11.121 11.121 (0.921) 322502 48.2448 48.2 

97 l,l,2,2-Tetrachloroethane++ 83 11.175 11.175 (0.925) 217947 48.1076 48.1 

98 2-Chlorotoluene 91 11.274 11.274 (0.933) 519937 49.9089 49.9 

99 1, 3, 5-Trimethylbenzene 105 11.274 11. 274 (0.933) 487585 51.5446 51.5 

100 l,2,3-Trichloropropane 75 11. 317 11.317 (0.937) 244021 47.7434 47.7 

101 trans-1,4-Dichloro-2-Butene 53 11. 328 11. 328 (0.938) 52054 46.0445 46.0 

103 4-Chlorotoluene 91 11. 426 11. 426 (0.946) 458285 48.6039 48.6 

M 124 TOTAL XYLENE 106 796083 158.426 158 

104 tert-butylbenzene 91 11. 579 11.579 (0.959) 255526 52.7335 52.7 

106 l,2,4-Trimethylbenzene 105 11. 644 11. 644 (0.964) 498253 51. 6541 51.7 

107 sec-Butylbenzene 105 11. 753 11. 753 (0.973) 617594 54.1103 54.1 

108 p-Isopropylto1uene 119 11. 873 11.873 (0.983) 466958 55.4215 55.4 

110 l,3-Dichlorobenzene 146 12.003 12.003 (0.994) 277437 51. 7307 51. 7 

* 111 l,4-DICHLOROBENZENE-D4 152 12.080 12.080 (1.000) 185250 50.0000 

112 l,4-Dichlorobenzene 146 12.091 12.091 (1.001) 286959 49.0127 49.0 

115 n-Butylbenzene 91 12.319 12.319 (1. 020) 394860 52.9449 52.9 

116 1,2-Dichlorobenzene 146 12.558 12.558 (1.040) 267702 51. 8546 51. 9 

120 1,2-Dibromo-3-Chloropropane 157 13.557 13.557 (1.122) 30437 46.6790 46.7 

122 Hexachlorobutadiene 225 14.447 14.447 (1.196) 44532 56.9472 56.9 

123 1, 2, 4-Trichlorobenzene 180 14.523 14.523 (1.202) 135913 53.3986 53.4 

125 Naphthalene 128 14.936 14.936 (1.236) 369904 48.5700 48.6 

126 l,2,3-Trichlorobenzene 180 15.153 15.153 (1.254) 126945 53.6677 53.7 

QC Flag Legend 

M2- Compound response manually integrated because 
Target system integrated incorrectly. 

M3- Compound response manually integrated because 
Target system integrated incorrect peak. 



Data File; Ivar/oheM/Msv6.i/2090116p.b/i2779L.d 

Date : 15-JAN-2009 17;43 

Client ID: LCS 

SaPlple Info; 686236MLCS 
Purge VoluMe: 6.0 

Coluliln phase; RTX-VHS-JOH 

3.8'; 
3.7~ 

3.6'; 
3.6'; 
3.4~ 

3.3'; 
3.2'; 

3.1~ 
3.0'; 
2.9'; 
2.8~ 
2.7'; 
2.6'; 

2.6~ 
2.4'; 
2.3'; 

2.2~ 
2.1'; 

~ 2.0~ 
~ 1.9"E 
v 1.8-: 
,.. 1.7~ 

1.6'; 

1.5~ 
1.4'; 

1.3'; 
1.2'; 
1.1~ 

1.0'; 
0.9'; 
0.8~ 

0.7'; 
0.6'; 

0.6~ 
0.4'; 

0.3~ 
0.2~ 
0.1~ 

Instru~ent; Msv6.i 

Operator; JCK 

ColuMn diaMeter; 0.26 

Ivar/oheM/Msv6.i/2090116p.b/i2779L.d 
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Data file /var/chem/msv5.i/2090115p.b/i2779L.d 
Report Date: 01/15/2009 20:06 

Lab ID 
Injection Date: 

MANUAL INTEGRATION GRAPHIC REPORT 

686235 
01/15/2009 17:43 
JCK 
686235*LCS 

SampleType 
Instrument 

MSV-15220-*1*JCK 
/var/chem/msv5.i/2090115p.b/8260Bw5.m 
1. 00 
WATER 

LCS 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator HP RTE Compound Sublist: 8260b 

-
3,6": 
3,3-: 
3,0-: 
2,7-: 
2,4-: 
2.1": 
1.8": 
1,5": 
1,2-: 

M-: 
0.6-: 
0,3-: 

II' a-5tatlon tIS 1277'lL,d 

Page: 

~~¥Y~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~44~~~~~~~ 

Original Final 

1 

================================================================================ 
21 Hexane 

II' tIS Orlglnal,d, Ion 57,00 

CAS#: 110-54-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/15/2009 17:43 

65 2-Chloroethyl vinyl ether CAS#: 110-75-8 

1.6~ 
1,4'; 
1,2~ 
1,0'; 
0,8'; 
0,6'; 
0.4'; 
0.2~ 

II' tIS Orllinal,d, Ion 63,00 

0,0.;0.= ......... ,....,.,.,..,...,.TTTT......!iT-r.<1I11 rnn ......... ,.......r" '----
8.00 8.10 8,20 8.30 8.40 8.50 8.60 8,70 8.80 8.90 

Electronic Signature 
Applied 

User: jck 
Date: 01/15/2009 17:43 

Reason: M2 
HP tIS 127~.d, Ion 57,00 

8.0~ 
7.0~ h 
6,O~ II 
5.0~ 
4,O~ 

2.0~ 
3.0~ \ 

l,O~ ~ 
0.0 : I' ,N. """""""""TTTTTTTT"'" 

4.20 4.30 4.40 4.~.:.~~.n~.70 4,80 4.90 5.00 5,10 

1,6~ 
1.4'; 

1.2~ 
1.0'; 
0.8'; 
0.6'; 
0.4'; 

Reason: M3 
HP tIS 127~.d, Ion 63.00 

0.2-: '" I, I 
0.0-"'= ......... ,.,.,....,..,...,.,.,.,.......-.{ 'l- ,,}.......,.,.,..... .... 

8,00 8.10 8.20 k.~ (~i~ 8.50 8.60 8.70 8.80 8.90 



Data file : /var/chem/msv5.i/2090115p.b/i2779L.d 
Report Date: 01/15/2009 20:06 

M2 - Target system integrated incorrectly 
M3 - Target system integrated incorrect peak 

Page: 2 



1A SAMPLE NO. 
VOLATILE ORGANICS ANALYSIS DATA SHEET 

LCSD686236 

Lab Name: GCAL 
~---------------

Contract: -------------------------
Lab Code: LA024 Case No.: _____ SAS No.: SDG No.: 209011424 

Matrix: (soillwater) Water 
~~-------------------

Sample wtIvoI: !..__ (g/ml) _m_L _____ _ Lab Sample 10: .,;:6:.::.86::.:2:.:;3.::,.6 ____________ _ 

Level: (Iow/med) Lab File 10: 2090115p/i2780 

% Moisture: not dec. Date Coilected: Time: _____ _ 

GC Coiumn: RTX-VMS-30 10: ..;.;.2;;,.;5,--_ (mm) Date Received: 

Instrument 10: ..;,M;,;.;S:..;V.,;:5 __________ _ Date Analyzed: ..;;.0.,;,;,1/;.,;15;,;.;;10;.:.9 ___ _ Time: ...;1;.:.80:..;6'--__ _ 

Soil Extract Voiume: Dilution Factor: Analyst: _JC_K ___ _ 

Soil Aliquot Voiume: Prep Batch: Analytical Batch: 404503 

CONCENTRA TlON UNITS: ug/L 
Analytical Method: SW-846 8260 

CAS NO. COMPOUND RESULT Q MDL RL 

56-23-5 Carbon tetrachloride 49.5 0.156 5.00 
107-06-2 1.2-Dichloroethane 48.9 0.090 5.00 
156-59-2 cis-1.2-Dichloroethene 49.2 0.162 5.00 
75-09-2 Methylene chloride 43.5 0.096 10.0 
127-18-4 Tetrachloroethene 55.7 0.153 5.00 
71-55-6 1.1.1-Trichloroethane 52.5 0.096 5.00 
96-18-4 1.2.3-Trichloropropane 48.9 0.091 5.00 
75-01-4 Vinyl chloride 47.7 0.155 5.00 
75-35-4 1.1-Dichloroethene 46.1 0.201 5.00 
71-43-2 Benzene 49.7 0.065 5.00 
79-01-6 Trichloroethene 48.8 0.118 5.00 

FORM I VOA 

1.54 



Data File: /var/chem/msv5.i/2090115p.b/i2780.d 
Report Date: 15-Jan-2009 20:06 

Data file : 
Lab Smp Id: 

GCAL, Inc. 

/var/chem/msv5.i/2090115p.b/i2780.d 
686236 Client Smp ID: LCSD 

Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

15-JAN-2009 18:06 
JCK Inst ID: msv5.i 
686236*LCSD 
MSV-15220-*I*JCK 

Method /var/chem/msv5.i/2090115p.b/8260Bw5.m 
Meth Date 15-Jan-2009 20:04 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11:56 Cal File: i2731.d 
Als bottle: 2 QC Sample: LCSD 

Page 1 

Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Cpnd Variable 

Compounds 

Value 

1.00000 
5.00000 
5.00000 
1.00000 

========================== 

1 Dich1orodifluoromethane 

2 Chloromethane ++ 

3 Vinyl Chloride + 
5 Bromomethane 

8 Chloroethane 

9 Trichlorof1uoromethane 

11 1,1-Dich1oroethene + 

12 Carbon Disulfide 

13 1,1,2Trichlotrifluoroethane 

14 Methyl Iodide 

15 Acrolein 

17 Methylene Chloride 

18 Acetone 

19 trans-l,2-Dichloroethene 

QUANT SIG 

MASS 

85 

50 

62 

94 

64 

101 

96 

76 

101 

142 

56 

49 

43 

61 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

CONCENTRATIONS 

ON-COLUMN FINAL 

RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) 

====== ====:c= 
1. 892 1.892 (0.263) 169724 47.7081 47.7 

2.098 2.098 (0.292) 251602 43.5455 43.5 

2.196 2.196 (0.305) 205413 47.6788 47.7 

2.565 2.566 (0.357) 89870 36.0208 36.0 

2.718 2.718 (0.378) 103005 44.6596 44.7 

2.881 2.881 (0.400) 148571 49.8941 49.9 

3.522 3.522 (0.489) 108398 46.0923 46.1 

3.554 3.554 (0.494 ) 391242 46.5669 46.6 

3.587 3.576 (0.498) ll7295 47.3904 47.4 

3.707 3.707 (0.515) 143250 39.5066 39.5 

3.989 4.000 (0.554) 54394 161. 569 162 

4.337 4.337 (0.603) 197941 43.4634 43.5 

4.424 4.424 (0.615) 85914 47.6275 47.6 

4.554 4.554 (0.633) 186496 46.6156 46.6 

SIMILARITY 

========== 



Data File: /var/chem/msv5.i/2090115p.b/i2780.d 
Report Date: 15-Jan-2009 20:06 

Compounds 

20 Methyl Acetate 

21 Hexane 

22 MTBE 

27 1,1-Dich1oroethane ++ 

29 Acrylonitrile 

30 Vinyl Acetate 

M 61 Total 1,2-Dich1oroethene 

31 cis-1,2-Dich1oroethene 

32 2,2-Dichloropropane 

34 Cyc10hexane 

33 Bromoch1oromethane 

35 Chloroform + 

36 Carbon Tetrachloride 

$ 39 Dibromofluoromethane 

40 1,1,1-Trich1oroethane 

42 2-Butanone 

43 1,1-Dich1oropropene 

45 Benzene 

$ 48 1,2-Dichloroethane-d4 

49 1,2-Dich1oroethane 

52 FLUOROBENZENE 

53 Methyl Cyclohexane 

54 Trich1oroethene 

57 Dibromomethane 

59 1,2-Dichloropropane + 

60 Bromodichloromethane 

64 1-Bromo-2-chloroethane 

65 2-Chloroethyl vinyl ether 

66 cis-l,3-Dichloropropene 

M 6 1-3 Dichloropropene-Tota1 

$ 67 Toluene-d8 

69 Toluene + 

71 4-methyl-2-pentanone 

72 Tetrachloroethene 

73 trans-1,3-Dichloropropene 

75 1,1,2-Trichloroethane 

76 Dibromochloromethane 

77 1,3-Dichloropropane 

79 1,2-Dibromoethane(EDB) 

80 2-Hexanone 

82 1-Ch1orohexane 

83 CHLOROBENZENE-d5 

84 Ch1orobenzene ++ 

85 Ethy1benzene + 

86 1,1,1,2-Tetrachloroethane 

87 p,m-Xylene 

89 o-Xylene 

QUANT SIG 

MASS 

43 

57 

73 

63 

53 

43 

61 

61 

77 

56 

128 

83 

117 

111 

97 

43 

75 

78 

67 

62 

96 

83 

130 

93 

63 

83 

63 

63 

75 

100 

98 

91 

43 

164 

75 

97 

129 

76 

107 

43 

91 

82 

112 

106 

133 

106 

106 

RT 

4.587 

4.652 

4.707 

5.315 

5.391 

5.619 

5.923 

6.032 

6.130 

6.130 

6.217 

6.347 

6.402 

6.424 

6.543 

6.543 

6.793 

6.935 

7.000 

7.195 

7.348 

7.359 

7.750 

7.848 

7.902 

8.336 

8.391 

8.467 

8.630 

8.674 

8.989 

9.011 

9.032 

9.174 

9.337 

9.413 

9.554 

9.707 

9.946 

9.978 

EXP RT REL RT 

4.587 (0.637) 

4.652 (0.647) 

4.707 (0.654) 

5.315 (0.739) 

5.391 (0.749) 

5.619 (0.781) 

5.923 (0.823) 

6.032 (0.838) 

6.130 (0.852) 

6.130 (0.852) 

6.217 (0.864) 

6.348 (0.882) 

6.402 (0.890) 

6.424 (0.893) 

6.544 (0.909) 

6.544 (0.909) 

6.794 (0.944) 

6.935 (0.964) 

7.000 (0.973) 

7.196 (1.000) 

7.348 (1.021) 

7.359 (1.023) 

7.750 (1.077) 

7.848 (1.091) 

7.902 (1.098) 

8.337 (1.159) 

8.402 (1.166) 

8.467 (1.177) 

8.630 (0.865) 

8.674 (0.869) 

8.989 (1.249) 

9.011 (0.903) 

9.033 (0.905) 

9.174 (0.919) 

9.337 (0.936) 

9.413 (0.943) 

9.555 (0.958) 

9.707 (0.973) 

9.946 (0.997) 

9.979 (1.000) 

9.989 9.989 (1.001) 

10.000 10.000 (1.002) 

10.044 10.044 (1.007) 

10.120 10.120 (1.014) 

10.490 10.490 (1.051) 

CONCENTRATIONS 

ON-COLUMN 

RESPONSE ppb) 

136530 

188553 

303599 

249761 

276897 

173836 

420844 

234348 

178199 

267060 

85043 

254172 

140084 

152678 

171616 

144826 

213445 

648983 

85239 

193724 

529528 

211770 

152104 

111457 

205606 

200464 

314765 

13997 

286566 

513447 

521065 

658979 

237232 

101244 

226881 

147705 

168340 

289561 

168116 

191404 

212924 

239069 

414460 

214068 

130001 

518564 

265690 

46.7545 

52.2206 

48.7077 

46.5584 

214.208 

34.3987 

95.7946 

49.1790 

49.4617 

50.7539 

49.4192 

50.5107 

49.4967 

48.0586 

52.4554 

49.3067 

49.6536 

49.7384 

48.2370 

48.9471 

50.0000 

52.9230 

48.8284 

48.2612 

49.5063 

48.7527 

50.6736 

33.2341 

52.5104 

104.383 

49.8856 

51. 8788 

52.6691 

55.6741 

52.2600 

51. 8524 

51.0712 

50.7963 

51. 3487 

55.3473 

54.5126 

50.0000 

49.6038 

51. 9701 

49.8312 

104.802 

53.7550 

FINAL 

( ug/L) 

46.8 

52.2 

48.7 

46.6 

214 

34.4 

95.8 

49.2 

49.5 

50.8 

49.4 

50.5 

49.5 

48.1 

52.5 

49.3 

49.7 

49.7 

48.2 

48.9 

52.9 

48.8 

48.3 

49.5 

48.8 

50.7 

33.2 

52.5 

104 

49.9 

51. 9 

52.7 

55.7 

52.3 

51. 9 

51.1 

50.8 

51.3 

55.3 

54.5 

49.6 

52.0 

49.8 

105 

53.8 

Page 2 

SIMILARITY 

5850 

9288(M2) 

9135 

9567 

8909 

9645 

9476 

(M2) 

o 

9591 



Data File: /var/chem/msvS.i/2090llSp.b/i2780.d 
Report Date: lS-Jan-2009 20:06 

Compounds 

90 Styrene 

91 Bromoform ++ 

93 Isopropylbenzene 

94 Bromofluorobenzene 

95 n-Propylbenzene 

96 Bromobenzene 

97 l,!,2,2-Tetrachloroethane++ 

98 2-Chlorotoluene 

99 1,3,5-Trimethylbenzene 

100 l,2,3-Trichloropropane 

101 trans-l,4-Dichloro-2-Butene 

103 4-Chlorotoluene 

M 124 TOTAL XYLENE 

104 tert-butylbenzene 

106 1,2,4-Trimethylbenzene 

107 sec-Butylbenzene 

108 p-Isopropyltoluene 

110 1,3-Dichlorobenzene 

* 111 1,4-DICHLOROBENZENE-D4 

112 l,4-Dichlorobenzene 

115 n-Butylbenzene 

116 l,2-Dichlorobenzene 

120 1,2-Dibromo-3-Chloropropane 

122 Hexachlorobutadiene 

123 1,2,4-Trichlorobenzene 

125 Naphthalene 

126 1,2,3-Trichlorobenzene 

QC Flag Legend 

QUANT SIG 

MASS 

104 

173 

105 

174 

91 

77 

83 

91 

105 

75 

53 

91 

106 

91 

105 

105 

119 

146 

152 

146 

91 

146 

157 

225 

180 

128 

180 

RT EXP RT REL RT 

10.533 10.533 (1.056) 

10.588 10.588 (1.061) 

10.751 10.751 (1.077) 

11.023 11.023 (1.105) 

11.110 11.110 (0.921) 

11.121 11.121 (0.921) 

11.175 11.175 (0.926) 

11.273 11.274 (0.934) 

11.273 11.274 (0.934) 

11.317 11.317 (0.938) 

11.328 11.328 (0.939) 

11.426 11.426 (0.947) 

11.578 11.579 (0.959) 

11.644 11.644 (0.965) 

11.742 11.753 (0.973) 

11.872 11.873 (0.984) 

12.003 12.003 (0.995) 

12.068 12.080 (1.000) 

12.090 12.091 (1.002) 

12.319 12.319 (1.021) 

12.558 12.558 (1.041) 

13.556 13.557 (1.123) 

14.446 14.447 (1.197) 

14.512 14.523 (1.202) 

14.925 14.936 (1.237) 

15.142 15.153 (1.255) 

RESPONSE 

469081 

106526 

609791 

132262 

692938 

317341 

214896 

514594 

468404 

244964 

51687 

455440 

784254 

246539 

472592 

565351 

435044 

272316 

181410 

280093 

366313 

264831 

33234 

41351 

126689 

382123 

118518 

M2- Compound response manually integrated because 
Target system integrated incorrectly. 

CONCENTRATIONS 

ON-COLUMN 

ppb) 

55.8766 

55.5235 

53.3821 

50.4573 

50.0505 

48.4776 

48.4382 

50.4416 

50.5650 

48.9424 

46.6720 

49.3246 

158.557 

51.9558 

50.0309 

50.5816 

52.7267 

51.8507 

50.0000 

48.8526 

50.2807 

52.3843 

51. 8055 

54.0839 

50.9330 

51.0749 

51.1657 

FINAL 

( ug/L) 

55.9 

55.5 

53.4 

50.5 

50.1 

48.5 

48.4 

50.4 

50.6 

48.9 

46.7 

49.3 

159 

52.0 

50.0 

50.6 

52.7 

51. 9 

48.9 

50.3 

52.4 

51. 8 

54.1 

50.9 

51.1 

51.2 

Page 3 

SIMILARITY 



Data File: Ivar/chemlmsv5.i/20~0115p.b/i2780.d 
Date : 15-JAN-200~ 18:06 
Client ID: LCSD 
Sample Info: 686236*LCSD 
Purge Volume: 5.0 
Column phase: RTX-VHS-30H 

3.~= 
3.8~ 
3.7~ 
3.6~ 
3.5~ 
3.4~ 
3.3~ 
3.2~ 
3.1~ 
3.0~ 
2.~~ 
2.8~ 
2.7~ 
2.6~ 
2.5~ 
2.4~ 
2.3~ 
2.2~ 
2.1'; 

" = 'f 2.0~ 
~ 1.~'; 
" = ...... 1+8-:: 

>- 1.7~ 
1.6.§ 
1.5~ 
1.4~ 
1.3~ 

Page 1 

Instru~ent: fflsv5.i 

Operator: JCK 
Column diameter: 0.25 

Ivar/chem/msv5.i/20~0115p.b/i2780.d 

.. 
i 
N ~ ~ j 

~ ~ ~ 

1.2~ 
1.1~ 
1.0~ 
O.~~ 
O.8~ 
O.7~ 
0.6~ 
O.5~ 
O.4~ 
O.3.§ 
0.2'; 

u , ! ~ II 
~ ; II m W I IU~ j l J ~~lm~lij", ~'I"'~ 'I 'l." A",~ O.1~ III IIV U;\II q:.r! \ I \.JUp" U~! !OJ!g .... uw~ l,U11 II/PII,I wrv, 'oU, =~~I[,J "",ml,vu l". I • I iii " •• , 



Data file /var/chem/msv5.i/2090115p.b/i2780.d Page: 1 
Report Date: 01/15/2009 20:06 

MANUAL INTEGRATION GRAPHIC REPORT 

Lab ID 
Injection Date: 

686236 
01/15/2009 18:06 
JCK 
686236*LCSD 

SampleType 
Instrument 

MSV-15220-*1*JCK 
/var/chem/msv5.i/2090115p.b/8260Bw5.m 
1. 00 

LCSD 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator 

WATER 
HP RTE Compound Sublist: 8260b 

3.9-: 
3.6-: 
3.3-: 
3.0-: 
2.7-: 
2.4-: 
2.1-: 
1.8-: 
1.5-: 
1.2-: 
0.9-: 
0.6-: 
0.3-: 

II' ChollStatlon I1S 12780.d 

~~~~~~~~~~~~~~~~~~~~~~~~~~~~uH~~~~~~~~~~~~ 

Original Final 
================================================================================ 

21 Hexane 
II' I1S Orlclnal.d. Ion 57.00 

CAS#: 110-54-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/15/2009 18:37 

65 2-Chloroethyl vinyl ether CAS#: 110-75-8 

1.8-: 
1.6.§ 
1.4';: 
1.2~ 
1.0~ 
0.8.§ 
0.6~ 
0.4~ 

II' tIS tl-lc1nal.d. Ion 63.00 

0.2.§ I. \. 1 
0.0""-= .......... ,.........'TTTTTT"'.....+ir.-...-;;;=t+.,.,..... ......... ...r" 'I-n-r ............... 

8.00 8.10 8.20 T~;!> 1~;,40 8.50 8.60 8.70 8.80 8.90 

Electronic Signature 
Applied 

User: jck 
Date: 01/15/2009 18:37 

7.0~ 
6.0~ 
5.0~ 

4.0~ 

Reason: M2 
II' I1S 12780.d. Ion 57.00 

1\ 

3.0~ 

2.0~ J \, 1.0~ 
0.0''':'= ..,.....TTT"'.,.,..,.,.~.,.......,.;c.......-\ "M,....,..,'T"""'T'''''''''''''' 

4.20 4.30 4.40 4.~.:.~int.70 4.80 4.90 5.00 5.10 

1.8-: 

1.6~ 
1.4-; 
1.2'§ 
1.0'§ 
0.8': 

0.6~ 
0.4~ 

Reason: M2 
II' tIS 12780.d. Ion 63.00 

0.2.§ \J.. I 
0.0 = " , , : [ ::: ;rft 

8.00 8.10 8.20 k! I~j~ 8.50 8.60 8.70 8.80 8.90 

159 



Data file : /var/chem/msv5.i/2090115p.b/i2780.d 
Report Date: 01/15/2009 20:06 

M2 - Target system integrated incorrectly 

Page: 2 

150 



1A SAMPLE NO. 
VOLATILE ORGANICS ANALYSIS DATA SHEET 

NE4MW32CMS 

~'~''';;.;.G;.;.;;C;.;.:../ft.~L.....;...;. ___ .....;...;._ Cor:rtract: 
----------~--~~~--

Lab Code: LA024 Case No.: _____ SAS No.: SDG No.: 209011424 

Matrix: (soiUwater) ..:W.;.;ater= _________ _ 

Sample wtIvoI: 5 (g1ml) 

Level: (Iow/med) ...:;L~O~W~ __________ _ 

% Moisture: not dec. 

ID: ...:;.2;:;:5;,.,.."._ (mm) GC Column: RTX-VMS-30 

Instrument ID: MSV5 
~~--~-----------------

Soil Extract Volume: (IJL) 

Soil Aliquot Volume: (IJL) 

CONCENTRA TION UNITS: ug/L 

CAS NO. COMPOUND 

71-55-6 1,1,1-Trichloroethane 
75-35-4 1,1-Dichloroethene 
96-18-4 1,2,3-Trichloropropane 
107-06-2 1,2-Dichloroethane 
71-43-2 Benzene 
56-23-5 Carbon tetrachloride 
75-09-2 Methylene chloride 
127-18-4 Tetrachloroethene 
79-01-6 Trichloroethene 
75-01-4 Vinyl chloride 
156-59-2 cis-1,2-Dichloroethene 

Lab Sample ID: 20901142403 

Lab FilelD: 2090115p1i2785ms __ 

Date Collected: 01/13109 Time: 0915 

Date Received: 01/14/09 

Date Analyzed: 01/15109 Time: 2017 

Dilution Factor: Analyst: JCK -----
Prep Batch: Analytical Batch: 404503 

Analytical Method: SW-8468260 

RESULT Q MDL RL 

50.9 0.096 5.00 
46.8 0.201 5.00 
56.9 0.091 5.00 
48.4 0.090 5.00 
51.6 0.065 5.00 
53.1 0.156 5.00 
45.2 0.096 10.0 

57.7 0.153 5.00 
79.9 0.118 5.00 

51.8 0.155 5.00 
149 0.162 5.00 

FORM I VOA 



Data File: /var/chem/msv5.i/2090115p.b/i2785ms.d 
Report Date: 15-Jan-2009 20:23 

GCAL, Inc. 

Data file : /var/chem/msv5.i/2090115p.b/i2785ms.d 
Lab Smp Id: 20901142403 Client Smp ID: MS 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

15-JAN-2009 20:17 
JCK 
20901142403*MS 
MSV-15220-*1*JCK 

Inst ID: msv5.i 

Method /var/chem/msv5.i/2090115p.b/8260Bw5.m 
Meth Date 15-Jan-2009 20:04 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11:56 Cal File: i2731.d 
A1s bottle: 7 QC Sample: MS 

Page 1 

Dil Factor: 1.00000 
Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.50 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Cpnd Variable 

Compounds 

Value 

1.00000 
5.00000 
5.00000 
1. 00000 

========================== 

1 Dichlorodif1uoromethane 

2 Chloromethane ++ 

3 Vinyl Chloride + 

5 Bromomethane 

8 Ch1oroethane 

9 Trich1orof1uoromethane 

11 1,1-Dich1oroethene + 

12 Carbon Disulfide 

13 1,1,2Trichlotrifluoroethane 

14 Methyl Iodide 

15 Acrolein 

17 Methylene Chloride 

18 Acetone 

19 trans-1,2-Dichloroethene 

QUANT SIG 

MASS 

85 

50 

62 

94 

64 

101 

96 

76 

101 

142 

56 

49 

43 

61 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

CONCENTRATIONS 

ON-COLUMN FINAL 

RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) 

===== ====== 

1. 892 1. 892 (0.263) 177710 51.5748 51. 6 

2.098 2.098 (0.292) 251242 44.8951 44.9 

2.196 2.196 (0.305) 216318 51.8403 51.8 

2.566 2.566 (0.357) 73927 30.5928 30.6 

2.718 2.718 (0.378) 111622 49.9670 50.0 

2.881 2.881 (0.400) 145095 50.3090 50.3 

3.522 3.522 (0.489) 106568 46.7855 46.8 

3.544 3.554 (0.492) 415221 51. 0143 51.0 

3.576 3.576 (0.497) 121311 50.6045 50.6 

3.707 3.707 (0.515) 133377 38.0884 38.1 

3.989 4.000 (0.554) 71090 218.018 218 

4.326 4.337 (0.601) 199400 45.2055 45.2 

4.413 4.424 (0.613) 46403 24.9614 25.0 

4.544 4.554 (0.631) 188272 48.5875 48.6 

SIMILARITY 

========== 

(R) 



Data File: /var/chem/msv5.i/2090115p.b/i2785ms.d 
Report Date: 15-Jan-2009 20:23 

Compounds 

20 Methyl Acetate 

21 Hexane 

22 MTBE 

27 1,1-Dichloroethane ++ 

29 Acrylonitrile 

30 Vinyl Acetate 

M 61 Total 1,2-Dichloroethene 

31 cis-1,2-Dichloroethene 

32 2,2-Dichloropropane 

34 Cyclohexane 

33 Bromochloromethane 

35 Chloroform + 

36 Carbon Tetrachloride 

39 Dibromofluoromethane 

40 lil,I-Trichloroethane 

42 2-Butanone 

43 l,l-Dichloropropene 

45 Benzene 

48 1,2-Dichloroethane-d4 

49 1,2-Dichloroethane 

52 FLUOROBENZENE 

53 Methyl Cyclohexane 

54 Trichloroethene 

57 Dibromomethane 

59 l,2-Dichloropropane + 

60 Bromodichloromethane 

64 I-Bromo-2-chloroethane 

66 cis-l,3-Dichloropropene 

M 6 1-3 Dichloropropene-Total 

$ 67 Toluene-d8 

69 Toluene + 

71 4-methyl-2-pentanone 

72 Tetrachloroethene 

73 trans-1,3-Dichloropropene 

75 1,1,2-Trichloroethane 

76 Dibromochloromethane 

77 1,3-Dichloropropane 

79 1,2-Dibromoethane(EDB) 

80 2-Hexanone 

82 l-Chlorohexane 

83 CHLOROBENZENE-d5 

84 Chlorobenzene ++ 

85 Ethylbenzene + 
86 1,1,1,2-Tetrachloroethane 

87 p,m-Xylene 

89 o-Xylene 

90 Styrene 

QUANT SIG 

MASS 

43 

57 

73 

63 

53 

43 

61 

61 

77 

56 

128 

83 

117 

111 

97 

43 

75 

78 

67 

62 

96 

83 

130 

93 

63 

83 

63 

75 

100 

98 

91 

43 

164 

75 

97 

129 

76 

107 

43 

91 

82 

112 

106 

133 

106 

106 

104 

RT 

4.587 

4.652 

4.707 

5.315 

5.381 

5.620 

5.924 

6.032 

6.119 

6.130 

6.217 

6.348 

6.402 

6.413 

6.544 

6.544 

6.794 

6.935 

6.989 

7.196 

7.337 

7.359 

7.750 

7.837 

7.892 

8.337 

8.457 

8.620 

8.663 

8.989 

9.011 

9.022 

9.163 

9.327 

9.414 

9.544 

9.696 

9.935 

9.968 

9.990 

9.990 

10.033 

EXP RT REL RT 

4.587 (0.637) 

4.652 (0.647) 

4.707 (0.654) 

5.315 (0.739) 

5.391 (0.748) 

5.619 (0.781) 

5.923 (0.823) 

6.032 (0.838) 

6.130 (0.850) 

6.130 (0.852) 

6.217 (0.864) 

6.348 (0.882) 

6.402 (0.890) 

6.424 (0.891) 

6.544 (0.909) 

6.544 (0.909) 

6.794 (0.944) 

6.935 (0.964) 

7.000 (0.971) 

7.196 (1.000) 

7.348 (1.020) 

7.359 (1.023) 

7.750 (1.077) 

7.848 (1.089) 

7.902 (1.097) 

8.337 (1.159) 

8.467 (1.175) 

8.630 (0.865) 

8.674 (0.869) 

8.989 (1.249) 

9.011 (0.904) 

9.033 (0.905) 

9.174 (0.919) 

9.337 (0.936) 

9.413 (0.944) 

9.555 (0.957) 

9.707 (0.973) 

9.946 (0.997) 

9.979 (1.000) 

9.989 (1.002) 

10.000 (1.002) 

10.044 (1.007) 

10.110 10.120 (1.014) 

10.490 10.490 (1.052) 

10.534 10.533 (1.057) 

RESPONSE 

145568 

186250 

309447 

331501 

289303 

215993 

875471 

687199 

172316 

276789 

83599 

234583 

145674 

148092 

161398 

124086 

210472 

651674 

84467 

185418 

512875 

230955 

241098 

109393 

200729 

201711 

311765 

278308 

503787 

508330 

640521 

284645 

101823 

225479 

149230 

166678 

287341 

177695 

196792 

206125 

231984 

406089 

211035 

129877 

510801 

261382 

444477 

CONCENTRATIONS 

ON-COLUMN 

ppb) 

51. 4681 

53.2578 

51.2579 

63.8022 

231. 072 

44.1286 

197.482 

148.894 

49.3818 

54.3109 

50.1575 

48.1088 

53.1431 

48.1286 

50.9341 

43.6174 

50.5518 

51. 5663 

49.3522 

48.3696 

50.0000 

59.5915 

79.9103 

48.9055 

49.9014 

50.6488 

51. 8203 

52.6531 

105.745 

50.1527 

51.9657 

65.2474 

57.7025 

53.5233 

53.9877 

52.1114 

51.9463 

55.9320 

58.6433 

54.3837 

50.0000 

50.0863 

52.7985 

51.3041 

106.386 

54.4985 

54.5628 

FINAL 

( ug/L) 

51. 5 

53.3 

51. 3 

63.8 

231 

44.1 

197 

149 

49.4 

54.3 

50.2 

48.1 

53.1 

48.1 

50.9 

43.6 

50.6 

51.6 

49.4 

48.4 

59.6 

79.9 

48.9 

49.9 

50.6 

51. 8 

52.7 

106 

50.2 

52.0 

65.2 

57.7 

53.5 

54.0 

52.1 

51. 9 

55.9 

58.6 

54.4 

50.1 

52.8 

51.3 

106 

54.5 

54.6 

Page 2 

SIMILARITY 

5127 

9267 (M2) 

9128 

(R) 

(R) 

8870 

9384 

9746 

(R) 

9574 

o 

(R) 

9584 



Data File: /var/chem/msv5.i/2090115p.b/i2785ms.d Page 3 
Report Date: 15-Jan-2009 20:23 

CONCENTRATIONS 

QUANT SIG ON-COLUMN FINAL 

Compounds MASS RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) SIMILARITY 

========================== =_ ... === =""==== =======:c;= 

91 Bromoform ++ 173 10.577 10.588 (1.061) 104477 56.1187 56.1 

93 Isopropy1benzene 105 10.751 10.751 (1.079) 622798 56.1858 56.2 

$ 94 Bromofluorobenzene 174 11.012 11. 023 (1.105) 133243 52.3839 52.4 

95 n-Propylbenzene 91 11.110 11.110 (0.921) 698291 52.2466 52.2 

96 Brornobenzene 77 11.121 11.121 (0.921) 313401 49.5934 49.6 

97 1,1,2,2-Tetrach1oroethane++ 83 11.165 11.175 (0.925) 234388 54.7272 54.7 

98 2-Ch1oroto1uene 91 11.263 11.274 (0.933) 510927 51. 8790 51. 9 

99 1,3,5-Trirnethy1benzene 105 11.263 11.274 (0.933) 470586 52.6231 52.6 

100 1,2,3-Trichloropropane 75 11. 317 11. 317 (0.938) 274734 56.8595 56.9 

101 trans-1,4-Dich1oro-2-Butene 53 11.328 11. 328 (0.939) 56089 52.3245 52.3 

103 4-Ch1oroto1uene 91 11. 415 11. 426 (0.946) 456690 51.2345 51.2 

M 124 TOTAL XYLENE 106 772183 160.884 161 

104 tert-butylbenzene 91 11. 568 11.579 (0.958) 249985 54.5721 54.6 

106 1,2,4-Trirnethy1benzene 105 11.633 11.644 (0.964) 476642 52.2700 52.3 

107 sec-Buty1benzene 105 11. 742 11.753 (0.973) 592400 54.9032 54.9 

108 p-Isopropy1to1uene 119 11. 873 11. 873 (0.984) 447891 56.2313 56.2 

110 1,3-0ichlorobenzene 146 12.003 12.003 (0.995) 262193 51. 7143 51. 7 

* 111 1,4-DICHLOROBENZENE-D4 152 12.069 12.080 (1.000) 175127 50.0000 

112 1,4-Dichlorobenzene 146 12.091 12.091 (1. 002) 271672 49.0838 49.1 

115 n-Buty1benzene 91 12.308 12.319 (1. 020) 377429 53.5068 53.5 

116 l,2-Dichlorobenzene 146 12.547 12.558 (1. 040) 255451 52.3417 52.3 

120 1,2-Dibrorno-3-Chloropropane 157 13.546 13.557 (1.122) 35788 57.5452 57.5 

122 Hexachlorobutadiene 225 14.436 14.447 ( 1.196) 45270 61.1133 61.1 

123 1, 2, 4-Trichlorobenzene 180 14.513 14.523 (1.202) 122483 51. 0054 51.0 

125 Naphthalene 128 14.925 14.936 (1.237) 390275 53.8654 53.9 

126 1,2,3-Trichlorobenzene 180 15.143 15.153 (1.255) 120487 53.8819 53.9 

QC Flag Legend 

R - Spike/Surrogate failed recovery limits. 
M2- Compound response manually integrated because 

Target system integrated incorrectly. 
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Data File: lvar/cheM/Msv5.i/2090115p.b/i2785Ms.d 
Date : 15-JAN-2009 20:17 
Client ID: MS 
Sample In;o: 20901142403MMS 
Purge VoluMe: 5.0 
ColUMn phase: RTX-VHS-30M 

2.5-

2.4-

2.3-

2.2-

2.1-

2.0-

1.9-

1.8-

1.7-

1.6-

1.5-

1.4-

::;; 1.3-
~ g 1.2-

>- 1.1-

1.0-

0.9-

0.8-

0.7-

0.6-

0.5-

0.4-

0.3-

0.2-

0.1-

2 3 4 5 6 

Instrument: Msv5.i 

Operator: JCK 
ColuMn diameter: 0.25 

Ivar/cheM/Msv5.i/2090115p.b/i2785Ms.d 
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Data file /var/chem/msv5.i/2090115p.b/i2785ms.d 
Report Date: 01/15/2009 20:23 

Lab ID 
Injection Date: 

MANUAL INTEGRATION GRAPHIC REPORT 

20901142403 
01/15/2009 20:17 
JCK 
20901142403*MS 

SampleType 
Instrument 

MSV-15220-*1*JCK 
/var/chem/msv5.i/2090115p.b/8260Bw5.m 
1. 00 
WATER 

MS 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator HP RTE Compound Sublist: 8260b 

2.(~ 
2.2,§ 

2.0~ 
1.a~ 
1.6~ 
1.4,§ 
1.2~ 
1.0~ 
o.a~ 
0.6~ 

0.4"§ 
0.2-:: 

If> ChotoStatloo I'IS 1278500.d 

Page: 1 

~~~~~~~~~'~~~~~~~~~~~~~~~u~~~~~~~~~~~~ 

Original Final 
================================================================================ 

8.0~ 
7.0~ 
,.o~ 

5.0.§ 
4.0~ 
3.0~ 
2.0~ 
1.0~ 

21 Hexane 
If> I'IS OrIClnol.d, 100 57.00 

0.0":;= "TT""......,.. .......... ,.,....,.,..,.....,J,of. ................... .,.."..,..,..,..,.,""'""...,.,.....,..,. 
4.20 4.30 (.40 4.50 4.60. t.70 4.80 4.SO 5.00 5.10 

CAS#: 1l0-54-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/15/2009 20:23 

M2 - Target system integrated incorrectly 

Reason: M2 
If> lIS 127850 •• d, 100 57.00 



1A SAMPLE NO. 
VOLATILE ORGANICS ANALYSIS DATA SHEET 

NE4MW32C MSD 

Contract: 

Lab Code: LA024 Case No.: __ " ___ . __ SAS No.: SDG No.: 209011424 

Lab Sample ID: .;;;2:.:,09;:;;0;.;1.:1"4.::2:"4;.0:4.;.~.~_ •• ~.~.w .•. """ ... w •• w"""_" •• _._ •• ~ 

Level: (Iow/med) LOW Lab File ID: .~Q~q1.~~£!~~61!l~~ww,.,...~ •. ~~.w •. ., • .,~.,_ ••• ___ w 

% Moisture: not dec. Date Collected: 01/13/09 

GC Column: RTX-VMS-30 (mm) Date Received: 

Soil Extract Volume: ( IJL ) Dilution Factor: Analyst: 

Soil Aliquot Volume: ( IJL ) Prep Batch: Analytical Batch: 404503 

CONCENTRA TlON UNITS: ug/L 
Analytical Method: SW-846 8260 

CAS NO. COMPOUND RESULT Q MDL RL 

71-55-6 1,1,1-Trichloroethane 52.1 0.096 5.00 

75-35-4 1,1-Dichloroethene 47.7 0.201 5.00 

96-18-4 1,2,3-Trichloropropane 56.4 0.091 5.00 

107-06-2 1,2-Dichloroethane 49.3 0.090 5.00 

71-43-2 Benzene 52.4 0.065 5.00 

56-23-5 Carbon tetrachloride 53.9 0.156 5.00 

75-09-2 Methylene chloride 44.5 0.096 10.0 

127-18-4 T etrachloroethene 56.8 0.153 5.00 

79-01-6 Trichloroethene 81.7 0.118 5.00 

75-01-4 Vinyl chloride 50.9 0.155 5.00 

156-59-2 cis-1 ,2 -Dichloroethene 151 0.162 5.00 

FORM I VOA 



Data File: /var/chem/msv5.i/2090115p.b/i2786msd.d 
Report Date: 15-Jan-2009 20:43 

Data file : 
Lab Smp Id: 
Inj Date 
Operator 
Smp Info 
Misc Info 
Comment 

GCAL, Inc. 

/var/chem/msvS.i/209011Sp.b/i2786msd.d 
20901142404 Client Smp ID: MSD 
15-JAN-2009 20:39 
JCK Inst ID: msvS.i 
20901142404*MSD 
MSV-15220-*1*JCK 

Method /var/chem/msv5.i/2090115p.b/8260Bw5.m 
Meth Date lS-Jan-2009 20:04 jck Quant Type: ISTD 
Cal Date 14-JAN-2009 11:56 Cal File: i2731.d 
Als bottle: 8 QC Sample: MSD 
Dil Factor: 1.00000 

Page 1 

Integrator: HP RTE Compound Sublist: 8260b.sub 
Target Version: 3.S0 
Processing Host: org.gcal.com 

Concentration Formula: Amt * DF * Uf/Vo * CpndVariable 

Name 

DF 
Uf 
Vo 
DF 

Cpnd Variable 

Compounds 

Value 

1.00000 
5.00000 
5.00000 
1.00000 

========================== 

1 Dichlorodifluoromethane 

2 Chloromethane ++ 

3 Vinyl Chloride + 

5 Bromomethane 

8 Chloroethane 

9 Trichlorofluoromethane 

1l l,l-Dichloroethene + 

12 Carbon Disulfide 

13 l,l,2Trichlotrifluoroethane 

14 Methyl Iodide 

15 Acrolein 

17 Methylene Chloride 

18 Acetone 

19 trans-l,2-Dichloroethene 

QUANT SIG 

MASS 

85 

50 

62 

94 

64 

101 

96 

76 

101 

142 

56 

49 

43 

61 

Description 

Dilution Factor 
ng unit correction factor 
Sample Volume purged (mL) 

Local Compound Variable 

CONCENTRATIONS 

ON-COLUMN FINAL 

RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) 

====== ====== 
1. 892 1. 892 (0.263) 176565 50.6000 50.6 

2.098 2.098 (0.292) 240406 42.4201 42.4 

2.196 2.196 (0.305) 215207 50.9273 50.9 

2.566 2.566 (0.357) 87588 35.7915 35.8 

2.718 2.718 (0.378) 109106 48.2283 48.2 

2.881 2.881 (0.400) 150006 51. 3595 51.4 

3.522 3.522 (0.489) 109967 47.6723 47.7 

3.544 3.554 (0.492) 395440 47.9818 48.0 

3.576 3.576 (0.497 ) 119137 49.0744 49.1 

3.707 3.707 (0.515) 144365 40.5131 40.5 

4.000 4.000 (0.556) 67009 202.925 203 

4.337 4.337 (0.603) 198724 44.4873 44.5 

4.413 4.424 (0.613) 48208 25.7006 25.7 

4.544 4.554 (0.631) 197859 50.4213 50.4 

SIMILARITY 

========== 



Data File: /var/chem/msv5.i/2090115p.b/i2786msd.d 
Report Date: 15-Jan-2009 20:43 

CONCENTRATIONS 

ON-COLUMN 

Compounds 

QUANT SIG 

MASS RT EXP RT REL RT RESPONSE ppb) 

FINAL 

( ug/L) 

20 Methyl Acetate 

21 Hexane 

22 MTBE 

27 1,1-Dichloroethane ++ 

29 Acrylonitrile 

30 Vinyl Acetate 

M 61 Total 1,2-Dich1oroethene 

31 cis-l,2-Dichloroethene 

32 2,2-Dichloropropane 

34 Cyclohexane 

33 Bromochloromethane 

35 Chloroform + 

36 Carbon Tetrachloride 

$ 39 Dibromofluoromethane 

40 1,1,1-Trichloroethane 

42 2-Butanone 

43 1,1-Dichloropropene 

45 Benzene 

$ 48 1,2-Dichloroethane-d4 

49 1,2-Dichloroethane 

52 FLUOROBENZENE 

53 Methyl Cyclohexane 

54 Trichloroethene 

57 Dibromomethane 

59 1,2-Dichloropropane + 
60 Bromodichloromethane 

64 1-Bromo-2-chloroethane 

66 cis-1,3-Dichloropropene 

M 6 1-3 Dichloropropene-Total 

$ 67 Toluene-d8 

69 Toluene + 

71 4-methyl-2-pentanone 

72 Tetrach1oroethene 

73 trans-1,3-Dich1oropropene 

75 l,l,2-Trichloroethane 

76 Dibromochloromethane 

77 1,3-Dichloropropane 

79 1,2-Dibromoethane(EDB) 

80 2-Hexanone 

82 1-Ch1orohexane 

83 CHLOROBENZENE-d5 

84 Chlorobenzene ++ 

85 Ethy1benzene + 

86 1,1,1,2-Tetrachloroethane 

87 p,m-Xy1ene 

89 o-Xylene 

90 Styrene 

43 

57 

73 

63 

53 

43 

61 

61 

77 

56 

128 

83 

117 

111 

97 

43 

75 

78 

67 

62 

96 

83 

130 

93 

63 

83 

63 

75 

100 

98 

91 

43 

164 

75 

97 

129 

76 

107 

43 

91 

82 

112 

106 

133 

106 

106 

104 

4.587 

4.652 

4.707 

5.315 

4.587 (0.637) 

4.652 (0.647) 

4.707 (0.654) 

5.315 (0.739) 

5.381 5.391 (0.748) 

5.620 5.619 (0.781) 

5.924 5.923 (0.823) 

6.032 6.032 (0.838) 

6.119 6.130 (0.850) 

6.130 6.130 (0.852) 

6.217 6.217 (0.864) 

6.348 

6.402 

6.424 

6.544 

6.544 

6.794 

6.924 

6.989 

7.196 

7.337 

7.348 

7.750 

7.837 

7.892 

8.326 

8.457 

6.348 (0.882) 

6.402 (0.890) 

6.424 (0.893) 

6.544 (0.909) 

6.544 (0.909) 

6.794 (0.944) 

6.935 (0.962) 

7.000 (0.971) 

7.196 (1.000) 

7.348 (1.020) 

7.359 (1.021) 

7.750 (1.077) 

7.848 (1.089) 

7.902 (1.097) 

8.337 (1.157) 

8.467 (1.175) 

8.620 8.630 (0.865) 

8.663 8.674 (0.869) 

8.989 8.989 (1.249) 

9.000 

9.022 

9.164 

9.327 

9.414 

9.544 

9.696 

9.935 

9.968 

9.011 (0.903) 

9.033 (0.905) 

9.174 (0.919) 

9.337 (0.936) 

9.413 (0.944) 

9.555 (0.957) 

9.707 (0.973) 

9.946 (0.997) 

9.979 (1.000) 

9.990 9.989 (1. 002) 

9.990 10.000 (1.002) 

10.034 10.044 (1.007) 

10.110 10.120 (1. 014) 

10.490 10.490 (1.052) 

10.534 10.533 (1.057) 

144222 

174865 

319033 

348695 

280914 

211572 

903409 

705550 

179918 

275474 

86128 

241565 

149745 

148452 

167273 

120135 

221472 

670043 

84455 

191471 

519388 

210361 

249656 

110296 

204075 

200891 

314819 

279054 

512945 

515071 

677109 

276553 

102173 

233891 

152619 

167636 

291716 

176906 

198068 

200852 

236622 

409825 

214705 

129144 

523792 

264406 

456787 

50.3528 

49.3752 

52.1831 

66.2699 

221. 558 

42.6833 

201.375 

150.954 

50.9138 

53.3750 

51. 0269 

48.9276 

53.9432 

47.6406 

52.1261 

41. 6991 

52.5268 

52.3550 

48.7264 

49.3223 

50.0000 

53.5972 

81. 7092 

48.6909 

50.0970 

49.8103 

51.6718 

52.1322 

106.317 

49.8217 

53.8574 

62.5976 

56.7660 

54.4318 

54.1315 

51.3836 

51. 7035 

54.5922 

57.8666 

51. 9537 

50.0000 

49.5563 

52.6638 

50.0146 

106.953 

54.0484 

54.9748 

50.4 

49.4 

52.2 

66.3 

222 

42.7 

201 

151 

50.9 

53.4 

51.0 

48.9 

53.9 

47.6 

52.1 

41.7 

52.5 

52.4 

48.7 

49.3 

53.6 

81.7 

48.7 

50.1 

49.8 

51.7 

52.1 

106 

49.8 

53.9 

62.6 

56.8 

54.4 

54.1 

51.4 

51.7 

54.6 

57.9 

52.0 

49.6 

52.7 

50.0 

107 

54.0 

55.0 

Page 2 

SIMILARITY 

5115 

9197 (M2) 

9026 

(R) 

(R) 

8881 

9367 

9706 

(R) 

9489 

9599 



Data File: /var/chem/msvS.i/209011Sp.b/i2786msd.d Page 3 
Report Date: lS-Jan-2009 20:43 

CONCENTRATIONS 

QUANT SIG ON-COLUMN FINAL 

Compounds MASS RT EXP RT REL RT RESPONSE ( ppb) ( ug/L) SIMILARITY 

========================== ====== ====== ========== 

91 Bromoform ++ 173 10.577 10.588 (1. 061) 102519 53.9876 54.0 

93 Isopropy1benzene 105 10.751 10.751 (1.079) 623950 55.1864 55.2 

$ 94 Bromofluorobenzene 174 11. 012 11. 023 (1.105) 129570 49.9414 49.9 

95 n-Propy1benzene 91 11. 099 11.110 (0.920) 698426 51.1824 51.2 

96 Bromobenzene 77 11.121 11.121 (0.921) 314117 48.6847 48.7 

97 1,1,2,2-Tetrachloroethane++ 83 11.165 11.175 (0.925) 238465 54.5344 54.5 

98 2-Ch1oroto1uene 91 11.263 11.274 (0.933) 502111 49.9356 49.9 

99 1, 3, 5-Trimethylbenzene 105 11. 263 11. 274 (0.933) 463815 50.7997 50.8 

100 1, 2, 3-Trichloropropane 75 11.307 11. 317 (0.937) 278228 56.3988 56.4 

101 trans-l,4-Dichloro-2-Butene 53 11.329 11.328 (0.939) 53780 49.2074 49.2 

103 4-Ch1oroto1uene 91 11. 416 11. 426 (0.946) 445321 48.9319 48.9 

M 124 TOTAL XYLENE 106 788198 161. 002 161 

104 tert-buty1benzene 91 11. 568 11.579 (0.958) 240532 51. 4290 51. 4 

106 1,2,4-Trimethylbenzene 105 11. 633 11.644 (0.964) 474671 50.9837 51.0 

107 sec-Butylbenzene 105 11. 742 11. 753 (0.973) 563387 51.1408 51.1 

108 p-Isopropy1to1uene 119 11. 862 11. 873 (0.983) 433953 53.3613 53.4 

110 1,3-Dichlorobenzene 146 11.993 12.003 (0.994 ) 263886 50.9782 51.0 

* 111 1,4-DICHLOROBENZENE-D4 152 12.069 12. 080 (1.000) 178803 50.0000 

112 l,4-Dichlorobenzene 146 12.080 12.091 (1.001) 277776 49.1549 49.2 

115 n-Buty1benzene 91 12.308 12.319 (1.020) 343808 47.9920 48.0 

116 1,2-Dichlorobenzene 146 12.548 12.558 (1.040) 253592 50.8926 50.9 

120 1,2-Dibromo-3-Ch1oropropane 157 13.535 13.557 (1.121) 35441 55.8789 55.9 

122 Hexachlorobutadiene 225 14.436 14.447 (1.196) 39691 52.7127 52.7 

123 1, 2, 4-Trichlorobenzene 180 14 .502 14.523 (1.202) 125061 51.0082 51.0 

125 Naphthalene 128 14.925 14.936 (1.237) 386539 52.3410 52.3 

126 1,2,3-Trich1orobenzene 180 15.143 15.153 (1.255) 118223 51. 7825 51.8 

QC Flag Legend 

R - Spike/Surrogate failed recovery limits. 
M2- Compound response manually integrated because 

Target system integrated incorrectly. 
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Data File: Ivar/che~/~sv5.i/2090115p.b/i2786~sa.a 
Date : 15-JAH-2009 20:39 
Client ID: HSD 
Sa~ple Info: 20901142404~HSD 
Purge Volu~e: 5.0 
Colu~n phase: RTX-VHS-30H 

2.8-= 

2.7':; 

2.6:: 

2.5-= 

2.4-= 

2.3-= 

2.2':; 

2.1:: 

2.0-= 

1.9-= 

1.8-= 

1.7':; 

1.6:: 

1.5-= 

1.4-= -
1.3-= 

1.2-= 

1.1:: 

1.0-= 

0.9-= 

0.8-= 

0.7-= 

0.6:: 

0.5-= 

0.4-= 

0.3-= 

0.2-= 

0.1:: 

2 3 4 5 6 

InstruMent: fflsv5.i 

Operator: JCK 
ColuMn diameter: 0.25 

Ivar/che~/~sv5.i/2090115p.b/i2786~sd.d 

IJJ :z: 
~ :z: 
IJJ 
l'I 
0 
!Ii: 
0 
:::> 
;i 
I 

7 8 
Hin 

+ 
'" .., 
I .. 
C 

~ 

~ 
I 

+ 
ill 
I 

IJJ :z: 
IJJ 
N :z: 
IJJ 
l'I 

~ 
0 
...J 

5 
I 

9 10 

':~11 
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Data file /var/chem/msv5.i/2090115p.b/i2786msd.d Page: 1 
Report Date: 01/15/2009 20:43 

MANUAL INTEGRATION GRAPHIC REPORT 

Lab ID 
Injection Date: 

20901142404 
01/15/2009 20:39 
JCK 
20901142404*MSD 

SampleType 
Instrument 

MSV-15220-*1*JCK 
/var/chem/msv5.i/2090115p.b/8260Bw5.m 
1. 00 
WATER 

MSD 
msv5.i 

Operator 
Sample Info 
Misc Info 
Method 
Dilution 
Matrix 
Integrator HP RTE Compound Sublist: 8260b 

2.8':; 
2.6'; 
2.4'; 
2.2~ 
2.0'; 
1.8~ 
1.6'; 
1.4"; 
1.2~ 
1.0'; 

HP Che.Station H5 i2786 .. d.d 

0.8"; 
0.6~ 
0.4~ 
0.2~ 
~~~~~Pr~~~~<~TY~~~~~~~~~~~~~~~~44~~~~~~~~~~~~ 

Original Final 
================================================================================ 

7.0~ 

G.O~ 
5.0i 

4.0~ 

21 Hexane 
HP H5 Original.d, Ion 57.00 

3.0~ ~ 

~:~-=.1""""""""'TrHT"""""'''''''''..-iI.'f,}~"'T'""' ~~~I,......,...,..........,.,... 
4.20 4.30 4.40 4.~~.:.t~in~.70 4.80 4.90 5.00 5.10 

CAS#: 110-54-3 

Electronic Signature 
Applied 

User: jck 
Date: 01/15/2009 20:43 

M2 - Target system integrated incorrectly 

7.0~ 
6.0~ 

5.0~ 
4.Q~ 

Reason: M2 
HP H5 i2786 .. d.d, Ion 57.00 

3.01 \ 2.0~ 

1.0~ Ii 
0.0 - I ' """,, TM"...,..........,.,.,..,..,.,. ...... 

4.20 4.30 4.40 4'f.N~in1.70 4.80 4.90 5.00 5.10 



I Sample IO 

I 

LABORATORY CHRONICLE: MSV DEPARTMENT 

Date: 14-JAN-2009 
Instrument: msv5.i 
Analyst(s}: WAS 

I Conunents 

Standard 
Int. Standard 
Surrogate 
8260 
Ae/Ae/VA 
CVE 

I OataFile I wgt/vol 

I 

Cone ppm 
50 
50 
50 
250/50 
50 

6-42-9 
6-42-8 
6-43-1 
6-42-10 
6-42-3 

ICV 

6-41-5 
6-41-3 
6-39-1 

I Injection Time I Oil 

I 
I Anal I ALS 

I I 
=======================================================-========================================================================== 

1000 

BLANK 

1400 

1400 

LCSO 

BLANK 

1000 

1207 

1201 

1208 

1202 

1203 

1204 

1205 

BLANK 

1600 

685451 

685452 

685450 

685450 

20901133114 

685841 

685842 

BLANK 

20901090821 

20901090866 

20901133106 

20901133107 

20901090869 

20901133108 

20901133109 

20901133110 

20901133112 

20901133113 

BLANK 

BLANK 

IREC1ILIBRATE 

I 
I 

i2718.d 

i2719.d 

i2720.d 

i2721.d 

i2722.d 

i2723.d 

i2724bfb.d 

i2725.d 

i2726.d 

i2727.d 

i2728.d 

i2729.d 

i2730.d 

i2731.d 

i2732.d 

i2733.d 

i2734.d 

i2735.d 

i2736.d 

i2737.d 

i2738.d 

i2739ms.d 

i2740msd.d 

i2741.d 

i2742.d 

i2743.d 

i2744.d 

i2745.d 

i2746.d 

i2747.d 

i2748.d 

i2749.d 

i2750.d 

i2751.d 

i2752.d 

i2753.d 

0.00 ml 14-JAN-2009 06:50 

5.00 ml 14-JAN-2009 07:12 

5.00 ml 14-JAN-2009 07:34 

5.00 ml 14-JAN-2009 07:59 

5.00 ml 14-JAN-2009 08:33 

5.00 ml 14-JAN-2009 08:55 

0.00 ml 14-JAN-2009 09:18 

5.00 ml 14-JAN-2009 09:40 

5.00 ml 14-JAN-2009 10:03 

5.00 ml 14-JAN-2009 10:25 

5.00 ml 14-JAN-2009 10:48 

5.00 ml 14-JAN-2009 11:11 

5.00 ml 14-JAN-2009 11:34 

5.00 ml 14-JAN-2009 11:56 

5.00 ml 14-JAN-2009 12:19 

5.00 ml 14-JAN-2009 12:59 

5.00 ml 14-JAN-2009 13:49 

5.00 ml 14-JAN-2009 14:12 

5.00 ml 14-JAN-2009 14:35 

5.00 ml 14-JAN-2009 14:58 

5.00 ml 14-JAN-2009 15:21 

5.00 ml 14-JAN-2009 15:43 

5.00 ml 14-JAN-2009 16:06 

5.00 ml 14-JAN-2009 16:29 

5.00 ml 14-JAN-2009 16:51 

5.00 ml 14-JAN-2009 17:14 

5.00 ml 14-JAN-2009 17:37 

5.00 ml 14-JAN-2009 18:00 

5.00 ml 14-JAN-2009 18:23 

5.00 ml 14-JAN-2009 18:45 

5.00 ml 14-JAN-2009 19:08 

5.00 ml 14-JAN-2009 19:31 

5.00 ml 14-JAN-2009 19:54 

5.00 ml 14-JAN-2009 20:16 

5.00 ml 14-JAN-2009 20:39 

5.00 ml 14-JAN-2009 21:02 

TUNE = 21:18 

1.000 WAS 

1.000 WAS 

1.000 WAS 

1.000 WAS 

1.000 WAS 

1.000 JCK 

1.000 JCK 

1.000 JCK 

1.000 JCK 

1.000 JCK 

1.000 JCK 

1.000 JCK 

1.000 JCK 

1.000 JCK 

1.000 JCK 

1.000 JCK 

1.000 WAS 

1.000 JCK 

1.000 JCK 

1.000 JCK 

200.000 JCK 

200.000 JCK 

200.000 JCK 

1.000 JCK 

1.000 JCK 

1.000 JCK 

20.000 JCK 

1.000 JCK 

1.000 JCK 

1.000 JCK 

10.000 JCK 

25.000 JCK 

1.000 JCK 

1.000 JCK 

1.000 JCK 

1.000 JCK 

2 

2 

3 

4 

5 

6 

2 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

18 

19 

20 

21 

22 

23 

24 

25 

26 

27 

28 

29 

30 

31 

32 

33 

34 

35 

36 



I Sample ID 

I 

LABORATORY CHRONICLE: MSV DEPARTMENT 

Date: 15-JAN-2009 
Instrument: msv5.i 
Analyst(s): JCK 

I Comments I DataFile 

Standard 
Int. Standard 
Surrogate 
8260 
Ae/Ae/VA 
CVE 

I wgt/Vol 

I 
I Injection Time 

Cone ppm 
50 
50 
50 
250/50 
50 

I Dil 

I 

6-42-9 
6-42-8 
6-43-1 
6-42-10 
6-42-3 

I Anal I ALS 

I I 
================-==================================================================--============================================= 

1000 i2778.d 0.00 ml 15-JAN-2009 17:06 1.000 JCK I 2 

1400 i2779.d 5.00 ml 15-JAN-2009 17:43 1.000 JCK I 1 

686235 i2779L.d 5.00 ml 15-JAN-2009 17:43 1.000 JCK I 1 

686236 i2780.d 5.00 ml 15-JAN-2009 18:06 1.000 JCK I 2 

MB i2781.d 5.00 ml 15-JAN-2009 18:29 1.000 JCK I 3 

686234 i2782.d 5.00 ml 15-JAN-2009 18:52 1.000 JCK I 4 

20901142402 i2783.d 5.00 ml 15-JAN-2009 19:19 1.000 JCK I 5 

20901142401 i2784.d 5.00 ml 15-JAN-2009 19:42 1.000 JCK I 6 

20901142403 i2785ms.d 5.00 ml 15-JAN-2009 20:17 1.000 JCK I 7 

20901142404 i2786msd.d 5.00 ml 15-JAN-2009 20:39 1.000 JCK I 8 

BLANK i2787.d 5.00 ml 15-JAN-2009 21:02 1.000 JCK I 9 

20901142405 i2788.d 5.00 ml 15-JAN-2009 21:25 1.000 JCK I 10 

20901142406 i2789.d 5.00 ml 15-JAN-2009 21:48 1.000 JCK I 11 

20901142407 i2790.d 5.00 ml 15-JAN-2009 22:11 1.000 JCK I 12 

20901142408 i2791.d 5.00 ml 15-JAN-2009 22:33 1.000 JCK I 13 

20901145801 i2792.d 5.00 ml 15-JAN-2009 22:56 1.000 JCK I 14 

20901145802 i2793.d 5.00 ml 15-JAN-2009 23:19 1.000 JCK I 15 

20901145803 i2794.d 5.00 ml 15-JAN-2009 23:42 1.000 JCK I 16 

20901152301 i2795.d 5.00 ml 16-JAN-2009 00:04 1.000 JCK I 17 

20901145701 i2796.d 5.00 ml 16-JAN-2009 00:27 20.000 JCK I 18 

20901145601 i2797.d 5.00 ml 16-JAN-2009 00:51 10000.000 I JCK I 19 

TUNE 05:06 

I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 

I 
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CHAIN-Of-CUSTODY RECORD AND REQUEST fOR ANALYSIS 1256 

~ Round Rock Office 
, 2201 Double Creek Drive, Suite 4004 
: Round Rock, TX 78664 

Tel: (5121671-3434 
Fax: (512671-3446 

PROJECT NO.: , ...... =L 'A , fL 
SAMPLER (Signature): 

PASTOR, BEHLING & WHEELER, LLC 
Port Lavaca Office o 131 N. Virginia, Suite 8 
Port Lavaca, TX 77979 
Tel: (361)553-6442 
Fax: (361 )553-6449 

PROJECT NAME: G IJLfCO tnt:tf:-JNft 
PROJECT MANAGER: 6f< \0 eaSTD~ 

COC No. 
O Texarkana Office 

2407 Moores Lane 
Texarkana, TX 75503 
Tel: (9031794-0625 
Fax: (903 794-0626 

PAGE: __ _ 

DATE: 
METHOD OF SHIP CARRIERIWAYBILL NO.: DESTINATION: 

SAMPLES 

Sample Collection Preservation 
t----+----------------------------+-------r_-----r--+--,r-~--,_--r_~I ~ 

Z 
o 

Lab 
No. 

Field 
Sample 

Identification DATE 

~ 

>< .;:: 

1ii 
TIME 1::2 

(3 
I 

~I~I§ 
I I () 

~ 
~ 
~ 

Containers 

TOTAL NUMBER OF CONTAINERS 

DATE TIME 

ANALYSIS REQUEST 

Handling Remarks 

LABORATORY 
Cooler Temp: 

(;c. 

'KEY: Matrix: AQ· aqueous NA - nonaqueous SO - soil SL - sludge P - petroleum A - air OT - other Containers: P - plastic G - glass T - teflon 8 - brass or -other Filtration: F - filtered U - unfiltered 

O/STRIBunON: PINK: Field Copy YELLOW: Laboratory Copy WHITE: Retum to Originator 



TABLE 3 - PROPOSED GROUNDWATER SAMPLE ANALYSES 

I Sample Location I Analytical Parameter I 
OCPT5 1,1,1-Trichloroethane .. 

~E4MW32C I,I-Dichloroethene ~ 
1,2,3-Trichloropropane .. 
1,2-Dichloroethane, 

Benzene" 
Carbon tetrachloride-
cis-I ,2-Dichloroethene ' 
Methylene chloride ,.. 
Tetrachloroethene .,. 
Trichloroethene / 
Vinyl chloride .' 

Page 1 of 1 
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PRESERVATION CHECKLIST I COOLER RECEIPT 
Gulf Coast Analytical Laboratories, Inc. 

wo: 209011424 Type: D 

Desc: Report: REVIEW_RPT 

Work 10: Gulfco Marine Maintenance Site Status: WP 

Project Seq: 83978 Created: 1/14/2009 11 :01 

Client: 4482 - Pastor, Behling, & Wheeler QA: 

Profile: 78418 - GULFCO - Gulfco Marine Maintenance PO: 1352 
Site 

WORKORDER SAMPLES 
pH PRESERVATIVE VOA HEADSPACE 

Container 10 Type Preservative A U N\A A U N\A CONTAINER CONDITION 

20901142401-1 40 HCL / / OK 

20901142401-2 40 HCL 
/ / OK 

20901142401-3 40 HCL ../ / OK 

Container 10 Type Preservative A U N\A A U N\A CONTAINER CONDITION 

20901142402-1 40 HCL /' /' OK 

20901142402-2 40 HCL / /' OK 
L 

20901142402-3 40 HCL 
7 

/ OK 

Container 10 Type Preservative A U N\A A U N\A CONTAINER CONDITION 

20901142403-1 40 HCL ./ /' OK 

20901142403-2 40 HCL / /' OK 

20901142403-3 40 HCL / ./ OK 

Container 10 Type Preservative A U N\A A U N\A CONTAINER CONDITION 

20901142404-1 40 HCL / 
/' 

7 OK 

20901142404-2 40 HCL / / OK 

20901142404-3 40 HCL / ./ OK 

Container 10 Type Preservative A U N\A A U N\A CONTAINER CONDITION 

20901142405-1 40 HCL / I OK 

20901142405-2 40 HCL 
/ / OK 

20901142405-3 40 HCL ./ OK 
/ 

Container 10 Type Preservative A U N\A A U N\A CONTAINER CONDITION 

20901142406-1 40 HCL I /' 
OK 

20901142406-2 40 HCL / ./ OK 

20901142406-3 40 HCL 
/ 

1/ OK 

VVednesdaY,January14,2009 SMDW0002N Page 1 of2 
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pH PRESERVATIVE VOA HEADSPACE 

Container 10 Type Preservative A U N\A A U N\A CONTAINER CONDITION 

/ / 20901142407-1 40 HCL OK 

20901142407-2 40 HCL / / OK 

20901142407-3 40 HCL / ./ OK 

Container 10 Type Preservative A U N\A A U N\A CONTAINER CONDITION 
~ .., 

20901142408-1 40 HCL 7 7 OK 

20901142408-2 40 HCL / ./ OK 

20901142408-3 40 HCL / ..J OK 

A = ACCEPTABLE 
COOLER (S) TEMPERATURE ~ U Custody Seal 

U = UNACCEPTABLE 
LIMIT = 4C + \ - 2C 

used [ I Yes [ I No 
N\A = NOT APPLICABLE MAXIMUM VOLATILE HEADSPACE BUBBLE 6MM 

in tact [ I Yes [ I No 
LABEL(S) 

~ Jf\.-... VERIFIED CUSTODIAN 

Wednesday, January 14, 2009 SMDW0002N Page 2 of 2 
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